
RESEARCH

Langenbeck's Archives of Surgery         (2025) 410:252 
https://doi.org/10.1007/s00423-025-03812-7

	
 Margarita Afonina
afoninamargarita@hotmail.com

1	 Division of Obstetrics and Gynecology, San Paolo Hospital 
Medical School, ASST Santi Paolo E Carlo, Milan, Italy

2	 Department of Urology, ASST Santi Paolo e Carlo, San 
Paolo University Hospital, Milan, Italy

3	 Department of Biomedical Sciences for Health, Università 
degli Studi di Milano, Milan, Italy

4	 Division of Obstetrics and Gynecology, San Carlo Hospital, 
ASST Santi Paolo E Carlo, Milan, Italy

5	 Obstetrics and Gynecology Unit, Department of Medical and 
Surgical Sciences for Mother, Child and Adult, University of 
Modena and Reggio Emilia, Modena, Italy

6	 Department of General Surgery, ASST Santi Paolo e Carlo, 
San Paolo University Hospital, Milan, Italy

7	 Division of Obstetrics and Gynecology, San Paolo Hospital 
Medical School, ASST Santi Paolo E Carlo, Via Antonio di 
Rudinì 8, Milan 20142, Italy

Abstract
Background  The Versius surgical system (CMR Surgical, Cambridge, UK) is a new robotic platform introduced after the 
original patent of the DaVinci system expired; it has already been applied in different fields, including gynaecology. Unlike 
DaVinci, Versius has four independent bedside units (BSU), which must be individually positioned with adequate angles and 
distance to avoid collisions. Given this peculiarity and the shorter arm (30 cm) compared to the Da Vinci, investigating BSU 
positioning and port placement is mandatory. We aim to report technical tips and tricks for OR setup and port placement 
by analyzing our initial series with the Versius system for benign gynaecological conditions, thereby making the procedure 
easily reproducible.
Materials and methods  We considered prospectively 19 patients undergoing robotic surgery for gynaecological diseases. 
Demographics, pre-surgical variables, intraoperative robotic events (number and characteristics of collisions, need for 
detaching instruments, and moving trays during surgery), and perioperative outcomes were collected. Factors impacting the 
occurrence of high-impact collisions (requiring the disconnection of instruments and restarting of the port training) were 
analyzed.
Result  All surgeries were carried out uneventfully and without conversion. Collisions of any type occurred in 16 out of 19 
operations, including 11 high impact collisions. The distance between the trocars and the target organ is a factor that impacts 
the necessity to restart the system. Conclusions: Versius appeared to be a safe option for benign gynaecological surgery. Our 
experience suggests that a minimum distance of 19 cm from the bipolar operative trocar and the target organ, as well as a 
minimum distance of 15 cm between the scissors operative trocar and the target organ, is recommendable to avoid any col-
lisions, or 11 and 9 cm to avoid high impact collisions.
Conclusions  Versius appeared to be a safe option for benign gynaecological surgery. Our experience suggests that a mini-
mum distance of 19 cm from the bipolar operative trocar and the target organ, as well as a minimum distance of 15 cm 
between the scissors operative trocar and the target organ, is recommendable to avoid any collisions, or 11 and 9 cm to avoid 
high impact collisions.
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Introduction

The last few decades have witnessed the spread of robotic 
surgery for several gynaecological indications [1]. Novel 
robotic contenders recently emerged to reduce costs and 
improve access to robotics. Hugo RAS and Versius CMR, 
both available at our tertiary referral multi-robotic centre, 
are the primary competitors of the Da Vinci System. Versius 
(CMR Surgical, Cambridge, UK) is a new robotic platform 
introduced after the original patent of the DaVinci system 
expired. In the gynaecological field, the use of Versius has 
been described for adnexal benign pathology and urogyne-
cology [2–4].

Unlike the DaVinci system, both Versius and Hugo have 
four independent bedside units (BSU), which must be indi-
vidually positioned with adequate angles and distance from 
the operating field and the target organ to avoid collisions 
during surgery [5]. Additionally, the length of the Versius 
stem (30 cm) is significantly shorter than that of the tradi-
tional Da Vinci robotic platform. The manufacturers have 
conducted preclinical studies to determine the optimal posi-
tions of the robotic arms and the tilting angles, and our 
group has analyzed the perspective of the bedside assistant 
for both systems. The general surgery team at our institution 
has already highlighted the need to standardize the angles 
and distances on the Versius [6, 7]. Reports on OR setup on 
different robotic systems have been recently emerging [8, 
9], nonetheless, data for the Versius system on such aspects 
are still lacking in the literature.

This study aims to describe OR setting and port place-
ment with a focus on how to avoid instrument collision; for 
this purpose, we analyzed 19 consecutive procedures for 
benign gynaecological pathology at the ASST Santi Paolo 
and Carlo, University of Milan La Statale, Milan, Italy.

Materials and methods

The study was approved by the management in charge of the 
hospital on September 30th 2022. All procedures performed 
in the operating theatre are compliant with the current guide-
lines and would have been the same even without this study. 
The rationale for this study was to identify standardized 
guidelines for BSU and trocar placement, as none are cur-
rently provided by the system’s developers. In their absence, 
positioning was determined on a case-by-case basis, guided 
by surgical experience and the consistent targeting of pel-
vic anatomy.The study aims to collect and analyze factors 
that impact Versius procedures and related technological 
issues (i.e., alarms). To do so, we prospectively analyzed 
19 cases of benign gynaecological pathologies treated with 
the Versius system at San Paolo Hospital in Milan, Italy, as 

of November 2022. Details about trocar placement and sur-
gical setup are reported. Overall, collected variables were: 
(1) patients’ characteristics (previous surgery, body mass 
index-BMI, comorbidities, age); (2) operative times (from 
skin incision to console start-up and overall console time); 
(3) robotic setup (anatomical references for trocar place-
ment, number of arms, the distance of each bedside tray 
(measures collected from the basement of each BSU) from 
the others and the operating table (measures collected from 
the basement of the operating table), minimal distance from 
the right and left operative trocar from the target organ; (4) 
intra-operative events related to the robot (number and char-
acteristics of collisions, need for detaching the instruments 
during surgery, need for moving the trays during surgery); 
(5) perioperative clinical outcomes (intraoperative com-
plications, blood loss, surgical conversion, hospital length 
of stay). As far as intraoperative robot-related events are 
concerned, two types of collisions may be observed: (a) 
low-impact collisions, correctable by the console surgeon, 
without the need to remove the instrument; (b) high-impact 
collisions, requiring the disconnection of instruments and 
restarting of the port training.

Primary endpoint

The primary endpoint of the study is to report and analyze 
factors that affect the occurrence of high-impact collisions.

Statistical analysis

A descriptive analysis of all variables was performed. Con-
tinuous variables such as age and BMI were reported as 
mean ± standard deviation, or median (Me) and interquar-
tile range (IQR) based on the results of Shapiro-Wilk’s test 
of normality. Spearman’s rho coefficients were calculated 
to assess the correlation between the number and type of 
collisions and the distances (arm-to-arm and arm-to-table). 
Statistical significance was set at a p-value of 0.05. Calcula-
tions were performed with R for Mac v. 4.0.

Results

The cases were performed by two senior console surgeons, 
one experienced with the Da Vinci system (approximately 
300 previous procedures) and the other with laparoscopy. 
The entire surgical team had prior robotic experience, and 
all surgeons had undergone a 3-day cadaver lab prior to the 
procedure. During training, trocar positioning and operating 
room setting were planned, and two full cadaver procedures 
(promontofixation and total hysterectomy with bilateral 
lymphadenectomy) were carried out.
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Clinical features

Nineteen patients, aged 50±15, underwent surgery for 
benign gynaecological conditions; among these, 11 under-
went adnexectomy (57.9%), 4 underwent ovarian cystec-
tomy (21.1%), 2 underwent bilateral hystero-adnexectomy 
for endometrial hyperplasia (10.5%), 1 underwent bilateral 
hysterosalpingectomy (5.3%), 1 was a Dubuisson procedure 
(5.3%). The median BMI was 23.32(8.99) kg/m2, range 
[16.33–42.70]. Ten women were menopausal (52.6%), all 
from natural causes. The surgical history included lapa-
rotomy for seven women, of which three appendectomies, 
one abdominoplasty, one cesarean section, one cholecystec-
tomy, and one inguinal hernia repair). None had ever had 
vaginal surgery; two had concomitant prolapses (hystero-
cele and cystocele in both cases, grade II-III, according to 
the POP-q classification). Estimated blood loss (EBL) was 
null for 13 patients and had a median of 0 mL, IQR [0–37], 
range [range 0-300] in the sample (the woman with a loss 
of 300 mL underwent hysterectomy with bilateral adnex-
ectomy). No intraoperative complications occurred, nor 

any conversion to either open or laparoscopic surgery was 
necessary. The size of the retrieved cysts ranged from 4 to 
16 cm (Me = 5, IQR [5–7]). The postoperative course of the 
nineteen procedures was uneventful, and the patients were 
discharged on the first or second postoperative day.

Technical issues

The characteristics of the operating room are displayed in 
Supplementary Table 1. The patients were positioned in a 
22° Trendelenburg position. In 17 out of 19 operations, all 
four arms were used, whereas only three arms were used 
in the remaining two cases (endometriosis and adnexal sur-
gery). The port configuration reflected the standard tech-
nique of the console surgeon (Fig. 1).

The bedside unit arms for instruments were docked first: 
a single BSU on the right side (arm 3, scissors) and two 
BSUs on the left side (arm 2, bipolar and 1, grasper, respec-
tively). The BSU carrying the endoscope (arm 4) was placed 
above the head on the right side and docked last. One addi-
tional port for the assistant was located on the right side. 
Differently from the Da Vinci system, a port training pro-
cess is required for each Versius arm. The position of the 
four robotic trocars was on a semicircular line, as shown in 
Fig. 1. Having as a vertex the trocar of the camera (green 
point). The mean distance between trocars (indicated as A, 
B, C, and D) was 9 cm. Table 1 reports the mean angles.

Table 1  Angles
Angle Description Mean±sd
EAB Bedside assistant– scissors - endoscope 150±34
ABC Scissors– endoscope - bipolar 145±12
BCD Endoscope– bipolar– grasper 161±16

Fig. 1  Correct configuration for 
trocar positioning
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occurrence of collisions. The higher the distance, the higher 
the collision events were recorded; a distance of the second 
arm of at least 25 cm was related to fewer collision events 
(p = 0.024). During the three operations in which no colli-
sions occurred, the distance between this arm and the oper-
ating table was 8, 15 and 21 cm, respectively, and the angle 
between the endoscope trocar and the scissors trocar was 
145°. No other significant correlations were found between 
arm-table distances and collisions (patients’ characteristics 
as age, BMI, and bi-iliac spine distance).

The distance between the basement of each BSU and 
the basement of the operating table is described in Table 3. 
Based on these considerations, the correct configuration for 
trocar positioning is shown in Fig. 1.

Discussion

The Versius surgical system has been implemented in several 
surgical settings to date. A systematic review by Alkatout 
et al. [2] analyzed the timeline of preclinical and clinical 
studies, confirming the feasibility and safety of the Versius. 
Clinical experiences are available for cholecystectomy [10] 
general abdominal surgery [11–13] hernia repair [14] radi-
cal prostatectomy [15, 16] and renal surgery [17]. As far as 
gynaecological procedures are concerned, Kelkar et al. [18] 
reported the results of the first-in-human interim analysis of 
several gynaecological cases, including six hysterectomies, 
five diagnostic cases, two oophorectomies, two fallopian 
tubal anastomosis procedures, an ovarian cystectomy, and 
a salpingo-oophorectomy procedure. The article analyzed 
the safety profile of the Versius system and highlighted 
the feasibility of successful procedures without the need 
for conversion to pure laparoscopy or open surgery. A fur-
ther prospective clinical cohort study from the same group 
[19] involved 144 women undergoing hysterectomy with 
the Versius. In this updated article, the rate of unplanned 
conversion to conventional laparoscopy was 1.4%, with no 
conversions to open surgery occurring. Dixon et al. reported 
similarly on 160 operations, including 60 gynaecological 
cases, and found that the conversion rate ranged from 0% 
(gynaecology) to 4.4% (general surgery). In most published 
articles, 3, 15, and 16, safety, in terms of conversion rate, was 

The mean distance between the iliac spines was 
31 ± 6 cm, and the umbilical-bi-iliac distance was 14 ± 3 cm. 
These measures were taken at 15 mmHg, as the trocar place-
ment was realized at that intra-abdominal pressure and then 
reduced to 10 mmHg during the procedure. The trocar of the 
camera was placed 2 cm above the umbilicus in all except 
one procedure, where it was placed at the level of the umbi-
licus. The median time from incision to console was 47 (18) 
minutes, followed by 80 (121) minutes of console time, with 
an overall surgical time of 127 (88) minutes. Intraoperative 
pneumoperitoneum was maintained at 12(1) mmHg. The 
basement of arm four always remained in direct contact 
with the basement of the operating bed on the right side, 
except in one case in which the distance was 27 cm, and the 
trocar of the camera was placed into the umbilicus.

The same instruments were used for all the procedures, 
positioned in the same trocars as shown in Fig. 1.

Collisions of any type occurred in 16 out of 19 opera-
tions, ranging from a minimum of 1 event requiring inter-
vention to a maximum of 12 during a single operation. In 
six cases, the collision involved two arms, and in five others, 
three. The remaining events were not identifiable as colli-
sions between robotic arms but rather as contact between an 
arm and other components of the surgical field (e.g., trocars) 
that did not require a restart.

In eleven cases, high impact collisions occurred, necessitat-
ing the detachment and reconnection of instruments. In those 
patients, the mean angle formed by segments AB and BC (scis-
sors, endoscope and bipolar) was 148 ± 14°, range [138–180]. 
Neither the angles nor the distance between the trocars were 
factors influencing the occurrence of high-impact collisions 
(Table 2). The only exception was the distance between the 
bipolar forceps and the grasper, with no collisions recorded.

The distance between the operative trocar and the target 
anatomy was also analyzed. In one case of severe collisions, 
the trocar of the camera was placed in the umbilicus, and 
the distance between the scissors trocar (third arm, blue in 
Fig. 1) and the target anatomy was 2 cm (a right dermoid 
cyst of 8  cm in diameter). The same trocar was allocated 
2 cm higher from the bi-iliac line at 9 cm from the trocar of 
the camera. The number of collisions recorded in this spe-
cific case was 15, involving the third arm; among these, 11 
were of high impact.

The distance of the second bedside unit basement 
(bipolar) from the operating table was also related to the 

Table 2  Factors related to high priority collisions
Factor p-value
ABC angle 0.884
BCD angle 0.137
CD segment 0.603
BC segment 0.011

Table 3  Distances
Distance  Median IQR Min Max
Table– BSU 1 (grasper) 29 7.00 14 36
Table– BSU 2 (bipolar) 15 6.00 2 21
Table– BSU 3 (scissors) 18 9.50 0 35
Table– BSU 4 (endoscope) 0 2.50 0 27
BSU 1- BSU 2 45 10.00 26 71
BSU 3– BSU 4 46 15.00 34 72
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Besides the measures of the inflated abdomen, the inner 
dimensions and localization of the target anatomy are rel-
evant points, just as in traditional laparoscopy. However, in 
conventional laparoscopy, an inappropriate trocar placement 
can often be managed through human adaptability. In con-
trast, in robotic surgery, suboptimal port training may result 
in reduced dexterity of the robotic arm, high-grade colli-
sions, system arrest, longer operative time, the need for BSU 
replacement, and discontinuous work, with all the potential 
consequences. This is related to the structure of the platform, 
which can work on a perfectly spherical area when it is suffi-
ciently displaced but not when it is very close to its own body. 
The BMI (p = 0.286) and the length of the bisiliac spines 
(p = 0.167) did not affect the number of collisions in any way.

The small sample size we considered is the main limi-
tation of the study. However, the primary endpoint was to 
provide a detailed analysis of trocar placement and BSU 
configuration. Despite the early experience, all surgical 
procedures were performed without any intraoperative or 
postoperative complications. As previously reported [21] 
an important fact worth emphasising that results from the 
location of the trocars in a similar fashion to the traditional, 
laparoscopic methods of minimally invasive surgery is the 
possibility of a smooth transition from robotic to laparo-
scopic surgery if unexpected complications arise. Besides 
the feasibility and safety of these initial cases, further clini-
cal knowledge is recommended to standardize the use of the 
Versius, thereby making the procedure more reproducible 
and facilitating the widespread adoption of the system in 
robotic gynaecological surgery. 

Conclusions

Based on our series, Versius surgical system has been con-
firmed as a safe option for the treatment of benign gynaeco-
logical diseases. The implementation of this technology will 
benefit from the reproducible gynaecological port place-
ment and surgical setting described in this paper.
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the primary endpoint. To our knowledge, this is the first 
article of gynaecological interest specifically addressing the 
setup of the OR for the Versius system and reporting a com-
prehensive analysis of technological errors.

Beyond details about the operating room configuration, 
technological issues were categorized into low- and high-
impact incidents. The risk factors affecting the number of 
high-impact collisions were analyzed, as these errors may 
necessitate a system restart, which can result in related clini-
cal drawbacks. Based on our initial experience with the Ver-
sius Robotic System, only the distance between BSU 2 and 
the operating table can be considered a significant driver of 
high impact collisions. Such distance may lead to an acute 
angle of the robotic elbow joint, which would then inter-
fere with the stereoscopic workspace of the other arms, 
thus leading to collisions that cannot be resolved without 
undocking the instruments.

For pathology located at the extremities of the pelvis, like 
ovarian pathology, the angles formed by segments AB and 
BC, as described in the present paper, did not yield any sig-
nificant effect on the number of collisions, regardless of the 
type of operation (adnexectomy, or cystectomy). The values 
of such angles in our experience are compatible with the 
trajectory of the movement of Versius robotics arms. In our 
study, two different surgeons performed all the operations: 
one with more than 300 cases of successful robotic surgery 
on a traditional platform (Da Vinci Xi) and the other with 
major experience in laparoscopic surgery but no experience 
in robotic-assisted surgery. No significant differences were 
detected in the number of collisions that occurred during the 
operations performed by the two surgeons (p = 0.081).

While the Da Vinci arms are working concurrently [20] 
the Versius system arms can work in any direction in space, 
mimicking the human-like joint trajectory. The Versius 
platform operates on 2R geometry, utilizing joint spherical 
arm geometry and revolute coordinates rather than Carte-
sian coordinates in 3P (Prismatic) geometry. This type of 
movement utilizes a spherical work envelope generated by 
the rotation of the base, shoulder, and elbow, which does 
not require entry into the workspace of the adjacent arm. 
Second, the minimal distance between the operative trocar 
and the target anatomy was another measure related to the 
number of high impact collisions.

Our experience suggests that a minimum distance of 
19 cm from the bipolar operative trocar and the target organ, 
as well as a minimum distance of 15 cm between the scis-
sors operative trocar and the target organ, is recommendable 
to avoid any collisions, or 11 and 9 cm to avoid high impact 
collisions. When the distance was shorter than the above-
mentioned measures, the precision of the robotic dexterity 
was compromised, and the technology’s advantages were 
underutilized.

1 3

Page 5 of 6    252 

https://doi.org/10.1007/s00423-025-03812-7
https://doi.org/10.1007/s00423-025-03812-7


Langenbeck's Archives of Surgery         (2025) 410:252 

8.	 Gueli Alletti S, Chiantera V, Arcuri G et al (2022) Introducing the 
new surgical robot HUGO™ RAS: system description and Dock-
ing settings for gynecological surgery. Front Oncol 12:898060. ​h​
t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​3​​3​8​9​​/​f​o​​n​c​.​2​0​2​2​.​8​9​8​0​6​0

9.	 Sighinolfi MC, Sarchi L, Gaia G et al (2023) Multimodular 
robotic systems (Hugo RAS and versius CMR) for pelvic surgery: 
tasks and perspectives from the bed-side assistant. J Robot Surg 
17(6):3039–3043. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​0​0​7​​/​s​1​​1​7​0​1​-​0​2​3​-​0​1​7​1​8​-​4

10.	 Kelkar DS, Kurlekar U, Stevens L, Wagholikar GD, Slack M 
(2023) An early prospective clinical study to evaluate the safety 
and performance of the versius surgical system in Robot-Assisted 
cholecystectomy. Ann Surg 277(1):9–17. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​0​9​7​​/​
S​L​​A​.​0​0​0​0​0​0​0​0​0​0​0​0​5​4​1​0

11.	 El Dahdah J, Halabi M, Kamal J, Zenilman ME, Moussa H 
(2023) Initial experience with a novel robotic surgical system in 
abdominal surgery. J Robot Surg 17(3):841–846. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​
0​.​1​​0​0​7​​/​s​1​​1​7​0​1​-​0​2​2​-​0​1​4​7​1​-​0

12.	 Huscher C, Marchegiani F, Cobellis F et al (2022) Robotic onco-
logic colorectal surgery with a new robotic platform (CMR Ver-
sius): hope or hype? A preliminary experience from a full-robotic 
case-series. Tech Coloproctology 26(9):745–753. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​
1​0​.​1​​0​0​7​​/​s​1​​0​1​5​1​-​0​2​2​-​0​2​6​2​6​-​9

13.	 Sighinolfi MC, De Maria M, Meneghetti I, Felline M, Ceretti AP, 
Mosillo L, Catalano C, Morandi A, Calcagnile T, Panio E, San-
galli M, Turri F, Terzoni S, Assumma S, Sarchi L, Afonina M, 
Marconi A, Bianchi PP, Micali S, Rocco B, Gaia G (2024) The 
use of Versius CMR for pelvic surgery: a multicentric analysis of 
surgical setup and early outcomes. World J Urol 42(1):31. ​h​t​t​p​​s​:​/​​
/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​0​0​7​​/​s​0​​0​3​4​5​-​0​2​3​-​0​4​7​3​0​-​3

14.	 Dixon F, Qureshi A, Vitish-Sharma P, Khanna A, Keeler BD 
(2023) Implementation of robotic hernia surgery using the Ver-
sius® system. J Robot Surg 17(2):565–569. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​0​0​
7​​/​s​1​​1​7​0​1​-​0​2​2​-​0​1​4​5​1​-​4

15.	 Rocco B, Turri F, Sangalli M et al (2023) Robot-assisted radi-
cal prostatectomy with the versius robotic surgical system: first 
description of a clinical case. Eur Urol Open Sci 48:82–83. ​h​t​t​p​​s​:​
/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​0​1​6​​/​j​.​​e​u​r​o​s​.​2​0​2​2​.​1​1​.​0​1​9

16.	 De Maria M, Meneghetti I, Mosillo L, Collins JW, Catalano C 
(2024) Versius robotic surgical system: case series of 18 robot-
assisted radical prostatectomies. BJU Int 133(2):197–205. ​h​t​t​p​​s​:​/​​
/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​1​1​1​​/​b​j​​u​.​1​6​1​5​6

17.	 Hussein AA, Mohsin R, Qureshi H et al (2023) Transition from 
Da Vinci to versius robotic surgical system: initial experience 
and outcomes of over 100 consecutive procedures. J Robot Surg 
17(2):419–426. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​0​0​7​​/​s​1​​1​7​0​1​-​0​2​2​-​0​1​4​2​2​-​9

18.	 Kelkar D, Borse MA, Godbole GP, Kurlekar U, Slack M (2021) 
Interim safety analysis of the first-in-human clinical trial of the 
versius surgical system, a new robot-assisted device for use in 
minimal access surgery. Surg Endosc 35(9):5193–5202. ​h​t​t​p​​s​:​/​​/​d​
o​i​​.​o​​r​g​/​​1​0​.​1​​0​0​7​​/​s​0​​0​4​6​4​-​0​2​0​-​0​8​0​1​4​-​4

19.	 Borse M, Godbole G, Kelkar D, Bahulikar M, Dinneen E, Slack 
M (2022) Early evaluation of a next-generation surgical system 
in robot-assisted total laparoscopic hysterectomy: A prospective 
clinical cohort study. Acta Obstet Gynecol Scand 101(9):978–
986. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​1​1​1​​/​a​o​​g​s​.​1​4​4​0​7

20.	 Chen CC, Ou YC, Yang CK et al (2012) Malfunction of the Da 
Vinci robotic system in urology. Int J Urol Off J Jpn Urol Assoc 
19(8):736–740. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​1​1​1​​/​j​.​​1​4​4​​2​-​2​​0​4​2​.​​2​0​​1​2​.​0​3​0​1​0​.​x

21.	 Sadlecki P, Walentowicz-Sadlecka M (2025) Feasibility evalua-
tion of the versius surgical system: robot-assisted hysterectomy for 
benign and malignant gynaecological lesions. Arch Gynecol Obstet 
311(2):355–365. ​h​t​t​p​s​:​​​/​​/​d​o​​i​.​o​​r​​g​​/​​1​0​​.​1​0​​​0​7​/​​s​0​0​​4​0​4​-​​0​2​4​-​0​​7​6​5​5​-​3

Publisher’s note  Springer Nature remains neutral with regard to juris-
dictional claims in published maps and institutional affiliations.

Data availability  No datasets were generated or analysed during the 
current study.

Declarations

Competing interests  The authors declare no competing interests.

Open Access   This article is licensed under a Creative Commons 
Attribution-NonCommercial-NoDerivatives 4.0 International License, 
which permits any non-commercial use, sharing, distribution and 
reproduction in any medium or format, as long as you give appropri-
ate credit to the original author(s) and the source, provide a link to the 
Creative Commons licence, and indicate if you modified the licensed 
material. You do not have permission under this licence to share 
adapted material derived from this article or parts of it. The images or 
other third party material in this article are included in the article’s Cre-
ative Commons licence, unless indicated otherwise in a credit line to 
the material. If material is not included in the article’s Creative Com-
mons licence and your intended use is not permitted by statutory regu-
lation or exceeds the permitted use, you will need to obtain permission 
directly from the copyright holder. To view a copy of this licence, visit ​
h​t​t​p​​:​/​/​​c​r​e​a​​t​i​​v​e​c​​o​m​m​o​​n​s​.​​o​r​g​​/​l​i​​c​e​n​​s​e​s​/​​b​y​​-​n​c​-​n​d​/​4​.​0​/.

References

1.	 Connor A, Pasic R, Quevedo A, Chamseddine P (2021) Robotic 
applications for benign gynecologic procedures. Surg Technol Int 
39:232–240

2.	 Alkatout I, Salehiniya H, Allahqoli L (2022) Assessment of the 
versius robotic surgical system in minimal access surgery: A sys-
tematic review. J Clin Med 11(13):3754. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​3​​3​9​0​​/​
j​c​​m​1​1​1​3​3​7​5​4

3.	 Dixon F, Khanna A, Vitish-Sharma P et al (2021) Initiation and 
feasibility of a multi-specialty minimally invasive surgical pro-
gramme using a novel robotic system: A case series. Int J Surg 
Lond Engl 96:106182. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​0​1​6​​/​j​.​​i​j​s​u​.​2​0​2​1​.​1​0​6​1​8​
2

4.	 Gaia G, Sighinolfi MC, Afonina M et al (2023) Uro-gynecologi-
cal surgery with the versius robotic system: first description of a 
clinical case. Minerva Urol Nephrol 75(3):275–277. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​
r​g​/​​1​0​.​2​​3​7​3​​6​/​S​​2​7​2​​4​-​6​​0​5​1​.​​2​3​​.​0​5​3​0​1​-​6

5.	 Sighinolfi MC, Rocco B, Terzoni S, Morandi A, Afonina M, 
Assumma S, Calcagnile T, Turri F, Sangalli M, Panio E, Sarchi L, 
Grasso A, Dell'orto P, Pozzi E, Ramondo A, Santangelo E, Petix 
M, Gaia G (2024) New robotic systems: first head-to-head com-
parison between Hugo RAS and Versius CMR in the pre-clinical 
setting. Minerva Urol Nephrol 76(1):1–4. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​2​​3​7​3​​
6​/​S​​2​7​2​​4​-​6​​0​5​1​.​​2​3​​.​0​5​5​6​8​-​4

6.	 Sighinolfi MC, Terzoni S, Scanferla E, Bianchi PP, Formisano 
G, Gaia G, Marconi AM, Chiumello D, Patel V, Moschovas MC, 
Turri F, Dell'Orto P, Maruccia S, Grasso A, Sangalli M, Cen-
tanni S, Stocco M, Assumma S, Sarchi L, Calcagnile T, Panio 
E, Bozzini G, Rocco B (2023) Impact of hands-on practice with 
HugoRAS and Versius System simulators on the attractiveness of 
robotic surgery among medical and nurse undergraduate students. 
J Robot Surg 17(4):1471–1476. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​0​0​7​​/​s​1​​1​7​0​1​-​0​
2​3​-​0​1​5​4​3​-​9

7.	 Pisani Ceretti A, Mariani NM, Perego M et al (2024) Proposal 
of set-up standardization for general surgery procedures with the 
CMR versius system, a new robotic platform: our initial experi-
ence. Langenbecks Arch Surg 409(1):107. ​h​t​t​p​​s​:​/​​/​d​o​i​​.​o​​r​g​/​​1​0​.​1​​0​0​
7​​/​s​0​​0​4​2​3​-​0​2​4​-​0​3​2​9​1​-​2

1 3

  252   Page 6 of 6

https://doi.org/10.3389/fonc.2022.898060
https://doi.org/10.3389/fonc.2022.898060
https://doi.org/10.1007/s11701-023-01718-4
https://doi.org/10.1097/SLA.0000000000005410
https://doi.org/10.1097/SLA.0000000000005410
https://doi.org/10.1007/s11701-022-01471-0
https://doi.org/10.1007/s11701-022-01471-0
https://doi.org/10.1007/s10151-022-02626-9
https://doi.org/10.1007/s10151-022-02626-9
https://doi.org/10.1007/s00345-023-04730-3
https://doi.org/10.1007/s00345-023-04730-3
https://doi.org/10.1007/s11701-022-01451-4
https://doi.org/10.1007/s11701-022-01451-4
https://doi.org/10.1016/j.euros.2022.11.019
https://doi.org/10.1016/j.euros.2022.11.019
https://doi.org/10.1111/bju.16156
https://doi.org/10.1111/bju.16156
https://doi.org/10.1007/s11701-022-01422-9
https://doi.org/10.1007/s00464-020-08014-4
https://doi.org/10.1007/s00464-020-08014-4
https://doi.org/10.1111/aogs.14407
https://doi.org/10.1111/j.1442-2042.2012.03010.x
https://doi.org/10.1007/s00404-024-07655-3
http://creativecommons.org/licenses/by-nc-nd/4.0/
http://creativecommons.org/licenses/by-nc-nd/4.0/
https://doi.org/10.3390/jcm11133754
https://doi.org/10.3390/jcm11133754
https://doi.org/10.1016/j.ijsu.2021.106182
https://doi.org/10.1016/j.ijsu.2021.106182
https://doi.org/10.23736/S2724-6051.23.05301-6
https://doi.org/10.23736/S2724-6051.23.05301-6
https://doi.org/10.23736/S2724-6051.23.05568-4
https://doi.org/10.23736/S2724-6051.23.05568-4
https://doi.org/10.1007/s11701-023-01543-9
https://doi.org/10.1007/s11701-023-01543-9
https://doi.org/10.1007/s00423-024-03291-2
https://doi.org/10.1007/s00423-024-03291-2

	﻿Versius surgical system: tips and tricks for OR setting and port placement for pelvic surgery, our experience in a multi-robotic referral centre
	﻿Abstract
	﻿Introduction
	﻿Materials and methods
	﻿Primary endpoint
	﻿Statistical analysis


	﻿Results
	﻿Clinical features
	﻿Technical issues

	﻿Discussion
	﻿Conclusions
	﻿References


