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most disabling consequences. post stroke locomotor 
impairments are often associated with abnormal tim-
ing and intensity in recruitment of lower limb muscles, 

stroke is a leading cause of acquired disability in 
adults worldwide.1 hemiparesis, with loss of coor-

dination in upper and lower limb joints, is one of the 
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a b s t r a c t
bacKGround: recovery of therapeutic or functional ambulatory capacity in post-stroke patients is a primary goal of rehabilitation. Wear-
able powered exoskeletons allow patients with gait dysfunctions to perform over-ground gait training, even immediately after the acute event.
aiM: to investigate the feasibility and the clinical effects of an over-ground walking training with a wearable powered exoskeleton in sub-acute 
and chronic stroke patients.
dEsiGn: prospective, pilot pre-post, open label, non-randomized experimental study.
sEttinG: a single neurological rehabilitation center for inpatients and outpatients.
population: twenty-three post-stroke patients were enrolled: 12 sub-acute (mean age: 43.8±13.3 years, 5 male and 7 female, 7 right hemi-
paresis and 5 left hemiparesis) and 11 chronic (mean age: 55.5±15.9 years, 7 male and 4 female, 4 right hemiparesis and 7 left hemiparesis) 
patients.
MEthods: patients underwent 12 sessions (60 min/session, 3 times/week) of walking rehabilitation training using Ekso™, a wearable bionic 
suit that enables individuals with lower extremity disabilities and minimal forearm strength to stand up, sit down and walk over a flat hard surface 
with a full weight-bearing reciprocal gait. clinical evaluations were performed at the beginning of the training period (t0), after 6 sessions (t1) 
and after 12 sessions (t2) and were based on the ashworth scale, Motricity index, trunk control test, functional ambulation scale, 10-Meter 
Walking Test, 6-Minute Walking Test, and Walking Handicap Scale. Wilcoxon’s test (P<0.05) was used to detect significant changes.
RESULTS: Statistically significant improvements were observed at the three assessment periods for both groups in Motricity Index, Functional 
Ambulation Scale, 10-meter walking test, and 6-minute walking test. Sub-acute patients achieved statistically significant improvement in Trunk 
Control Test and Walking Handicap Scale at t0-t2. Sub-acute and chronic patient did not achieve significant improvement in Ashworth scale at 
t0-t2. 
conclusions: twelve sessions of over-ground gait training using a powered wearable robotic exoskeleton improved ambulatory functions 
in sub-acute and chronic post-stroke patients. Large, randomized multicenter studies are needed to confirm these preliminary data.
clinical rEhabilitation iMpact: to plan a completely new individual tailored robotic rehabilitation strategy after stroke, including 
task-oriented over-ground gait training.
(Cite this article as: Molteni f, Gasperini G, Gaffuri M, colombo M, Giovanzana c, lorenzon c, et al. Wearable robotic exoskeleton for overground 
gait training in sub-acute and chronic hemiparetic stroke patients: preliminary results. Eur J phys rehabil Med 2017;53:676-84. doi: 10.23736/
s1973-9087.17.04591-9)
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ittal plane. the robotic device guides the legs through 
pre-programmed physiological gait patterns while the 
subject experiences near-normal proprioceptive input 
during limb loading. the pre-programmed walking pat-
tern is quite similar to a normal gait and it includes gait 
cycle timing, interlimb and interjoint coordination, ap-
propriate limb loading and afferent signals.18 

Wearable powered exoskeletons are in accord with 
modern principles of overground gait rehabilitation. 
in particular, these device should maximize loading of 
the lower limbs instead of the upper extremities dur-
ing training, promote hip extension and limb unloading 
synchronization with simultaneous loading of the con-
tralateral lower limb to promote swing initiation, and 
promote step initiation from a stride position to allow 
weight transfer from an extended and loaded limb for-
ward to the unloaded limb.19-22 the powered exoskel-
eton’s kinematic chain maps the human limb anatomy 
and the control emulates human neuromotor control; 
thus, it is a promising new tool for gait rehabilitation 
and challenges the way in which neurological rehabili-
tation training should be provided.

initially, wearable powered exoskeletons were de-
signed as assistive devices that allowed complete spinal 
cord injury (sci) patients’ safe ambulation.23, 24 

there is a paucity of published data on powered ro-
botic exoskeletons for gait rehabilitation in post-stroke 
patients. the aim of this study was to investigate the 
feasibility and the clinical effects of overground walking 
training with a wearable powered exoskeleton (Ekso™, 
Ekso bionics, richmond, ca, usa) in sub-acute and 
chronic stroke patients.

Materials and methods

a total of 23 stroke patients were referred to and en-
rolled for study at Villa beretta rehabilitation center 
(costa Masnaga, lecco, italy) from december 2013 to 
december 2014. time from the acute event ranged from 
25 days to 2350 days and included sub-acute (<180 days 
from acute event) and chronic (>180 days from acute 
event) patients. characteristics of the 12 sub-acute and 
11 chronic patients are presented in table i.

Patients were screened by a board-certified phys-
iatrist, who was experienced in the biomechanics of 
gait and the use of robotic device technology and who 
screened potential study participants for eligibility. 

thereby affecting muscle coordination and walking abil-
ity.2-5 literature reports indicate that 30-40% of stroke 
survivors have limited or no walking ability even af-
ter rehabilitation;6, 7 for this reason there is an ongoing 
need to advance the efficacy of gait rehabilitation for 
stroke survivors.8

recent evidence demonstrates that the central nervous 
system (cns) can reorganize after injury and that reor-
ganization in a functional meaningful way depends on 
motor activity during rehabilitative training.9, 10 there is 
growing evidence that a high number of task-oriented, 
repetitive movements based on the principles of motor 
learning can improve muscular strength, movement co-
ordination and functions in neurological patients.11, 12 
Task-specific training exoskeletons with body weight 
supported treadmill training have been developed for 
gait rehabilitation after stroke. these technologies can 
provide higher number of repetitions for walking prac-
tice than conventional gait training, avoiding additional 
strain on therapists. However, there is conflicting evi-
dence regarding the efficacy of treadmill-based robotics 
for gait training compared to conventional therapy.8

in a literature review of electromechanical devices 
for gait rehabilitation in stroke patients,13 authors con-
cluded that patients who receive treadmill robotic-as-
sisted gait training in combination with physiotherapy 
after stroke are more likely to achieve independent 
walking than patients who receive gait training without 
these devices. other systematic reviews report no dif-
ference in gait speed and endurance when comparing 
conventional therapy and electromechanical treadmill-
based robotics involving equal intensity and duration of 
training.14 however, restricting patients to training on 
a treadmill does not allow the patient to practice real-
world gait scenarios, such as walking over non-smooth 
surfaces, stepping over objects, and practicing standing 
up and sitting down. Moreover, during treadmill robotic 
training with body weight support, patients could have 
less control 15 over the initiation of each single step and 
a lack of variability in visual spatial flow.16 these fea-
tures represent an essential challenge for reaching func-
tional overground walking. 

Wearable powered exoskeletons are a recent techno-
logical development allowing individuals with lower 
limbs pathologies and/or weakness to walk on a hard, 
flat surface.17 the devices incorporate actuators that 
move the patient’s legs through the gait cycle in the sag-
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Ekso weighs 23 kg and can be used by individuals 
who weigh up to 100 kg and range from 160 to 190 cm 
of height. patients must have a standing hip width at 
maximum of 43 cm. Ekso is equipped with 4 battery-
powered motors at the hips and knees, which are de-
signed to support or replace deficient neuromuscular 
function.

Ekso setting definitions: trigger and assistance

there are four types of actuation for each patient step: 
firststep™, by which a physical therapist actuates steps 
with a button push; activestep™, by which the patient 
takes control of actuating steps via buttons on the crutch-
es or walker; prostep™, by which the patient achieves 
the next step by moving body weight laterally and then 
forward; prostep plus™, by which steps are triggered 
by the user’s lateral weight shift. the amount of power 
contribution to one or both legs during walking can be 
tuned with three types of assistance for each single step. 
The first is bilateral Max assist, in which Ekso pro-
vides full power to both legs. no strength is required 
from the patient: only proper balance and weight shifts 
are required to achieve walking. the second is adaptive 
assist, in which patients with any amount of lower ex-
tremity strength contribute to their walking efforts; Ekso 
dynamically adjusts to produce a smooth, consistent gait. 
the third is fixed assist, whereby Ekso legs provide a 
fixed amount of prespecified power to help patients to 
complete steps in a specified amount of time. 

Study design

this was a prospective, pilot pre-post, open label, 
non-randomized experimental study. Enrolled patients 
underwent 12 sessions (60 min/session for 3 times a 
week) of walking rehabilitation training using the pow-
ered wearable robotic device. prostep plus™ and bilat-
eral Max assist were used as the default settings in this 
study. before the start of the training period, the gait cy-
cle kinematic parameters of the exoskeleton were fine-
tuned using surface electromyography (sEMG). the 
sEMG of tibialis anterior, soleus, rectus femoris, and 
hamstring muscles was collected bilaterally. different 
exoskeleton parameters were set for each patient and 
sEMG was collected. The choice of the best configura-
tion was defined on the basis of the best muscles activa-

the inclusion criteria were: hemiparesis secondary 
to a single onset unilateral stroke, no significant lower 
extremity joint pain, no major sensory deficits, no sig-
nificant lower limb contractures, and stable cardiovas-
cular and respiratory conditions. the exclusion criteria 
were: any orthopedic or neurologic conditions in addi-
tion to stroke, any significant musculoskeletal problem 
that could limit hip and knee extension or ankle plantar 
flexion, and incapacity to understand instructions and 
give written formal consent. 

Written informed consent was obtained from each 
subject. Ethical approval of the treatment and of the 
evaluation protocol was granted by the joint local Ethics 
committee for the provinces of lecco, como and son-
drio (protocol no. 0040564/15u, issued on 30/09/2015).

Intervention: a robotic device for overground gait 
training

Ekso is a wearable bionic suit: it enables individu-
als with lower limb disabilities and minimal forearm 
strength to stand, sit and walk over a flat hard surface 
with a full weight-bearing reciprocal gait under the su-
pervision of a physical therapist. Ekso is intended for 
non-ambulatory and ambulatory post-stroke patients, 
spinal cord complete and incomplete injury patients 
with different etiology, and traumatic brain injury pa-
tients. it can also be used as a therapeutic device in pa-
tients who must re-learn walking with a proper step pat-
tern and functional weight shift by moving the patient’s 
legs through a customizable predefined patient-tailored 
kinematic pattern.

Table i.—Characteristics of sub-acute and chronic patients.

characteristics sub-acute patients
(n.=12)

chronic patients
(n.=11)

Mean age, years 43.8±13.3 55.5±15.9
Gender, n.

Male 5 4
female 7 4

hemiparesis, n.
left 5 7
right 7 4

Etiology
ischemia 7 6
hemorrhagia 4 5

Mean time from acute event, days 
(range)

66.4
(25-180)

597.5
(181-2350)
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Statistical analysis

the friedman test, useful to make non-parametric 
multiple comparisons, and then a post-hoc analysis with 
Wilcoxon and bonferroni correction of p values was 
performed. Wilcoxon test, a non-parametric test that 
compares two paired groups, was employed to detect 
significant changes between data at baseline (t0), after 6 
sessions (t1), and at the end of 12 sessions of the train-
ing period (t2). statistical analyses were performed with 
spss statistics (ibM corporation, armonk, ny, usa); 
statistical significance was set at 0.05. 

Results

Sub-acute patients 

twelve sub-acute patients were evaluated at to, t1, 
and t2. in table ii, the median and range of values of 
ashworth and motricity index scales for sub-acute pa-
tients are reported. the ashworth scale, measured at 
hip adductor muscles (pt0-t1=0.99, pt0-t2=0.99), at knee 
extensor muscles (pt0-t1=0.63, pt0-t2=0.99), and at ankle 
plantar flexor muscles (Pt0-t1=0.25, pt0-t2=0.50), did not 
reveal statistical differences. the total score of Motric-
ity Index showed significant improvements at t0-t1 
(p=0.002), t1-t2 (p=0.0078), and t0-t2 (p=0.001). the 
partial scores of the MI revealed significant improve-
ments at hip level at t0-t1 (p=0.0078) and t0-t2 (p=0.002). 
MI evaluated at knee level evidenced significant change 
at t0-t1 (p=0.0313) and t0-t2 (p=0.0078). Mi evaluated 
at ankle level also revealed significant improvement at 
t0-t2 (p=0.0156). 

tion timing according to clinical practice; in this way, a 
customized and tailored robotic treatment was defined. 

sub-acute patients underwent robotic training in 
conjunction with conventional physiotherapy training, 
whereas chronic patients underwent only overground 
robotic gait training. a clinical evaluation based on the 
International Classification of Functioning, Disability 
and health (icf),25 was undertaken at three points in 
the overall training period: at the beginning of the train-
ing period (t0), after 6 sessions (t1) and after 12 sessions 
of the training period (t2). 

for the body function and structure icf domain, we 
adopted the ashworth (ash) scale to evaluate hip ad-
ductor, knee extensor, and ankle plantar flexor muscles 
spasticity 26 and the Motricity index (Mi) to measure 
strength in the lower extremities.27 for the activities 
icf domain, the trunk control test (tct) was used 
to evaluate trunk control, not only during the mainte-
nance of the sitting position, but also during “dynamic 
conditions.” 28 the functional ambulation scale (fac) 
was used to evaluate basic motor skills necessary for 
functional ambulation.29 for the activities icf domain, 
we also used the 10-Meter Walking test (10mWt) to 
evaluate walking speed over a short distance 30 and the 
6-Minute Walking test (6minWt) as a sub-maximal 
test of aerobic capacity/endurance to assess distance 
walked during 6 minutes.31 for the participation icf 
domain, the Walking handicap scale (Whs) was used 
to assess quantitatively a person’s customary level of 
walking ability at home and in the community.32 

Table ii.—Clinical Scale for activities ICF domain in sub-acute 
patients.

icf domain
period

t0 t1 t2

ashworth scale
hip abductors 0 (0-1) 0 (0-1) 0 (0-1)
Knee extensors 0 (0-3) 0 (0-1) 0 (0-1)
Ankle plantar flexors 0 (0-3) 1.5 (0-3) 1 (0-3)

Motricity index
total 33.5 (1-65) 43.5 (10-65) 59 (19-

100)
hip 14 (0-25) 19 (9-25) 19 (9-33)
Knee 16.5 (0-25) 19 (0-25) 22 (9-33)
ankle 4.5 (0-14) 9 (0-19) 14 (0-33)

data are presented as median (range).
ICF: International Classification of Functioning, Disability and Health; t0: 
beginning of training period; t1: after 6 sessions; t2: after 12 sessions.

Table iii.—Clinical scale for activities and participation ICF 
domains for sub-acute patients.

icf domain
period

t0 t1 t2

trunk control test 61 (12-74) 61 (24-74) 61 (24-100)
functional ambulation scale 0.5 (0-3) 2.5 (0-4) 3 (0-4)
10mWt, s 27.8±12.8 29.4±21.1 29.2±25.4
10mWt, steps 18.4±12.4 16.5±8.4 15.7±7.5
10mWt, m/s 0.46±0.29 0.49±0.28 0.56±0.33
6minWt, m 157.6±77.6 192.1±103.7 205.1±113.2
Walking handicap scale 1 (1-3) 1.5 (1-4) 2 (1-4)

data are presented as median (range) or as mean±sd.
ICF: International Classification of Functioning, Disability and Health; 10mWT: 
10-Meter Walk test; 6minWt: 6-Minute Walk test.
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at t0-t1 (p=0.0156) and t0-t2 (p=0.0156); at knee level 
(pt0-t1=0.50, pt0-t2=0.99) and at ankle level (pt0-t1=0.25, 
pt0-t2=0.25), there were no significant differences. 

table V lists tct, fac, 10mWt, 6 minWt, and Whs 
values. TCT did not differ significantly between assess-
ment periods. However, there was significant change in 
fac at t0-t2 (p=0.0313). at the beginning of the training 
period, 4 of the 11 chronic patients were able to walk 
and to perform 10mWt and 6minWt. at t1, 2 patients 
regained this activity, and at t2, 7 patients were able to 
walk. In the 10mWT, there was no significant change in 
time (pt0-t1=0.99, pt0-t2=0.94) or in the number of steps 
(pt0-t1=0.99, pt0-t2=0.61); the walking velocity improved 
significantly at t1-t2 (p=0.0156) and at t0-t2 (p=0.0156). 
The 6minWT evidenced a significant improvement at 
t1-t2 (p=0.0156), and t0-t2 (p=0.0313). there was no im-
provement in Whs at any of the assessment periods. 

Discussion

We performed this study to evaluate changes in clini-
cal outcomes induced by overground gait training with 
Ekso in sub-acute and chronic hemiparetic stroke pa-
tients using clinical scales defined by ICF classification, 
as suggested by Geroin et al.25 recovery of independent 
ambulation after stroke is a major goal of rehabilitation. 
However, it is very difficult to choose the best treatment 
for each individual, and decisions currently are made on 
a subjective basis.31 literature evidence regarding the 
use of wearable powered exoskeletons for overground 
training of stroke patients is very poor. in a recent re-
view 8 of wearable powered exoskeletons for stroke 

in table iii, the median values of tct and fac and 
the mean values of 10mWt and 6minWt are reported. 
TCT showed significant change at t1-t2 (p=0.0078) and 
t0-t2 (P=0.0039). There also was significant change in 
fac at t0-t1 (p=0.001) and t0-t2 (p=0.001). at the begin-
ning of the training period, 5 of the sub-acute patients 
were able to walk and they performed the 10mWt and 
6minWt. at t1 2 additional patients regained ambula-
tion, and at t2 a total of 9 patients were able to walk. 
For the 10mWT, there was no significant difference in 
time (pt0-t1=0.63, pt0-t2=0.46) or in the number of steps 
(pt0-t1=0.81, pt0-t2=0.38). Significant improvement in 
walking velocity was achieved at t1-t2 (p=0.0234) and 
t0-t2 (p=0.0078). the 6minWt showed a statistically 
significant change at t0-t1 (p=0.0156), t1-t2 (p=0.0195), 
and t0-t2 (p=0.0039). last in table iii, Whs improved 
significantly from t0-t2 (p=0.0156).

Chronic patients 
Eleven chronic patients were evaluated at t0, t1, and t2. 

in table iV, the ashworth and Motricity index scales for 
chronic patients are reported. the ashworth scale, mea-
sured at hip adductor muscles (pt0-t1=0.99, pt0-t2=0.99), 
at knee extensor muscles (pt0-t1=0.50, pt0-t2=0.25), and 
at ankle plantar flexor muscles (Pt0-t1=0.99, pt0-t2=0.25) 
did not reveal significant differences at any of the time 
periods (t0-t1, t0-t2) the total score of Mi showed sig-
nificant improvement at the following periods: t0-t1 
(p=0.0156), and at t0-t2 (p=0.0078). the partial scores 
of the MI revealed significant improvement at hip level 

Table iV.—Clinical scale for body function and structure ICF 
domain for chronic patients.

icf domain
period

t0 t1 t2

ashworth scale
hip abductors 0 (0-3) 0 (0-3) 0 (0-3)
Knee extensors 2 (0-3) 1 (0-3) 1 (0-3)
Ankle plantar flexors 1 (0-3) 1 (0-3) 2 (0-3)

Motricity index
total 34 (1-48) 38 (1-54) 38 (1-54)
hip 9 (0-19) 14 (0-19) 14 (0-25)
Knee 14 (0-25) 14 (0-25) 14 (0-25)
ankle 9 (0-19) 9 (0-25) 9 (0-25)

data are presented as median (range).
ICF: International Classification of Functioning, Disability and Health; t0: 
beginning of training period; t1: after 6 sessions; t2: after 12 sessions.

Table V.—Clinical scale for activities and participation ICF 
domains for chronic patients.

icf domain
period

t0 t1 t2

trunk control test 61 (0-74) 61 (0-74) 61 (0-74)
functional ambulation scale 1 (0-3) 2 (0-4) 2 (0-4)
10mWt, s 83.8±78.4 56.0±38.5 55.0±34.4
10mWt, steps 23.8±11.3 18.8±5.6 19.0±5.7
10mWt, m/s 0.20±0.12 0.24±0.13 0.25±0.16
6minWt, m 79.5±46.8 88.0±43.3 92.0±59.3
Walking handicap scale 2 (1-3) 2 (1-3) 2 (1-3)

data are presented as median (range) or as mean±sd.
ICF: International Classification of Functioning, Disability and Health; 10mWT: 
10-Meter Walk test; 6minWt: 6-Minute Walk test.
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fac value was registered in patients treated with body 
weight treadmill robotic devices compared to tradition-
al overground treatment.

Mean velocity during spontaneous walking in the 
10mWt increased from 0.46 m/s before robotic training 
to 0.56 m/s at the end of the training sessions. this pre-
post difference of 0.10 m/s is lower than the Minimally 
clinically important difference (Mcid) for stroke pa-
tients of 0.16 m/s.25 in the sub-acute group, the number 
of patients able to walk at t0 was 5, at t1 2 additional 
patients regained the walking ability and, at t2, 9 of the 
12 patients achieved ambulation. an analysis of single 
subjects’ values between the three assessments shows 
that the difference from t0 to t2 is more than Mcid for 
6 out of the 12 (50%) patients. reports from the litera-
ture 33-44 demonstrate improvement in patients’ walking 
velocity after treadmill body-weight support robotic 
training even if no significant changes occurred from 
conventional to robotic training. 

similar considerations can be made for the distance 
covered in 6minWt. the mean distance increases from 
157.6 m at t0 to 205.1 m at t2. in 6minWt, Mcid is set 
at 50 m, and 8 out of 12 (67%) patients achieved a pre-
post difference of >50 m.25

an improvement in Whs was observed at the end 
of the training period (from 1 at t0 to 2 at t2), indicat-
ing recovery of household ambulation as described by 
perry.31 in the small group of sub-acute patients, an in-
crease of the measures of activity in icf domain was 
accompanied by an increase in the measure of partici-
pation. 

two studies of wearable powered exoskeletons in 
sub-acute stroke patients reported improved walking in-
dependence after wearable robotic walking training for 
non-ambulatory stroke patients.45, 46 This finding agrees 
with the results of the present study and are similar to 
those reported in systematic reviews on the use of tread-
mill robotic training in non-ambulatory patients early 
after stroke.13, 14

Wong et al. described a wearable robotic knee or-
thosis and reported significant improvement in walk-
ing speed for sub-acute stroke patients who had some 
residual movement and less improvement in patients 
without voluntary control.47 in contrast in our study, we 
observed improvements for both ambulant and for non-
ambulant patients. in our study, sub-acute patients per-
formed not only robotic training, but also conventional 

patients, the authors reported that only four different 
types of powered exoskeletons had been studied in a 
small number of stroke patients and the published data 
were controversial. the authors commented on the need 
to research the clinical usefulness of other commercial 
wearable powered exoskeletons to stroke patients. this 
study is the first to describe the use of Ekso as a gait 
rehabilitation tool in stroke patients.

Sub-acute patients

in sub-acute patients, the ashworth scale did not 
show a significant difference between the conditions 
analyzed; no changes in value were observed at hip and 
knee level whereas an increase in value was observed in 
plantar flexor muscles (t0=0, t2=1). it is noteworthy that 
in this small group of patients, high-intensity gait reha-
bilitation training with the wearable overground device 
did not increase spasticity.

total and partial scores of Motricity index showed a 
positive increase in value; literature reports 33-36 of other 
“stationary devices” confirm these findings. MI evalu-
ated at knee and hip level confirmed that, at the end of 
the training period (t2) with Ekso, patients fully restored 
a complete active range of motion against gravity. spe-
cifically, the median value of MI at hip level was 14 at 
the beginning of the training period (t0) and reached 19 
at t2; the median value of Mi at knee level was evalu-
ated as 16.6 at t0 and reached 22 at t2. a statistically sig-
nificant change also was measured at ankle level with 
a partial but incomplete recovery of active movement 
(median value t0=4.5, t2=14). This finding may be re-
flected by the fact that, when the patient wears Ekso, the 
ankle joint position is fixed.

statistical differences were found for tct, fac, 
10mWt walking velocity and 6minWt walking endur-
ance. no changes in median tct values were observed 
between t0, t1, and t2, even when observing a modifica-
tion in the distribution of single values and in the range 
of measures. an improvement in the median fac, from 
non-functional walking (t0=1.5) to walking with only 
supervision and without physical contact (t2=3), was 
measured. Mehrholz et al. found that fac score can 
predict independent community ambulation 6 months 
after stroke with high sensitivity and specificity.13 these 
findings confirm the literature data from “stationary de-
vices,” 33, 34, 37-41 in which a major positive change in 
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cantly positive results, in terms of recovery of function-
al and independent ambulation, can be reached using 
repetitive, intensive, and task-oriented exercises based 
on motor learning. louie and Eng have questioned the 
hypothesis that treadmill robotic gait training, charac-
terized by sagittal movement of the legs without move-
ment of the body into the space, can induce a functional 
result.8 overground exoskeletons require that the patient 
actively interfaces with the exoskeleton. With powered 
wearable exoskeleton Ekso, the patient is responsible 
for maintaining trunk and balance control and for navi-
gating over different surfaces. contribution of visual 
spatial and vestibular components, as well as patient 
engagement, is required. 

consequently, overground gait training with a wear-
able powered exoskeleton should stimulate motor con-
trol and be a good tool for walking rehabilitation in 
stroke patients. Our findings contrast with literature 
evidence that reports that a “passive exercise,” in which 
external motors provide the full power of both legs, 
could potentially reduce the effort of the patient dur-
ing training at high passive guidance.50 however, our 
results agree with those of louie and Eng.8

Limitations of the study

this was an open-label study with a small number of 
recruited stroke patients who had different clinical con-
ditions; there was no control group, and there was no 
long-term follow-up evaluation. for these reasons, it is 
not possible to generalize the results of this study even 
if this work could represent a first attempt to describe 
the effects provided by a powered wearable robotic de-
vice on sub-acute and chronic stroke subjects. 

Conclusions

this study suggests that it is possible to modify clini-
cal outcome measures in sub-acute and chronic post 
stroke patients after 12 sessions of gait training with a 
powered wearable robotic exoskeleton after fine-tuning 
the kinematic gait cycle parameters. it is possible to plan 
a new individually tailored rehabilitation strategy (in-
cluding task-oriented gait training) after stroke. large 
multicenter randomized controlled trials comparing 
standard and robotic overground gait training, are war-
ranted to verify the findings of this preliminary study.

physiotherapy training. due to the study design, we 
were not able to demonstrate if modification in walking 
abilities resulted from spontaneous recovery, robotic 
training, conventional treatment, or the integration of 
all of these factors.

Chronic patients

In chronic patients, there were no significant changes 
in ashworth scale, whereas some differences in Mi total 
score and at hip level were observed. the median Mi 
value at hip level was 9 at t0 and 14 at t2, with partial re-
covery of active range of motion; no changes in values 
were observed at knee or ankle levels.

in the activity domain of the icf, there was no sig-
nificant change over time in TCT, whereas significant 
improvement occurred in fac with an increase from 1 
at t0 to 2 at t2. Significant changes in speed and distance 
were observed. Mean velocity increased from 0.20 m/s 
at t0 to 0.25 m/s at t2, and distance covered in 6 min-
utes increased from 79.5 to 92 m over the total evalua-
tion period. the improvements in velocity and distance 
were less than the Mcid for stroke patients (0.16 m/s 
for velocity, 50 m for distance). however, the number 
of patients performing the 6minWt and 10mWt was 
different at each assessment period. four chronic stroke 
patients were able to walk at t0, 6 at t1, and 7 at t2. for 
3 subjects, the pre-post differences in velocity and dis-
tance were greater than those of the Mcid. 

among several studies, results of spontaneous 
walking velocity in chronic patients before and after 
treadmill body-weight supported robotic treatment 
disagree.40, 45, 48, 49 in our study, chronic patients only 
underwent robotic overground gait training; for this 
reason, their improvements in fac, 10mWt, and 
6minWt are due to the robotic treatment. 

until the present study, literature reports on chronic 
stroke patients were conducted on ambulant patients.8 
in our study, we considered ambulant as well as non-
ambulant chronic stroke patients and we observed im-
provements in clinical scales for both types of patients.

louie and Eng also reported that chronic stroke pa-
tients do not respond as positively to exoskeletal gait 
training as do sub-acute patients.8 in our study, a sta-
tistical improvement in functional ability was observed 
for sub-acute and for chronic stroke patients. 

Overwhelmingly, the literature reports that signifi-
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