
 International Journal of 

Molecular Sciences

Article

Platelet Adhesion and Thrombus Formation in
Microchannels: The Effect of
Assay-Dependent Variables

Mariangela Scavone 1,†, Silvia Bozzi 2,† , Tatiana Mencarini 2, Gianmarco Podda 1,
Marco Cattaneo 1 and Alberto Redaelli 2,*

1 Unità di Medicina 2, ASST Santi Paolo e Carlo, Dipartimento di Scienze della Salute,
Università degli Studi di Milano, 20142 Milan, Italy; mariangela.scavone@guest.unimi.it (M.S.);
gianmarco.podda@unimi.it (G.P.); marco.cattaneo@unimi.it (M.C.)

2 Department of Electronics, Information and Bioengineering, Politecnico di Milano, 20133 Milan, Italy;
silvia.bozzi@polimi.it (S.B.); tatiana.mencarini@mail.polimi.it (T.M.)

* Correspondence: alberto.redaelli@polimi.it
† These authors have equally contributed to this work.

Received: 16 December 2019; Accepted: 21 January 2020; Published: 23 January 2020
����������
�������

Abstract: Microfluidic flow chambers (MFCs) allow the study of platelet adhesion and thrombus
formation under flow, which may be influenced by several variables. We developed a new MFC,
with which we tested the effects of different variables on the results of platelet deposition and
thrombus formation on a collagen-coated surface. Methods: Whole blood was perfused in the MFC
over collagen Type I for 4 min at different wall shear rates (WSR) and different concentrations of
collagen-coating solutions, keeping blood samples at room temperature or 37 ◦C before starting the
experiments. In addition, we tested the effects of the antiplatelet agent acetylsalicylic acid (ASA)
(antagonist of cyclooxygenase-1, 100 µM) and cangrelor (antagonist of P2Y12, 1 µM). Results: Platelet
deposition on collagen (I) was not affected by the storage temperature of the blood before perfusion
(room temperature vs. 37 ◦C); (II) was dependent on a shear rate in the range between 300/s and
1700/s; and (III) was influenced by the collagen concentration used to coat the microchannels up to
a value of 10 µg/mL. ASA and cangrelor did not cause statistically significant inhibition of platelet
accumulation, except for ASA at low collagen concentrations. Conclusions: Platelet deposition on
collagen-coated surfaces is a shear-dependent process, not influenced by the collagen concentration
beyond a value of 10 µg/mL. However, the inhibitory effect of antiplatelet drugs is better observed
using low concentrations of collagen.

Keywords: platelets; thrombus formation; microfluidics; flow assays; platelet adhesion; platelet
aggregation; shear rate; antiplatelet agents

1. Introduction

Platelets play a central pathogenic role in thrombosis; they aggregate at sites of atherosclerotic
plaques, forming thrombi that can occlude the lumen of the artery [1–3]. In coronary arteries, this
process causes acute coronary syndromes, which are a major cause of morbidity and mortality [4].
Atherosclerotic plaques favor the formation of thrombi by exposing thrombogenic surfaces, to which
platelets adhere, and by causing stenosis of the arterial lumen, which contributes to platelet activation
by increasing the shear rate of blood flow [5,6]. Patients with acute coronary syndrome are treated
with antiplatelet drugs, inhibiting cyclooxygenase-1 (COX-1) (acetylsalicylic acid) and P2Y12 receptors
(clopidogrel, ticagrelor or prasugrel).

Int. J. Mol. Sci. 2020, 21, 750; doi:10.3390/ijms21030750 www.mdpi.com/journal/ijms

http://www.mdpi.com/journal/ijms
http://www.mdpi.com
https://orcid.org/0000-0002-1046-631X
https://orcid.org/0000-0002-7343-4534
http://dx.doi.org/10.3390/ijms21030750
http://www.mdpi.com/journal/ijms
https://www.mdpi.com/1422-0067/21/3/750?type=check_update&version=2


Int. J. Mol. Sci. 2020, 21, 750 2 of 11

Microfluidic flow chambers (MFCs) designed to observe platelet adhesion and thrombus formation
on surfaces coated with adhesive proteins, such as collagen, have become a valuable tool for research
in hemostasis and thrombosis [7–9]. These devices can characterize platelet function under flow
with low blood volume requirements and controlled conditions. They can mimic the anatomy of
healthy and stenotic blood vessels [7,10], recreate a range of physiological and pathological shear
stress conditions [11–13] and investigate platelet accumulation over different adhesive proteins [14,15].
Furthermore, these devices allow to study the inhibitory effect of antiplatelets agents on platelet
adhesion and thrombus formation [16,17].

However, as a consequence of their high flexibility, MFCs are poorly standardized [18]. Limited
studies have been performed to assess the variability of platelet accumulation in relation with the
experimental variables. With regards to platelet deposition on collagen, most of the works have
focused on the role of the mechanical stresses, reporting on the significant shear-rate dependency of
the platelet adhesion and thrombus formation processes, e.g., [12,19,20]. The sensitivity to collagen
concentration was investigated by Savage et al. [21] and Neeves and colleagues, who performed
the most comprehensive study on the sources of variability in platelet accumulation on collagen,
exploring also the effect of phenotypic and genetic factors [19]. The inhibitory effect of antiplatelet
drugs on platelet accumulation has been studied by Diamond’s research group in a number of
works [16,17,22]. Despite these studies and some attempts to define common protocols [18,23], no real
standardization has been achieved and the effect of a number of assay-dependent variables still remains
to be fully elucidated.

Given this background, the current study aims at investigating a number of critical aspects in the
study of platelet adhesion and thrombus formation with MFCs: The effect of the storage temperature
of the blood samples before testing; the influences of wall shear rate and of the concentration of
the adhesive protein collagen in the surface coating solution; and the inhibitory effect of some
antiplatelet drugs.

2. Results

2.1. Effect of Blood Storage Temperature

We measured the effect of blood storage temperature at room temperature (RT) and 37 ◦C on
platelet accumulation on collagen (200 µg/mL)-coated channels, at 300/s, 1100/s and 1700/s wall shear
rates (Figure 1). In all conditions tested, no statistical difference was found between the results obtained
at RT and 37 ◦C.

Figure 1. Effect of storage temperature (room temperature (RT) and 37 ◦C) on platelet accumulation
on collagen (200 µg/mL)-coated channels at different wall shear rates (n = 4). Black: RT; grey: 37 ◦C.
(a) Surface coverage; (b) mean fluorescence intensity; (c) number of thrombi; (d) mean thrombus area.
Data are represented as column bar graphs, with means ± standard errors of the mean and analyzed by
Wilcoxon matched pairs.
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2.2. Effect of Wall Shear Rate

Platelet accumulation, as measured by surface coverage and fluorescence intensity, increased as a
function of wall shear rate (Figure 2; Figure 3a,b). The number of thrombi significantly decreased while
the mean thrombus area significantly increased as a function of wall shear rate (Figures 2 and 3c,d).

Figure 2. Representative images (6.3×) of platelet accumulation at different shear rates and collagen
concentrations. Images are acquired after 4 min of perfusion. Flow is from left to right. The first row
shows platelet accumulation over collagen (200 µg/mL)-coated perfusion chamber at (a) 300/s, (b) 1100/s
and (c) 1700/s. The second row shows platelet accumulation at 300/s for collagen concentrations equal
to (d) 10 µg/mL, (e) 50 µg/mL and (f) 100 µg/mL.

Figure 3. Effect of wall shear rate on platelet accumulation on collagen (200µg/mL)-coated microchannels
(n = 7). (a) Surface coverage; (b) mean fluorescence intensity; (c) number of thrombi; (d) mean thrombus
area. Data are represented as column bar graphs, with means ± standard errors of the mean, and
analyzed by Kruskal–Wallis tests or ANOVA tests as appropriate. Internal Contrasts: (a) 300/s vs.
1700/s, p < 0.001; (b) 300/s vs. 1100/s p < 0.001; 300/s vs. 1700/s, p < 0.001; (c) 300/s vs. 1100/s p < 0.01;
300/s vs. 1700/s, p < 0.001; (d) 300/s vs. 1700/s, p < 0.001.
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2.3. Effect of Collagen Concentration

Surface coverage and fluorescence intensity at a shear rate of 300/s were affected by collagen
concentration: They were lowest at 1µg/mL and slowly increased with increasing collagen concentration
up to 100 µg/mL; at 200 µg/mL the surface coverage tended to decrease (Figure 4). The internal contrast
showed that there were no statistically significant differences over the range 5 to 200 µg/mL (Figures 2
and 4a,b). The number of thrombi significantly increased while their area significantly decreased as a
function of collagen concentrations from 1 to 200 µg/mL (Figures 2 and 4c,d).

Figure 4. Effect of collagen concentration on platelet accumulation at 300/s (n = 7). (a) Surface coverage;
(b) mean fluorescence intensity; (c) number of thrombi; (d) mean thrombus area. Data are represented
as column bar graphs, with means ± standard errors of the mean, and analyzed by ANOVA tests plus
Bonferroni’s multiple comparison post-hoc tests. Internal Contrast: (a) 1 vs. 5 µg/mL of collagen,
p < 0.05; 1 vs. 50 µg/mL of collagen, p < 0.01; 1 vs. 100 µg/mL of collagen, p < 0.001; (b) 1 vs. 100 µg/mL
of collagen, p < 0.05; (c) 1 vs. 50, 100 and 200 µg/mL of collagen, p < 0.001; 5 vs. 50, 100 and 200 µg/mL,
p < 0.001; 10 vs. 50 µg/mL of collagen, p < 0.01; 10 vs. 100 and 200 µg/mL of collagen, p < 0.001;
(d) 1 vs. 10 µg/mL of collagen, p < 0.01; 1 vs. 50,100, 200 µg/mL, p < 0.001; 5 vs. 50, 200, p < 0.01; 5 vs.
100 µg/mL, p < 0.05.

2.4. Effect of ASA on Platelet Accumulation

• Collagen Concentration = 1 µg/mL. ASA (100 µM) induced a statistically significant decrease in
surface coverage (4.4% vs. 1.6%; p = 0.025) and mean thrombus area, but did not significantly
change mean fluorescence and number of thrombi (Figure 5).

• Collagen Concentration = 10 µg/mL. ASA (100 µM) did not induce a statistically significant change
in surface coverage, tended to reduce mean fluorescence intensity and to increase the number of
thrombi, but differences were borderline statistically significant and significantly decreased the
mean thrombus area (Figure 5).

• Collagen Concentration = 100 µg/mL. ASA (100 µM) did not induce statistically significant
modifications of surface coverage, fluorescence intensity, number of thrombi or mean thrombus
area (Figure 5).



Int. J. Mol. Sci. 2020, 21, 750 5 of 11

Figure 5. ASA inhibition of platelet accumulation at 300/s for different collagen concentrations (n = 5).
Black: without ASA; grey: with ASA added in vitro. (a) Surface coverage; (b) mean fluorescence
intensity: (c) number of thrombi; (d) mean thrombus area. Data are represented as column bar graphs,
with means ± standard errors of the mean, and analyzed by Wilcoxon tests or t-tests as appropriate.

2.5. Cangrelor Inhibition of Platelet Accumulation

Collagen concentrations of 10 and 100 µg/mL. At shear rate of both 300/s and 1600/s, cangrelor
(1 µM) did not induce a statistically significant reduction of surface coverage, mean fluorescence
intensity, number of thrombi or mean thrombus area (Figures 6 and 7).

Figure 6. Effect of cangrelor at different shear rates on platelet accumulation on collagen
(10 µg/mL)-coated perfusion chamber (n = 5). Black: without cangrelor; grey: with cangrelor
added in vitro. (a) Surface coverage; (b) mean fluorescence intensity; (c) number of thrombi; (d) mean
thrombus area. Data are represented as column bar graphs, with means ± standard errors of the mean,
and analyzed by Wilcoxon matched pairs.
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Figure 7. Effect of cangrelor at different shear rates on platelet accumulation on collagen
(100 µg/mL)-coated m (n = 5). Black: without cangrelor; grey: with cangrelor added in vitro.
(a) Surface coverage; (b) mean fluorescence intensity; (c) number of thrombi; (d) mean thrombus area.
Data are represented as column bar graphs, with means ± standard errors of the mean, and analyzed
by Wilcoxon matched pairs.

3. Discussion

Our study aimed at investigating different critical aspects of microfluidic platelet adhesion assays
on collagen type I: (I) the storage temperature of blood before perfusion; (II) the wall shear rate; and (III)
the concentration of collagen in the buffered solution used for coating. In addition, our study aimed at
assessing the effect of antiplatelet agents targeting COX-1 (acetylsalicylic acid) and P2Y12 (cangrelor)
on platelet accumulation under the different experimental conditions considered in our study.

To this purpose, we developed a microfluidic device following the design recommendations given
by [24], performed a number of experiments following the protocols suggested by [18] and evaluated
the results by comprehensive image analysis, which included not only the typical outputs, such as
surface coverage and mean fluorescence intensity, but also the number and area of thrombi, which, as
outlined by [25], may change as a function of local flow conditions and platelet function.

Although it has been recommended to store blood samples for platelet function assays at room
temperature [26], in our experiments no difference between the storage temperature of blood (at room
temperature versus 37 ◦C) was found for all the WSR studied.

Platelet accumulation was a strongly shear-dependent process, as already observed by many
authors, e.g., [19,25]. In our experiments, at 300/s several small and circular thrombi formed, whereas at
higher shear rates (1100 and 1700/s), platelet aggregates elongated twofold in the direction of the flow.
The same shear dependency of the morphology of platelet aggregates was found by Colace et al. [25],
who calculated the width and length of growing thrombi on collagen in the range of shear rates from
100/s to 2000/s. Platelet accumulation increased with increasing shear rate, not only in the horizontal
plane (i.e., the glass plane) as measured by surface coverage, but also vertically in the third dimension,
as indicated by mean fluorescence intensity. All previous studies reported the same result despite
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each work observing the peak platelet deposition at a different shear rate: 300/s [19,20], 500/s [12] and
1500/s [21].

Collagen surface density influenced thrombus formation up to a threshold equal to 1 µg/mL
with regard to the amount of platelet deposition (measured by SC and FI) and to 5 µg/mL for the
variables quantifying the aggregate morphology (number of thrombi and mean thrombus area). At
lower concentrations of collagen (1 and 5 µg/mL), a few dispersed, large thrombi have formed, while at
higher concentrations (> 10 µg/mL) many small aggregates are present. Similar results were found
by Savage et al. [21] who observed an increase in the total volume of thrombi from 0.01 µg/mL to
0.1 µg/mL and no further changes beyond 0.1 µg/mL, as well as by Neeves et al. [19] who observed a
significant difference in surface coverage only up to a collagen concentration of 50 µg/mL.

Under our experimental conditions (shear rate equal to 300/s), ASA reduced surface coverage
only on surfaces coated with the lowest concentration of collagen (1 µg/mL) but significantly decreased
the mean thrombus area both at 1 µg/mL and 10 µg/mL. This is in agreement with Li and Diamond [22]
who found that ex-vivo addition of ASA results in smaller platelet aggregates compared to responses
measured with no drugs. In the same work, the authors also reported a decrease in total platelet
accumulation (measured in terms of fluorescence intensity) over collagen at 200/s following high dose
(500 µM) ASA addition, but the collagen concentration was not provided. The effect of ASA is known
to be relevant only after some minutes of perfusion [16,17], when secondary aggregation mediated by
thromboxane occurs, while initial platelet adhesion to collagen is not influenced by the presence of
aspirin. This suggests that the perfusion time of our experiments should probably have been longer
to observe the ASA inhibitory effect at high collagen concentrations. Cangrelor, an antagonist of the
P2Y12 receptor, did not cause any significant inhibition of platelet accumulation at any shear rate and
concentration of collagen. However, a distinct trend was observed at the higher shear rates (950/s and
1600/s), indicating a marked decrease in surface coverage, fluorescence intensity and mean thrombus
area due to the presence of cangrelor. This suggests that a statistical significance would probably be
reached by increasing the number of experiments.

In summary, platelet deposition on collagen type I (I) is not affected by the storage temperature
of the blood before perfusion (room temperature vs. 37 ◦C); (II) was a shear-dependent process in
the range between 300/s and 1700/s; and (III) is influenced by the collagen concentration used to coat
the microchannels up to a concentration of 5 µg/mL. Antiplatelet agents did not show statistically
significant inhibitory effects on platelet interaction with collagen-coated surfaces, except for ASA at
low concentrations of collagen.

By carefully examining the effect of several assay-dependent variables on platelet deposition on
surfaces coated with collagen type I in a microfluidic device, we believe to have characterized different
aspects of thrombus formation that should be taken into account before approaching these experiments.

4. Materials and Methods

4.1. Enrollment of Healthy Control Subjects

Healthy subjects (n = 15, 3 males; age range: 19–39 years) were recruited among workers of ASST
Santi Paolo e Carlo and Università degli Studi di Milano. All studied subjects abstained from drugs
known to affect platelet function for at least 10 days before enrolment. The study was approved by the
institutional ethical committee of ASST Santi Paolo e Carlo; all subjects signed their informed consent.

4.2. Blood Sampling

Blood samples were collected in the morning from an antecubital vein using a 21-gauge butterfly
needle with minimal stasis. The first 3 mL of blood was collected into K-EDTA tubes (Becton Dickinson
vacutainer, North Ryde, NSW, Australia) for a complete blood count; the following 10–15 mL was
collected in 250 µg/mL INN-desirudin (Canyon Pharmaceuticals, London, United Kingdom), gently
mixed, and allowed “to rest” at room temperature for 15 min before use.
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4.3. Fabrication of Microfluidic Devices

Microfluidic devices (Figure 8a) consisted of six independent channels (1000 µm wide, 100 µm
high and 3.2 cm long). Channels were designed according to previous recommendations, which
suggested an aspect ratio of 10:1 (width:height) in order to reduce wall effects and obtain homogenous
platelet distribution across the width of the channel [12,19]. Microfluidic devices were fabricated in
polydimethylsiloxane (PDMS, Sylgard™ 184, Dow Corning, Midland, MI, USA) from silicon masters
using standard soft lithography techniques. PDMS was prepared by mixing pre-polymer and curing
agent in a ratio 10:1 (w:w), degassed, poured over the master mold and cured at 80 ◦C for 3 h. Inlet
and outlet fluidic ports were punched with a 1.5 mm diameter biopsy puncher. PDMS chips were
permanently bonded to #0.6 microscope cover glasses via air plasma treatment.

Figure 8. Photograph of the microfluidic chip (a) and of the experimental set-up (b). Results of the
image-processing algorithm (c), from top to bottom: original image (6.3×), segmented binary image
and identification of platelet aggregates (red dots represent individual thrombi).

4.4. Perfusion Experiments

Each microfluidic channel was incubated with Horm fibrillar collagen type I (Mascia Brunelli,
Milano, Italy) at 4 ◦C overnight. An isotonic glucose solution (pH 2.7–2.9) was used to achieve the
desired collagen concentration (1, 5, 10, 50, 100 or 200 µg/mL). Collagen pattering was obtained by
pipetting 2.2 µL into the outlet port of the flow chamber. This allowed to fill only about 2/3 of the
channel, leaving uncoated the first one-third. In this way, platelets were prevented from adhering in
the proximity of the channel entry, where flow disturbances can induce altered platelet accumulation
affecting downstream thrombus formation. Then, it was rinsed with filtered phosphate buffer saline
(PBS). Before perfusion, it was incubated with 1% bovine serum albumin in PBS for 30 min at room
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temperature, to passivate the chamber surface that had not been coated by collagen. Subsequently,
each channel was washed with PBS, connected with the flow system and checked for the absence of air
bubbles. The microfluidic device was then placed on the stage of an inverted fluorescence microscope
(Axiovert A1 FL, Zeiss, Milan, Italy) equipped with a 16-bit camera (Sony ICX-674 CCD Camera, Crisel
Instruments, Rome, Italy) (Figure 8b). Fluorescence microscopy was performed with a mercury light
source (HBO 50 AC L1, Zeiss, Milan, Italy) and a FITC filter set.

Blood samples were incubated with the green-fluorescent lipophilic dye 3,3’ Dihexyloxacarbocyanine
Iodide (DiOC6, 1 µM; ThermoFisher Scientific, Milan, Italy), which tags platelets, at room temperature
for 15 min. In most experiments, blood samples were kept at room temperature before testing; in some
experiments, samples were divided in two equal parts, of which one was kept at RT and one at 37 ◦C
for a maximum of 4h. In some experiments, 100 µM lysine-ASA (Flectadol, Sanofi-Aventis, Milan,
Italy) or 1 µM cangrelor (The Medicines Company, Parsippany-Troy Hills, NJ, USA) was added to
blood samples at RT for 10 or 3 min, respectively. Before the beginning of the experiments, whole blood
samples that had been kept at RT were incubated at 37 ◦C for 3 min and then perfused for 4 min using a
programmable syringe pump (Mirus Evo Nanopump, Cellix, Crisel Instruments, Rome, Italy) through
Tygon tubes (0.5 mm inner diameter) inserted into the fluidic ports (Figure 8b). All experiments were
performed at 37 ◦C within three hours from blood collection.

To investigate the effect of collagen surface density on platelet adhesion and thrombus formation,
blood was perfused at 300/s over surfaces coated with buffered solutions containing 6 different collagen
concentrations: 1, 5, 10, 50, 100 and 200 µg/mL (n = 7). To assess the effect of wall shear rate,
blood was perfused over collagen (200 µg/mL) at three flow rates, corresponding to 300/s, 1100/s and
1700/s wall shear rates (n = 7). Wall shear rate γ was related to volumetric flow rate Q through the
following equation:

Q =
γwh2

6
(1)

where w and h refer to the width and height of the microfluidic channel, respectively.
Finally, the inhibitory effect of two antiplatelet drugs (ASA and cangrelor) was assessed under

different flow conditions and collagen concentrations. ASA inhibition of platelet accumulation was
investigated at 300/s and collagen concentrations equal to 1, 10 and 100 µg/mL (n = 5). The effect
of cangrelor was evaluated at 300/s, 950/s and 1600/s with collagen concentrations of 10 µg/mL and
100 µg/mL.

4.5. Image Acquisition and Analysis

At the end of blood perfusion (4 min) an image was captured in the zone immediately after the
beginning of the collagen patch. Image acquisition was performed using a 10× objective lens and a
0.64x video adapter, through the MicroManager software. The field view allowed to capture the full
width of the channel. Real-time platelet accumulation was also monitored by acquiring an image every
2 s over the duration of the experiment.

Surface coverage, mean fluorescence intensity, number of thrombi and mean thrombus area were
calculated using a custom MATLAB (MathWorks, Natick, MA, USA) script. To limit wall effects, images
were cropped down to 80% of the channel width, where the wall shear rate is nearly uniform, within 5%
of the value at the center [24]. Mean fluorescence intensity was estimated by averaging all the intensity
values of the cropped image. Grayscale images were then converted into binary images by an automatic
image thresholding method in order to eliminate operator bias. The Otsu’s algorithm [27] was chosen as
it provided a better performance than other global thresholding techniques (e.g., the triangle method).
Otsu’s algorithm is a statistical thresholding method, which partition the image intensity histogram
into classes so that the between-class variance is maximized. After the thresholding operation, all the
segmented images were checked one by one and when inconsistent results were found a background
correction of the raw image was performed and then the image was thresholded again. After this step,
pixel clusters smaller than the area of a single platelet were removed. The resulting images were used
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to calculate the surface coverage by dividing the number of pixels with values greater than zero by the
total number of pixels. Finally, individual thrombi were identified, and the mean thrombus area was
estimated. Figure 8c shows the results of the image analysis procedure: The central image represents
the output of the thresholding operation, i.e., the segmented binary image from which surface coverage
was calculated, while the image at the bottom shows the result of the object identification algorithm.

4.6. Statistical Analysis

Statistical analysis of the results was performed using GraphPad Prism 6 (GraphPad Software,
Inc., CA, USA). Normal distribution of data was tested with the Shapiro–Wilk normality test. The
One-way Analysis of Variance (ANOVA) test or t-tests were used when the normality hypothesis was
satisfied. Conversely, non-parametric Kruskal–Wallis or Wilcoxon tests were performed. Statistical
significance was assumed for p-values lower than 0.05.
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Abbreviations

MFC microfluidic flow chambers
WSR wall shear rates
ASA acetylsalicylic acid
RT room temperature
COX-1 cyclooxygenase-1
PDMS polydimethylsiloxane
PBS phosphate-buffered saline
K-EDTA potassium ethylenediaminetetra-acetic acid

References

1. Kaplan, Z.S.; Jackson, S.P. The role of platelets in atherothrombosis. Hematol. Am. Soc. Hematol. Educ.
Program 2011, 2011, 51–61. [CrossRef] [PubMed]

2. Badimon, L.; Padró, T.; Vilahur, G. Atherosclerosis, platelets and thrombosis in acute ischaemic heart disease.
Eur. Heart J. Acute Cardiovasc. Care 2012, 1, 60–74. [CrossRef] [PubMed]

3. Corti, R.; Fuster, V.; Badimon, J. Pathogenetic concepts of acute coronary syndromes. J. Am. Coll. Cardiol.
2003, 41, 7S–14S. [CrossRef]

4. Sanchis-Gomar, F.; Perez-Quilis, C.; Leischik, R.; Lucia, A. Epidemiology of coronary heart disease and acute
coronary syndrome. Ann. Transl. Med. 2016, 4, 256. [CrossRef] [PubMed]

5. Ruggeri, Z.M. Platelets in atherothrombosis. Nat. Med. 2002, 8, 1227–1234. [CrossRef] [PubMed]
6. Jennings, L.K. Role of platelets in atherothrombosis. Am. J. Cardiol. 2009, 103, 4A–10A. [CrossRef]
7. Westein, E.; de Witt, S.; Lamers, M.; Cosemans, J.M.; Heemskerk, J.W. Monitoring in vitro thrombus formation

with novel microfluidic devices. Platelets 2012, 23, 501–509. [CrossRef]
8. Neeves, K.B.; Onasoga, A.A.; Wufsus, A.R. The use of microfluidics in hemostasis: Clinical diagnostics and

biomimetic models of vascular injury. Curr. Opin. Hematol. 2013, 20, 417–423. [CrossRef]
9. Schoeman, R.M.; Marcus Lehmann, M.; Neeves, K.B. Flow chamber and microfluidic approaches for

measuring thrombus formation in genetic bleeding disorders. Platelets 2017, 28, 463–471. [CrossRef]
10. Lui, M.; Gardiner, M.M.; Arthur, J.F.; Pinar, I.; Lee, W.M.; Ryan, K.; Carberry, J.; Andrews, R.K. Novel Stenotic

Microchannels to Study Thrombus Formation in Shear Gradients: Influence of Shear Forces and Human
Platelet-Related Factors. Int. J. Mol. Sci. 2019, 20, 2967. [CrossRef]

http://dx.doi.org/10.1182/asheducation-2011.1.51
http://www.ncbi.nlm.nih.gov/pubmed/22160012
http://dx.doi.org/10.1177/2048872612441582
http://www.ncbi.nlm.nih.gov/pubmed/24062891
http://dx.doi.org/10.1016/S0735-1097(02)02833-4
http://dx.doi.org/10.21037/atm.2016.06.33
http://www.ncbi.nlm.nih.gov/pubmed/27500157
http://dx.doi.org/10.1038/nm1102-1227
http://www.ncbi.nlm.nih.gov/pubmed/12411949
http://dx.doi.org/10.1016/j.amjcard.2008.11.017
http://dx.doi.org/10.3109/09537104.2012.709653
http://dx.doi.org/10.1097/MOH.0b013e3283642186
http://dx.doi.org/10.1080/09537104.2017.1306042
http://dx.doi.org/10.3390/ijms20122967


Int. J. Mol. Sci. 2020, 21, 750 11 of 11

11. Gutierrez, E.; Petrich, B.G.; Shattil, S.J.; Ginsberg, M.H.; Groisman, A.; Kasirer-Friede, A. Microfluidic devices
for studies of shear-dependent platelet adhesion. Lab Chip 2008, 8, 1486–1495. [CrossRef] [PubMed]

12. Neeves, K.B.; Maloney, S.F.; Fong, K.P.; Schmaier, A.A.; Kahn, M.L.; Brass, L.F.; Diamond, S.L. Microfluidic
focal thrombosis model for measuring murine platelet deposition and stability: PAR4 signaling enhances
shear-resistance of platelet aggregates. J. Throm. Heamost. 2008, 6. [CrossRef] [PubMed]

13. Hansen, R.R.; Wufsus, A.R.; Barton, S.T.; Onasoga, A.A.; Johnson-Paben, R.M.; Neeves, K.B. High Content
Evaluation of Shear Dependent Platelet Function in a Microfluidic Flow Assay. Ann. Biomed. Eng. 2013, 41,
250–262. [CrossRef] [PubMed]

14. Maurer, E.; Schaff, M.; Receveur, N.; Bourdon, C.; Mercier, L.; Nieswandt, B.; Dubois, C.; Jandrot-Perrus, M.;
Goetz, J.G.; Lanza, F.; et al. Fibrillar cellular fibronectin supports efficient platelet aggregation and
procoagulant activity. Thromb. Heamost. 2015, 114, 1175–1188. [CrossRef] [PubMed]

15. Kent, N.J.; O’Brien, S.; Basabe-Desmonts, L.; Meade, G.R.; MacCraith, B.D.; Corcoran, B.G.; Kenny, D.;
Ricco, A.J. Shear-Mediated Platelet Adhesion Analysis in Less Than 100 µL of Blood: Toward a POC Platelet
Diagnostic. IEEE Trans. Biomed. Eng. 2011, 58, 826–830. [CrossRef]

16. Maloney, S.F.; Brass, L.; Diamond, S.L. P2Y12 or P2Y1 inhibitors reduce platelet deposition in a microfluidic
model of thrombosis while apyrase lacks efficacy under flow conditions. Integr. Biol. 2010, 2, 183–192.
[CrossRef]

17. Li, R.; Fries, S.; Li, X.; Grosser, T.; Diamond, S.L. Microfluidic assay of platelet deposition on collagen by
perfusion of whole blood from healthy individuals taking ASA. Clin. Chem. 2013, 59, 1195–1204. [CrossRef]

18. Roest, M.; Reininger, A.; Zwaginga, J.J.; King, M.R.; Heemskerk, J.W. Biorheology Subcommittee of the
SSC of the ISTH. Flow chamber-based assays to measure thrombus formation in vitro: Requirements for
standardization. J. Thromb. Haemost. 2011, 9, 2322–2324. [CrossRef]

19. Neeves, K.B.; Onasoga, A.A.; Hansen, R.R.; Lilly, J.J.; Venckunaite, D.; Sumner, M.B.; Irish, A.T.; Brodsky, G.
Sources of Variability in Platelet Accumulation on Type 1 Fibrillar Collagen in Microfluidic Flow Assays.
PLoS ONE 2013, 8, e54680. [CrossRef]

20. Saelman, E.U.; Nieuwenhuis, H.K.; Hese, K.M.; de Groot, P.G.; Heijnen, H.F.; Sage, E.H.; Williams, S.;
McKeown, L.; Gralnick, H.R.; Sixma, J.J. Platelet adhesion to collagen types I through VIII under conditions
of stasis and flow is mediated by GPIa/IIa (alpha 2 beta 1-integrin). Blood 1994, 83, 1244–1250. [CrossRef]

21. Savage, B.; Almus-Jacobs, F.; Ruggeri, Z.M. Specific synergy of multiple substrate-receptor interactions in
platelet thrombus formation under flow. Cell 1998, 94, 657–666. [CrossRef]

22. Li, R. Diamond, S.R. Detection of platelet sensitivity to inhibitors of COX-1, P2Y1, and P2Y12 using a whole
blood microfluidic flow assay. Thromb. Res. 2014, 133, 209–210. [CrossRef] [PubMed]

23. Van Kruchten, R.; Cosemans, J.M.; Heemskerk, J.W. Measurement of whole blood thrombus formation using
parallel-plate flow chambers—A practical guide. Platelets 2012, 23, 229–242. [CrossRef] [PubMed]

24. Sarvepalli, D.P.; Schmidtke, D.W.; Nollert, M.U. Design considerations for a microfluidic device to quantify
the platelet adhesion to collagen at physiological shear rates. Ann. Biomed. Eng. 2009, 37, 1331–1341.
[CrossRef]

25. Colace, T.; Falls, E.; Zheng, X.L.; Diamond, S.L. Analysis of morphology of platelet aggregates formed on
collagen under laminar blood flow. Ann. Biomed. Eng. 2011, 39, 922–929. [CrossRef]

26. McCarty, O.J.T.; Ku, D.; Sugimoto, M.; King, M.R.; Cosemans, M.E.M.; Neeves, K.B. Dimensional analysis
and scaling relevant to flow models of thrombus formation: Communication from the SSC of the ISTH.
J. Thromb. Haemost. 2016, 14, 619–622. [CrossRef]

27. Otsu, N. A threshold selection method from gray level histograms. IEEE Trans. Syst. Man Cybern. 1979, 9,
62–66. [CrossRef]

© 2020 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).

http://dx.doi.org/10.1039/b804795b
http://www.ncbi.nlm.nih.gov/pubmed/18818803
http://dx.doi.org/10.1111/j.1538-7836.2008.03188.x
http://www.ncbi.nlm.nih.gov/pubmed/18983510
http://dx.doi.org/10.1007/s10439-012-0658-5
http://www.ncbi.nlm.nih.gov/pubmed/23001359
http://dx.doi.org/10.1160/TH14-11-0958
http://www.ncbi.nlm.nih.gov/pubmed/26245230
http://dx.doi.org/10.1109/TBME.2010.2090659
http://dx.doi.org/10.1039/b919728a
http://dx.doi.org/10.1373/clinchem.2012.198101
http://dx.doi.org/10.1111/j.1538-7836.2011.04492.x
http://dx.doi.org/10.1371/journal.pone.0054680
http://dx.doi.org/10.1182/blood.V83.5.1244.1244
http://dx.doi.org/10.1016/S0092-8674(00)81607-4
http://dx.doi.org/10.1016/j.thromres.2013.10.043
http://www.ncbi.nlm.nih.gov/pubmed/24365044
http://dx.doi.org/10.3109/09537104.2011.630848
http://www.ncbi.nlm.nih.gov/pubmed/22502645
http://dx.doi.org/10.1007/s10439-009-9708-z
http://dx.doi.org/10.1007/s10439-010-0182-4
http://dx.doi.org/10.1111/jth.13241
http://dx.doi.org/10.1109/TSMC.1979.4310076
http://creativecommons.org/
http://creativecommons.org/licenses/by/4.0/.

	Introduction 
	Results 
	Effect of Blood Storage Temperature 
	Effect of Wall Shear Rate 
	Effect of Collagen Concentration 
	Effect of ASA on Platelet Accumulation 
	Cangrelor Inhibition of Platelet Accumulation 

	Discussion 
	Materials and Methods 
	Enrollment of Healthy Control Subjects 
	Blood Sampling 
	Fabrication of Microfluidic Devices 
	Perfusion Experiments 
	Image Acquisition and Analysis 
	Statistical Analysis 

	References

