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Abstract The OSIRIS detector is a subsystem of the liquid
scintillator filling chain of the JUNO reactor neutrino exper-
iment. Its purpose is to validate the radiopurity of the scintil-
lator to assure that all components of the JUNO scintillator
system work to specifications and only neutrino-grade scin-
tillator is filled into the JUNO Central Detector. The aspired
sensitivity level of 10−16 g/g of 238U and 232Th requires a
large (∼ 20 m3) detection volume and ultralow background
levels. The present paper reports on the design and major
components of the OSIRIS detector, the detector simulation
as well as the measuring strategies foreseen and the sensitiv-
ity levels to U/Th that can be reached in this setup.

1 Introduction

The Jiangmen Underground Neutrino Observatory (JUNO)
[1] is a dedicated experiment to measure the neutrino mass
hierarchy. JUNO will observe electron antineutrinos emitted
by several nuclear reactor cores at a distance of ∼ 53 km
with a 20 kiloton liquid scintillator (LS) detector. In such a
measurement shielding against external radiation and care-
ful selection of radiopure detector materials play a crucial
role. Radioactivity in LS may result in events mimicking
the inverse beta decay (IBD) coincidence signals of electron
antineutrinos or cause pile-up to the single events distorting
the energy scale, both having direct impact on the sensitivity
of the neutrino mass hierarchy measurement. Requirements
are even more demanding for other physics objectives, espe-
cially solar neutrino detection. This is why the collaboration
has set stringent upper limits on the contamination level of the
LS with uranium and thorium chain isotopes: ≤10−15 g/g for
the IBD-based physics program (IBD-level) and ≤10−16÷17

g/g for solar neutrino detection (solar-level) (Table 5). The
rationale for the contamination limits is described in Ref. [1].

To achieve these radiopurity requirements an extensive
purification program needs to be performed on the LS before
filling the JUNO detector. This requires to set up a chain
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of specialized purification plants at the JUNO experimental
site: column chromatography in alumina, distillation, water
extraction and steam stripping. As the last stage in this purifi-
cation chain, the Online Scintillator Internal Radioactivity
Investigation System (OSIRIS) will serve as a stand-alone
detector to verify the efficiency of the upstream purification
plants and to monitor the radiopurity of the product LS during
the filling of the JUNO Central Detector.

The OSIRIS setup has been optimized for the purpose to
detect the residuals of natural U/Th contamination of the LS.
It will hold a 18-ton sample of LS enclosed in an Acrylic
Vessel (AV) for screening, surrounded by an extensive water
shield. The search is based on the fast coincidence decays
of 214Bi-214Po and 212Bi-212Po present in the decay chains
of U and Th, respectively. The design of OSIRIS permits
two operation modes: batch mode and continuous mode. In
batch mode, a single 18-ton sample of LS will be monitored
over several days or weeks. It is the preferred mode of oper-
ation for the commissioning phase of the JUNO purifica-
tion chain since it allows a precise determination of scin-
tillator quality and purification efficiency, reaching down to
solar-level radiopurity. Instead, the continuous mode will be
implemented during the JUNO filling phase since the con-
stant exchange of LS in the AV will permit uninterrupted
monitoring and warning capability in case of a malfunction
of the purification systems. The corresponding sensitivity is
reduced compared to the batch mode but will approach IBD-
level.

The purpose of the present paper is to provide an over-view
both of the design and the resulting sensitivity of the OSIRIS
detector setup. We first provide an overview of the main com-
ponents of the OSIRIS detector setup (Sect. 2) before we go
into a more detailed description of the experimental sub-
systems and foreseen operation modes of OSIRIS (Sect. 3).
We present as well the detailed Geant4-based detector sim-
ulation that has been used to optimize the detector design
and will serve for the preparation of the OSIRIS analysis
(Sect. 4). Finally, the resulting sensitivities for U/Th screen-
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Fig. 1 Layout of the JUNO scintillator system including four purifi-
cation stages (Al2O3 column, distillation, water extraction, steam strip-
ping) as well as storage and mixing tanks. OSIRIS is located as the last

stage in the filling line to monitor the product radiopurity. From there,
the LS will be passed on to the JUNO filling system (FOC)

ing as well as detecting contaminants from 85Kr, 14C and
210Po are reported in Sect. 5.

2 Design overview

The JUNO scintillator is based on linear alkylbenzene (LAB)
produced by Nanjing company (product: special LAB). The
primary fluor is 2,5-diphenyloxazole (PPO) added at a con-
centration of 2.5 g/l, with p-bis-(o-methylstyryl)-benzene
(Bis-MSB) as wavelength shifter at 3 mg/l [2]. The expected
scintillator performance is reported in Sect. 4. These compo-
nents are mixed and purified on-site in a chain of purifica-
tion plants (Fig. 1). These systems are mounted both on the
surface and below the ground, connected by a ∼1 km long
pipeline. On the surface, the quality of the purified LAB is
controlled by measuring the optical transparency. In contrast,
the OSIRIS setup forms the last stage of the JUNO purifi-
cation chain, monitoring the final product scintillator after
passing the entire mixing and purification chain. The detec-
tor will be located in the rear of the Liquid Scintillator Hall
of the JUNO underground laboratory, i.e. in close proxim-
ity to the Water Extraction and Steam Stripping purification
plants. An isometric view as well as the Scintillator Hall lay-
out plan can be found in Appendix A. Given the underground
conditions, the footprint and the height of the OSIRIS facil-
ity are limited. On the other hand, the detector will benefit
from about 700 m of rock shielding, a crucial prerequisite to
reach sufficiently low background levels for its measurement
program.

The detector dimensions are outlined by the outer Water
Tank that features about 9.4 m diameter and height. A sim-
plified depiction of the interior is shown in Fig. 2. The setup
is logically divided into an Inner Detector (ID) containing
the LS volume and surrounding PMTs and an Outer Detec-
tor (OD) equipped with few PMTs and utilizing the water
shielding as a Cherenkov muon veto. They are physically
delimited by the Steel Frame and the attached Optical Sepa-
ration.

Scintillator target Similarly to the Borexino Counting Test
Facility (CTF) design [3], the LS batch to be tested is con-
tained in a transparent vessel with an inner volume of 21 m3

(18 tons of LS), located in the center of the setup. Given the
considerably larger LS volume, counting statistics are accu-
mulated faster than in the case of CTF (4.8 m3), allowing for
a shorter average measuring time. This inner counting vol-
ume is surrounded by a water buffer for shielding, separated
from the LS by the Acrylic Vessel.

Acrylic vessel (AV) The cylindrical vessel of 3 m height and
diameter holds the LS at the center of the detector. An acry-
lic wall thickness of 3 cm and external stiffeners provide suf-
ficient sturdiness for the frequent filling and LS exchange
operations. The vessel is held in place by eight vertical acry-
lic plates of 1 m height, which are in turn mounted on the
inner Steel Frame of 2 m height (Sect. 3.2).

Steel Frame (SF) The octagonal frame consists of rectangu-
lar stainless steel profiles. It reaches a height of 8 m and a
diameter of 7 m (Sect. 3.1). While its inner section supports
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Fig. 2 Layout of the OSIRIS detector. The detector is segregated into
the Inner Detector (ID) that is formed by the LS volume and the inner
PMT array and the Outer Detector (OD) that uses the shielding water
as a Cherenkov muon veto

the AV, the outer section holds the photomultipliers, calibra-
tion and sensor systems as well as the black-and-white PET
sheets constituting the Optical Separation between ID and
OD.

Inner PMT Array The scintillation light produced by events
inside the LS volume is recorded by 64 20′′-Hamamatsu
PMTs mounted to the SF and facing inwards. For shield-
ing the γ -rays emitted from PMT glass, the tubes are placed
at a distance of 1.3 m from the AV surface (i.e. roughly 2.8 m
from the detector center). Tubes are equipped with an elec-
tromagnetic shielding in shape of a cone and extending in
front of the photocathode (Fig. 7). Although the shape of the
shielding cones are optimized for the background condition,
it also provides a slight increase in light collection. This con-
figuration corresponds to a photoactive coverage of ∼9% of
the full solid angle, translating to a photoelectron (p.e.) yield
of ∼280 p.e./MeV. OSIRIS will use a novel intelligent PMT
design that permits digitization of the signals directly at the
PMT base (Sect. 3.4).

Water Tank (WT) The cylindrical WT holds a volume 9 m in
height and diameter, offering a 4π shielding of ≥3 m of water
from external gamma rays emitted by the cavern rock of the
Scintillator Hall. The residual γ -flux has been determined to
be sufficiently low for an effective Bi–Po coincidence search
(Sects. 4, 5). The tank is made from bolted carbon steel plates.
They are protected from contact with the ultrapure water by
a 3 mm thick HDPE liner to prevent corrosion. The tank fea-
tures several flanges and feed-throughs for pipes and cabling
(Sect. 3.1).

Muon Veto Cosmic muons, secondary neutrons and radioac-
tive isotopes created in spallation processes feature a finite
probability to mimic the fast coincidence signals of the Bi–Po
decays. Thus, a secondary array of 12 20′′-PMTs watches the
volume between SF and tank walls, using the ultrapure water
as a Cherenkov radiator for crossing muons. To enhance
light collection a layer of Tyvek is fastened to the WT walls.
Moreover, the white outer surfaces of the Optical Separation
enhance light reflection (Sect. 3.6).

Calibration systems In order to interpret the acquired data,
picosecond laser pulses will be inserted into the detector by a
system of optical fibers with the emission points mounted to
the SF. Moreover, an Automatic Calibration Unit (ACU) [4]
refurbished from the Daya Bay experiment is connected to
the AV via a steel pipe in order to lower radioactive sources
and an LED directly into the LS volume to calibrate the detec-
tor response. Source positions can be cross-checked using a
CCD system mounted to the SF (Sect. 3.5).

Liquid Handling System (LHS) The relative fragility of the
AV and different operation modes envisaged for the JUNO
commissioning and filling phases requires a sophisticated
system to handle the LS and water in AV and tank. In order
to support the formation of temperature stratification levels
of the LS in the AV, a constant flow of warm LS inserted to
the top of the AV is countered by an upflow of cooler water
on the outside of the AV. A head tank is located above the
AV to equalize hydrostatic pressure between AV LS and WT
water. A gas handling system provides buffers of ultrapure
nitrogen gas to both volumes at a slight overpressure to pre-
vent contamination of the liquids with environmental radon
(Sect. 3.3).

3 Detector components

3.1 Mechanical design

The basic dimensions of the OSIRIS facility are governed
by the requirements of the Bi–Po coincidence search. Here,
we describe the conceptual design of the basic mechanical
components. The outer dimensions of the setup are given
by the Water Tank (WT). The WT holds the water buffer
required to shield the LS volume from external radioactivity
and serves as a Cherenkov radiator for the Outer Detector
(Sect. 3.6). In its center, the LS batch under investigation will
be contained in the transparent Acrylic Vessel (AV) described
in Sect. 3.2. The AV is held in place and surrounded by the
Steel Frame (SF) that also serves as the support for the PMTs
and calibration systems discussed in later sections.
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3.1.1 Water tank

Overall dimensions The outer water tank is assembled from
flat and curved carbon steel elements (Q235A/SS400) that
are connected by bolts. The parts have been already pre-
fabricated by the Chinese company Jiujiang. The tank con-
sists of 3 bottom, 12 wall and 3 roof elements. The steel
sheets themselves are 4–8 mm in thickness, but perpendic-
ular stiffeners are attached to all pieces in order to provide
the required mechanical stability. Stiffeners running around
the perimeter of the tank are 200 mm height. The thickest
stiffeners of 500 mm in height are included at the top to bear
the additional weight by the top installations (see below).
While the inner water volume is designed to be 9 m height
and diameter, the outer dimensions are about 9.6 m in height
and 9.4 m in diameter. The overall layout is displayed in the
left panel of Fig. 3.
Internal Liner In order to prevent corrosion of the tank struc-
ture due to direct contact of the carbon steel with the ultrapure
water, all inner tank surfaces are covered by a 3 mm strong
HDPE liner (Geotech Lining Corporation). Individual pieces
are heat-welded together, providing both liquid and gas tight-
ness (see below). Fastening of the flexible liner elements on
the walls is achieved by steel battens. Special care has to be
given at the interfaces: Flanges are covered by individually
preformed HDPE elements, and the closing blind flanges are
made from stainless steel. The basic color of the liner is black
but highly reflective Tyvek sheets are heat-welded to most
surfaces to increase light collection in the Outer Detector.
Interfaces The WT requires both inside interfaces for
mechanical installations and feed-throughs to the surround-
ings. Internally, a total of 25 ground anchor plates permits
the mounting of the SF and the ground muon veto PMTs.
The interfaces offered to the inside water are stainless steel
discs from 200 to 890 mm diameter with thread patterns for
moun-ting the SF and veto PMTs and circumferential seams
to seal the HDPE liner for water tightness. Smaller pieces
(like thermometers) that are mounted on the tank walls will
be held in place by welded-on HDPE holders. A selection of
flanges in the tank roof provides interfaces to the outside: a
1-m diameter Central Flange supports the Head Tank and pip-
ing for filling of the AV; the neighbouring Calibration Flange
of 70 cm diameter holds the ACU; two 40 cm diameter flan-
ges provide the feed-throughs for all internal cables by crimp
connectors; a 50 cm flange is used for tank ventilation dur-
ing the construction phase. One inlet and three outlet pipes
on the top of the tank permit to establish a nitrogen blan-
ket above the water. Access to the tank during operation is
possible via a 1 m-diameter Man Hole. During construction,
additional access is provided by a removable panel element
(1 m×1.5 m) at the ground level. In addition, there is a Side
Flange that is used both for the water operations in the outer
tank volume and the draining of the AV.

Top installations The WT roof has been strengthened to bear
the weight of several on-top structures. The Top Clean Room
(TCR) with a footprint of 5 m×3.5 m protects the Central
Flange, Calibration Flange, and Man Hole as well as holds
several LS and gas systems that are part of the LHS (Sect.
3.3). It is also equipped with a small pre-room (2.5 m×1.5 m)
for the access of personnel and equipment. Next to the TCR,
an open platform of 5 m×3 m area supported by aluminum
grids will hold the electronics required for iPMT read-out as
well as the detector DAQ and slow control (Sects. 3.4, 3.7).
A spiral staircase has been added to the side of the WT for
access to the tank roof during construction and operation.
While heavier items required for the construction and instal-
lation phases are moved by a central hall crane, lighter items
(<375 kg) are lifted by a dedicated crane trolley running on
a 3-m long I-beam suspended from the hall roof.
Other design requirements The WT acts as the most impor-
tant barrier to shield the LS in the AV from potential impu-
rities of the surroundings. During the OSIRIS construction
phase, an effective clean room of class 10,000 (ISO7) will
be established in the interior. The gas tightness that is to be
maintained during detector operation is on the level of 10−4

mbar·l/s in order to prevent external radon from migrating
into the water buffer. This is achieved with Viton-A, Kalrez
and PTFE O-rings in the flanges, crimp connectors for the
cable feed-throughs and the HDPE liner that covers poten-
tial gaps between the steel elements. In addition, a slight
overpressure of +5 mbar is maintained in the nitrogen buffer
relative to the surroundings.

In accordance with the filling specifications of the JUNO
main detector, the interior of the tank is to be kept at a tem-
perature of 21 ◦C. This is about 10 ◦C lower than the temper-
ature of the rock on which the WT is resting. To maintain this
temperature difference, two layers of passive heat insulation
materials (flexible elastomeric foam and polyisocyanurate
foam) are added below the tank. In addition, cool water is
inserted through a star-shaped pipe system on the ground of
the WT to compensate for any heat permeating the insulation
layers.

Additional shielding against external gamma rays has
been added below the insulating layers. The shielding con-
sists of three layers of carbon steel plates embedded in the
concrete floor below the tank. The maximum strength below
the detector center is 14 cm, the dimension of the lower-most
steel layer 5.5 m×5.5 m. The additional material reduces the
rock-induced external background entering from below by
two orders of magnitude.

3.1.2 Steel frame

The steel frame (SF) serves two primary functions. The inner
part below the AV supports the vessel when both WT and
AV are empty but also balances buoyancy forces in the filled
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Fig. 3 Main elements of the OSIRIS water tank and steel frame

configuration. It has an octagonal structure with an outer
diameter of 3 m and a height of 2 m, placing the LS volume
right at the center of the WT and providing support for eight
upward-facing inner PMTs. The outer part supports most
PMTs, the laser calibration system and other sensors, and
serves as separation between Inner and Outer Detectors. The
latter is an octagonal structure with a height of 8.1 m, side
length of 2.4 m, and a maximum diameter of 5.8 m. The layout
of the overall structure is depicted in the right panel of Fig. 3.
The eight vertical profile sections are joined together by two
rings of horizontal profiles at medium height (to mount four
rings of twelve PMTs each) as well as a star and ring structure
at the top that supports the 8 downward-facing inner PMTs
as well as the four top muon veto PMTs. The frame will be
manufactured by a Chinese company Jiujiang.
Steel profiles Both subsections of the SF are assembled from
stainless steel (SUS316L, 1.4404) hollow profiles of 80 mm
edge length, 4 mm wall thickness, and up to 3.45 m in bar
length. Most are terminated on both ends by quadratic or
rectangular plates with bore holes through which adjacent
elements can be joined by M12 screws and nuts. The lowest
elements provide larger footing plates to provide additional
stability to the connection to the WT anchor plates. All sur-
faces are mechanically polished to a roughness of 0.4µm in
order to limit radon emanation and to prevent corrosion in
the ultrapure water. Moreover, the U/Th content of the steel
has been specified to be below 10 ppb.

Adapters Most of the installations attached to the SF require
additional holding or adapter elements that provide for cor-
rect mounting and orientation: the PMTs, the diffusers of
the fiber calibration system, the inner thermometer array,
and the circular pipe that is mounted at the upper edge of
the inner SF to provide an outflow of cool water along the
surface of the AV. All these adapter parts will be made from
electro-polished stainless steel (SUS316L or SUS316Ti) and
fastened to steel bolts welded directly onto the frame profiles.

Optical separation The water volume is divided into two
optically separated regimes by an array of thin PET sheets
(200µm) black on the inside and white on the outside (see
Sect. 3.6). The sheets are spanned in the interspaces between
the steel profiles, providing a widespread but not complete
optical separation of the two subvolumes. The allocation is
depicted in Fig. 3. While large elements cover the lower and
upper sections of the octagon sides, the middle section dis-
plays a chessboard pattern of small rectangular sheets and
gaps for the PMTs. Several steel strings are spanned around
the outer perimeter to provide additional fastening points.
The PET sheets are folded-in several times at the edges and
then fixed by stainless steel clamps. These are either attached
to the strings or welded directly onto SF profiles. The hori-
zontal PET sheets on the top of the frame will be mounted
with a slight inclination to prevent trapping of air bubbles
during the initial water filling of the WT.
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3.2 Acrylic vessel

The container to hold and separate the LS from the surround-
ing water buffer has to be transparent, low in radioactiv-
ity, and sufficiently sturdy to permit continuous filling and
exchange operations. Therefore, the LS vessel is made of
acrylics that is a well-proven material applied in many LS
neutrino and some dark matter detectors and is used as well
for the JUNO main detector.

To provide good transmission of the scintillation pho-
tons, UV-transparent acrylics will be used. The specification
for light absorption in the 30 mm strong acrylic panels (see
below) is set to ≤4% at 420–430 nm, i.e. the wavelength
range matching the Bis-MSB emission.

3.2.1 Mechanical design

Bulk Dimensions With an inner diameter of 3 meters and a
height of 3 meters, the AV will hold a volume of 21 m3, cor-
responding to ∼18 tons of liquid scintillator. The cylinder
mantle and faces, shown in Fig. 4, are 30 mm in thickness
and reinforced by straight and circular stiffening elements in
order to increase the mechanical strength. While this is a rel-
atively sturdy design compared to most neutrino detectors, it
increases the mechanical robustness against inside-to-outside
pressure differences of up to 30–50 mbar, thus permitting
comparatively easy filling and liquid exchange operations
(Sect. 3.2).

Footing The vessel rests on eight vertical acrylic plates bon-
ded to the bottom of the cylindrical vessel. They are rein-
forced by two acrylic rings and several acrylic bars intercon-
necting the plates to increase stability. Each plate features a
hook at the outer perimeter that are foreseen for lifting the AV
onto the Steel Frame during installation. Along the lower rim
of each plate, three 1′′ diameter bore holes permit fastening
the AV to the Steel Frame by horizontal bolts. This holding
mechanism is required to counter the buoyancy forces acting
on the vessel when inner and outer volumes are filled with
LS and water, respectively (almost 3 t of lift are expected).

PortsThe AV provides several interfaces: In the center of both
top and bottom lids, a connection to 3′′ pipes for filling and
draining the AV is foreseen (Sect. 3.3). Next to the center, a 4′′
pipe will be connected to permit measuring the liquid filling
height in the AV by a laser system mounted on the top of the
WT. A fourth pipe will connect to a 3′′ socket at 1.2 m radius
to provide access for the ACU to enter calibration sources
into the LS volume (Sect. 3.5). Finally, a small opening (2′′
diameter) will be provided at the very periphery of the top
lid for the installation of a rod equipped with temperature,
pressure and liquid level sensors to monitor LS operations in
the AV (Sect. 3.3). All interfaces are realized by acrylic pipe

Fig. 4 The Acrylic Vessel of OSIRIS: the lower panel shows a general
overview, the upper panel a detailed picture of the LS inlet

sockets bonded to the AV lids and topped off with flat acrylic
flanges. Their faces will be met by corresponding stainless
steel flanges on the connecting pipes. The seal is provided
by a custom-made double-O ring design.

Diffusers In order to support temperature stratification of the
LS during continuous filling mode (Sect. 3.3), the central LS
inlet and outlet are terminating within the AV volume not
with an open end but are capped off by an acrylic disc of
500 mm diameter acting as flow diffuser (Fig. 4). The discs
are held in place by eight radial acrylic elements of 50 mm
in height. In this way, the stream of the LS is diverted from
a vertical to a horizontal direction along the AV lids. The
radial elements are meant also to reduce circular motions
(vortices) in the liquid. Dimensions are chosen to obtain low
flow speeds and Reynolds numbers and thus mostly laminar
flow of the LS. The functionality of the diffusers has been
successfully tested in a scale 1:10 prototype.
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3.2.2 Production and radiopurity

Given the immediate contact of the vessel with the LS, its
radiopurity is of uttermost importance for the sensitivity of
the OSIRIS setup. Several quality assurance methods have
been devised in order to ensure the compliance with the
required purity levels of 238U, 232Th and 40K that has been
specified to 1 ppt level for both bulk and surface materials.

ProductionThe requested low-background acrylics for physics
studies will differ from the commercial products in the fol-
lowing protocols: the mold will be rinsed with ultrapure water
before raw monomer injection; the polymerization will be
catalyzed from a pure monomer without any additives for
UV-resistance; thermal forming and bonding acrylics will
be performed in a pure nitrogen environment; sanding and
cleaning of the acrylic pieces will be performed inside a Clean
Room of Class 10,000. The vendor (Goldaqua company) will
record all surface contacts in a special diary. The quality
assurance will be directly supported by physicists to reach
the specified background level.

Bulk radiopurity Acrylic samples are tested via ICP-MS
(Inductively Coupled Plasma-Mass Spectrometry) that is a
very practical and sensitive analysis method for discover-
ing traces of radioactive isotopes. While the ppt-level abun-
dances are too low to discover them directly in samples, a new
method has been developed, where we adapt the dry ashing
procedure in the acrylic sample and digesting it to solution in
order to raise the concentration of radioactive element in the
parallel samples. Together with ICP-MS, the corresponding
detection limits of 238U and 232Th reach 0.32 ppt and 0.70
ppt, respectively.

Surface radiopurity screening During the production and
storage of the AV, additional surface contamination can be
introduced by dust setting from the ambient air. Dust parti-
cles can be removed by rinsing the surfaces with deionized
water. In the following, the wash water can be investigated for
changes in electric resistance and light absorption properties,
giving indirect evidence of the surface conditions. Studies are
carried out to calibrate the contamination level of the water
with the resistance and transmittance data, and can be related
to the residual dust level on the surface by ICP-MS analysis.

3.3 Liquid handling system

The liquid handling system (LHS) fulfills a range of require-
ments. It supports several operation modes for the filling and
exchange of the liquids in the Acrylic Vessel (AV) and the
Water Tank (WT) while maintaining appropriate liquid and
gas pressure levels in all detector subvolumes to protect the
detector from mechanical damage as well as the intrusion of
radon. These tasks can only be achieved via a constant mon-

itoring of the liquid and gas properties by a dedicated sensor
system.

3.3.1 Filling and operation modes

While catering to a variety of needs for the operation of the
detector, the functionality of the LHS can be roughly divided
into three main operation modes:

Initial detector filling Upon completion of the detector con-
struction, the air inside the AV and WT volumes is replaced
with ultrapure nitrogen to remove both oxygen (damaging the
LS) and radon (introducing radioactivity). In the next step,
both AV and WT are filled from below with high-purity water
from the common water supply. The idea is to equalize liquid
levels in the inner AV and outer WT volume, preventing the
build-up of hydrostatic pressure differences. It also serves as
the final cleaning of the inner surface of the AV from dust
and radioactive contaminants. Finally, only the water inside
the AV is replaced by LS that is now added from the top,
floating on the residual water due to the lower density. The
density difference leads as well to a potential difference in
hydrostatic pressure that is held in check by the LS liquid
level in the head tank.

Unlike other LS detectors, OSIRIS sets special require-
ments to its LHS. Given that a large number of different
scintillator batches is to be monitored during the commission-
ing and JUNO filling phases, the LHS is designed to permit
exchange of the LS inside the AV without having to drain the
outer water volume. There are two possible operation modes
to achieve this: Batch and continuous-filling modes.

Batch mode In this mode, the new LS will be added through
the top filling pipe but at a temperature of at least +4 ◦C com-
pared to the LS present inside the AV, while old LS is drained
from the bottom outlet. The design rate of LS replacement is
1 ton per hour. Studies with the 1:10 laboratory prototype of
the detector have shown that this temperature gradient will
be sufficient to prevent larger intermixing between the upper
layer of new and lower layer of old LS. The exchange of one
full LS volume can thus be achieved within less than 1 day.
In the follow-up, the new batch of LS can be screened for a
period of several days to weeks, permitting to reach design-
level sensitivity to U/Th contaminations (Sect. 5.1.3).

Continuous filling mode During the LS filling of the JUNO
target volume, batch-mode operation does not provide a suf-
ficient exchange rate of the LS to monitor all of the product
LS for radiopurity. Moreover, stopping the filling to perform
radiopurity monitoring of single batches creates extended
dead periods in which a sudden increase in LS radioactiv-
ity cannot be discovered. Thus, an alternative replacement
mode has been devised: without interruption, LS is contin-
uously filled from the top at an increased temperature. The
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LS gradually cools down while traversing the full height of
the AV within about 1-day’s time and is then drained from
the bottom. In order to maintain the temperature gradient
inside the AV, a counter-flow of cold water is established on
the outside in the water tank, enhancing the cooling speed
of the lower layers of LS in the AV. With an exchange rate
of 1 ton per hour, OSIRIS can monitor a constant fraction
of ∼15% of the product LS. As described in Sect. 5.1.4, the
U/Th sensitivity of this measurement mode crucially depends
on the initial background level of radon introduced by the
components of the JUNO and OSIRIS LS systems.

3.3.2 LHS layout

Figure 5 shows a simplified diagram of the LS and water han-
dling systems of OSIRIS. The system is realized as a bypass
to the JUNO main LS line (not shown). LS and water systems
can be operated in both a through-going and an internal loop
mode, providing at least temporary independence from the
external liquid supply. Here, we describe the main compo-
nents.

Pumping stations Most of the components required for con-
trolling the liquid flows of the OSIRIS LHS (magnetic cen-
trifugal pumps, valves, flow meters and other sensors) are
concentrated in the two pumping stations. LS passing from
the JUNO main line into the OSIRIS LHS is redistributed
by the LS pumping station (LS-PS), either to be temporarily
stored in the Buffer Tank or to be forwarded to Head Tank
and AV. In turn, LS extracted from the bottom of the AV is
pumped out via a filtration stage in the LS-PS. The water
pumping station is a simpler system that maintains the flow
of water into and out of the WT with a single centrifugal
pump. The nominal flow speed is 1 m3/h for the LS system
and 1–3 m3/h for the water circuit.

Buffer Tank Directly connected to the LS input from the
JUNO main filling line, a buffer tank with a storage capacity
of 5 t of LS provides independence from the operation status
of the purification plants and CD filling systems. Even in case
of an intermediary interruption of the external LS supply, the
tank permits to maintain a constant inflow into the AV for
several hours.

Head Tank The stainless steel tank features a capacity of
∼100 l. It serves as a small LS reservoir above the AV that
fulfills two important functions: during normal operation, the
LS level will be kept at a defined height in the tank that is
∼ 50 cm above the water filling line of the WT to reduce the
hydrostatic pressure difference between the inside LS and
outside water volume surrounding the AV. Pressure equilib-
rium is achieved at the top of the AV to minimize the mechan-
ical stresses. The tank also plays a crucial role in the initial

filling as it permits to carefully balance pressure levels when
replacing water with LS inside the AV.

Electric heater In order to generate and maintain a tempera-
ture gradient within the LS inside the AV, the scintillator has
to be heated prior to insertion at the AV top. This is achieved
by a 10-kW electric heating tape attached to the pipe leading
from the LS-PS to the Head Tank. The heating is temperature-
controlled to less than 200 ◦C to avoid damage to the LS.

Water cooling loop Water from the JUNO high-purity water
system will be inserted into the tank by a loop pipe moun-ted
just below the AV on the central Steel Frame to generate an
upward flow of water along the sides of the AV. This water
will be pre-cooled by a heat exchanger (10 kW) in order to
support the cooling of the LS. A second star-shaped system
inserts water at the bottom of the tank to compensate for
any residual heat entering the tank through the floor. Once
inside the tank, the water is warmed up either due to the
intended heat transfer from the LS across the AV to the sur-
roundings or by the PMT electronics and other unintentional
heat sources. By convection, this warm water rises to the
top of the WT and is extracted via a riser pipe. This open
loop offers an effective way to remove radon added to the
water by emanation from the detector components, while the
incoming high-purity water features an expected radon level
of 1 mBq/m3.

Nitrogen system The nitrogen system of OSIRIS is fed by
JUNO’s high-purity N2 supply. The system will receive N2

gas at a pressure of 6–10 bar. An initial pressure reducer pro-
vides N2 at 0.5 bar that will be used for the initial flushing
of AV and WT volumes to remove oxygen from the sys-
tem (Sect. 3.3.1). A second pressure reducer supplies N2 at
+(5–10) mbar compared to surroundings. N2 from this stage
will be distributed to the WT, Head Tank, ACU and Buffer
Tank to keep them under an inert atmosphere. The slight over-
pressure reduces the risk of ambient air entering the detector,
while the use of high-purity N2 to form blankets inside all
tanks prevents diffusion of radon into the LS volumes.

3.3.3 Liquid level and temperature monitoring system

The LHS sensor system serves two primary purposes. Oper-
ation of the complex system with several tanks and a direct
connection to the external LS and water supplies requires a
precise knowledge of the filling heights and flow rates to pre-
vent damaging the system components. On the other hand,
batch and continuous operation modes rely on a rather sophis-
ticated control of the liquid temperatures inside the AV and
WT, making close monitoring a necessity. An overview of
the system is laid out in Fig. 6.

Level monitoring system The liquid levels inside all tanks are
primarily monitored via hydrostatic pressure sensors inserted
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Fig. 5 Conceptual layout of the OSIRIS LHS. The LS system (red)
includes a pumping station, buffer tank and head tank that permit the
continuous exchange of the LS within the Acrylic Vessel. An electric
heating system permits to pre-warm the LS to establish a temperature

gradient, causing LS stratification within the AV. The water system (yel-
low) supports this process by establishing a counter-flow of cold water
along the sides of the AV, enhancing LS cooling

Fig. 6 Schematic drawing of the LM-system with temperature sensor grid. The thermometers are indicated in green, the HPSs in black while the
level switches are drawn in brown. The gas pressure meters are shown in blue. The red line shows the position of the IR laser level sensor
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at the bottom of the respective liquid volumes (SISEN
Automation, BST6600 PS3/6). They provide a relative res-
olution of ±0.25% for the liquid levels. In the special case
of AV, this measurement is complemented by a laser-based
optical distance meter mounted on the roof of the WT (Laser
Tech TruSense S310). The line of sight to the LS level inside
the AV is provided by a dedicated 4” stainless steel pipe con-
nected to the AV top lid. The laser operates at an infrared
wavelength of 905 nm harmless to the PMTs and provides
an accuracy of ±10 mm for the liquid level. For redundancy,
all tanks are equipped with contact sensors at level heights
critical to the filling process. Within the AV, this is realized
with capacitive sensors that perform a measurement of the
electrical polarizability of the contact medium and thus are
able to differentiate between water and LS phases in the ini-
tial exchange operation (Rechner GmbH, Capacitive Sensors
Series 80).

Temperature monitoring grid Both batch- and continuous-
mode operations benefit from a direct monitoring of the tem-
perature profile inside the AV. Seven PT-1000 resistor ther-
mometers (ΔT ∼ 0.1 ◦C) are arranged at regular distances
along a stainless steel rod that is directly inserted into the LS
volume close to the outer perimeter. This ’Thermorod’ holds
as well a hydostratic pressure and two capacitive sensors
(see above). In the water volume, a grid of 16 thermometers
arranged around the AV (supported from the Steel Frame
by long radial stainless-steel rods) monitors the correspond-
ing temperature profile of the upward water flow. This inner
array is complemented by an outer thermometer array that
provides information on potential external impact factors.

All sensors have undergone a HPGe screening to verify
their compliance with the radiopurity requirements and the
materials have been chosen for chemical compatibility with
LS and water (mostly stainless steel and PTFE). Their cables
are led from the WT via the roof Cable Flanges.

3.4 iPMTs

Light read-out in OSIRIS is achieved by a total of 76 20-in.
PMTs. The Inner PMT Array is formed by 64 PMTs arranged
in four horizontal rings at different heights surrounding the
AV and two rings of vertical PMTs below and above the AV
lids (see Fig. 2). Twelve further tubes of the same type form
the Outer Detector.

The novel concept of the intelligent PMT (iPMT) com-
bines the photomultiplier tube and the required electronics
into a single device. The electronics – high voltage supply,
digitizer and control – are mounted inside a stainless steel
shell, which is located at the back of the PMT. The signal
quality is improved by avoiding long cables between the sig-
nal source (PMT) and the digitization circuit.

Fig. 7 Cross section of one iPMT assembly

Table 1 Properties of the OSIRIS PMTs

Parameter Value

Transit time spread 2.63 ± 0.16 ns

Dark count rate 15.4 ± 2.6 kHz

Peak to valley 3.21 ± 0.20

3.4.1 iPMT mechanics

As shown in Fig. 7, each iPMT is composed of several parts
that are assembled around the central PMT. The PMTs used
for OSIRIS are 20′′ tubes of type R15343 by Hamamatsu.
This type of PMT is based on a “Venetian-blind” dynode
structure. The key parameters of the PMTs are summarized
in Table 1.

The electronics, consisting of a stack of five printed circuit
boards (PCBs), is mounted directly to the back of the PMT.
The basis for all mechanical mountings is a PMMA piece
glued to the neck of the PMT. First of all, this PMMA piece
provides an interface for glueing the stainless steel electron-
ics housing. The electronics stack is immersed in oil which
transfers the heat from the electronics via the stainless steel
shell to the surrounding water.

Each PMT is protected by a shielding cone from external
electro-magnetic fields. The cones are based on aluminum
(electric shielding) and amorphous metal (magnetic shield-
ing) foils encapsulated by epoxy with carbon fibers for the
inner PMTs respectively glass fibers for the OD PMTs. The
front part of the shielding causes some optical shading for
photons incident under large angles but is painted white to
increase the chance that photons hitting the inner cone are
reflected back on the photocathode. The shielding is held in
place by a stainless steel holder screwed to the PMMA piece.
The holder supports as well the glass bulb of the PMT via a
set of clamps arranged around the equator and provides fix-
ing points for the interface with the Steel Frame. Horizontal
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Fig. 8 iPMT electronics stack. The PMT is mounted on the left side.
From left to right, Base, HVboard, Readout Board, SCCU and POE.
Spacing between the boards is not to scale

PMTs are mounted at one of four holding plates arranged
around the PMT equator, while vertical PMTs are fixated
using a secondary steel ring at the PMMA piece.

3.4.2 Under water electronics

As shown in Fig. 8, the electronics stack at the back of
the PMT consists of five boards, each having a diameter of
100 mm. Here we describe their function, starting from the
lowest PCB closest to the PMT:

Base The voltage divider for the PMT is laid out according to
the recommendations of Hamamatsu. The PMT is operated
with a positive high voltage towards the anode, keeping the
photo cathode connected to ground.

High voltage board The board carries a custom-made high-
voltage (HV) module, which converts 24 V to a HV DC out-
put suitable for operating the PMT [5, p. 5]. The board hosts
as well the decoupling capacitors to strip the current signal
from the HV supply.

Read-out board (ROB) The ROB is the central board of the
stack. On this board, the analog signal from the PMT is con-
verted into a digital signal and processed further. The main
component of the readout board is a System On Chip (SOC)
unit (Xilinx ZYNQ 0720) which combines a FPGA with a
dual core ARM processor. The FPGA part – programmable
logic (PL) – is the hardware for handling the high speed sig-
nals of the digitizer. The other part, the processing system
(PS), runs the software that controls the PL and forwards the
data to the EventBuilder.

For synchronization purpose each ROB hosts a clock-
data-recovery (CDR) circuit, which is fed with a Manchester
encoded data stream (synchronous link). The CDR recovers
both clock and data from this data stream. The recovered
clock is used as the reference clock for the digitizer. The data

provides information about the synchronization of all iPMTs
to a global timestamp.

VULCAN ASIC The conversion of analog to digital signal is
done by the VULCAN ASIC. It has been developed by ZEA-
2 at FZ Jülich to serve as the analog front-end electronics
and the digitizer in a single chip. The ASIC provides three
individual identical receivers, which can be highly configured
using a JTAG interface [6, p. 16]. This interface also allows
reading of multiple status registers. Each receiver consists of
an analog front-end and an ADC, which is configured to run
at 500 MSps. The three receivers are adjusted to cover three
different signal amplitude ranges, the design values for the
ranges are 0–10 p.e., 0–100 p.e., 0–1000 p.e. [6, p. 14]. This
results in both a large dynamic range and high resolution at
lower charges. All three receivers are sampled in parallel. The
ASIC itself selects the one with the highest resolution and
no saturation and sends the sample to the PL. This method
provides the best amplitude resolution.

Signal processing Inside the PL, the continuous digital data
stream of VULCAN is serialized from two samples per clock
cycle to four samples per clock cycle. The packets are contin-
uously filled into a ring buffer. If the amplitude of a sample
rises above threshold, a trigger is issued and the ring buffer is
read out. Afterwards the data are converted into an Ethernet-
packet and transferred via a buffer and the Ethernet link to
the EventBuilder (3.7).

Slow Control and Configuration Unit (SCCU) The SCCU
hosts a STM32 microcontroller and a four-port Ethernet
switch (only three ports are used). This switch provides a
port as an uplink to the Surface Board. A second port is con-
nected to the ROB while a third port is interfaced by the
microcontroller. The latter runs a firmware that handles the
Xilinx XVC protocol for the JTAG access and custom pro-
tocols for accessing two I2C ports and three UARTs. One of
the UARTs is connected to the HV module via RS485 and
two are connected to the ROB.

Power over ethernet (POE) This board hosts a POE class 4
powered device controller, which is followed by two galvanic
isolated DC/DC converters. While one creates a dedicated
24 V supply for the HV module, the other supplies a 5 V net
for the remaining electronics. When all boards are in normal
operation, the stack consumes about 11 W at the POE switch.

Since the stack is surrounded by oil all contacts on the
boards are soldered. Plugs would carry the risk of oil creeping
in and thus decreasing the quality of the electric contact.
During assembly, the boards are first connected by bottom
entry connectors for testing. Soldering is done as a last step
without unplugging.

While offering many advantages for the signal quality, the
integration of the digital electronics with the PMTs means
that they cannot be replaced in case of failure while the Water
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Tank is filled. Hence, components have been designed and
selected with longevity in mind.

In addition, we have studied the effect of malfunctioning
iPMTs on the detector performance. A loss in inner PMTs
would mostly mean a reduction in the p.e. yield and thus
energy and vertex resolution, corresponding to a gradual
reduction of detector performance. Using simulation of cos-
mic muons (Sect. 4), we have assured that the loss of 2–3
outer PMTs would be acceptable without a major reduction
in muon veto efficiency. Moreover, 4 spare iPMT units will
be stored on site in case a replacement should become nec-
essary. The refurbishing could be undertaken between the
commissioning and JUNO LS filling phases.

3.4.3 Surface electronics

The connection between the iPMTs and the Surface Elec-
tronics is established by a separate Ethernet cable for each
iPMT. The length of the cable depends on where the iPMT
is placed inside the Water Tank (17 m for the iPMTs at the
top of the detector, 22 m for the center rings and 25 m for the
iPMTs at the bottom). The individual cables exit OSIRIS via
the Cable Flanges on the top lid of the Water Tank.

The cable consists of four wire-pairs, which are split up
in two specially developed Surface Boards (each servicing
up to 48 iPMTs). The two Ethernet wire-pairs are directly
forwarded to a POE switch, the two other pairs are used for
the synchronization.

It is mandatory for the event reconstruction in OSIRIS that
all iPMTs are synchronized to a single global time stamp.
This time stamp is created by one Surface Board in regular
intervals and broadcast to the other Surface Board as well as
to the connected iPMTs via the synchronous link.

An iPMT is running on the global reference clock via the
CDR. Once the iPMT is powered, the local time stamp of
the iPMT is set to the global time stamp. In order to moni-
tor the synchronization, the local and global timestamps are
compared. The designed accuracy of the timestamps between
two arbitrary iPMTs is better than 1.5 ns.

For creating a trigger signal for the laser and LED cal-
ibration system, each Surface Board is equipped with two
outputs. These outputs create a pulse and at the same time a
timestamp is sent to the EventBuilder.

3.4.4 Slow control

The slow control system of OSIRIS is based on the Exper-
imental Physics and Industrial Control System (EPICS) [7]
version 3.14. By this, the slow control system is compatible
with the JUNO Detector Control System (DCS) [8, p. 240].
For an easy accessibility of the OSIRIS slow control, there
will be a graphical user interface based on caqtdm.

iPMT slow control The iPMTs provide many slow control
data sources. Each iPMT provides about 100 slow monitor-
ing variables. These variables include data such as measure-
ments from I2C sensors (voltage, current, temperature etc.),
the status of the PS or status registers from VULCAN. These
status registers can not be logged in real time, but polling
them several times per minute might be useful for further
analysis, for example waveform reconstruction.
Ethernet switches The POE-Ethernet switches are the back-
bone of the OSIRIS detector. They are providing power to
each iPMT. For OSIRIS managed switches are used. They
provide a SNMP interface, which allows remote control of
the Ethernet as well as power. This functionality is mapped
to be available in EPICS.

Integration of calibration systems The slow control software
of both calibration systems, ACU and fiber system (see Sect.
3.5) is based on LabVIEW 2015. Both systems can be used
via independent GUIs. They are included in EPICS via the
LabVIEW shared variables engine, which provides remote
control.

3.5 Calibration systems

The calibration of the OSIRIS detector is performed based
on two subsystems. A fiber system coupled to a very fast
laser is used for timing and charge calibration of all PMTs
(Sect. 3.5.1). The light pulses are distributed from the laser
via optical fibers to insertion points placed at several locations
on the Steel Frame. This allows a precise relative timing and
single photo electron (s.p.e.) charge calibration of all PMTs.
Additionally, a source insertion system, placed at the top of
the detector, is used to lower a selection of weak radioactive
gamma sources as well as an LED directly into the LS volume
(Sect. 3.5.2). While the LED provides redundancy for the
timing and charge calibration, the gamma sources are used
to calibrate the energy and the position reconstruction.

3.5.1 Fiber system

The two main tasks of the Fiber Calibration System are a
precise calibration of the relative timing of iPMTs on a sub-
nanosecond level and the equalization of s.p.e. charges. Sev-
eral design requirements have been considered in the devel-
opment of the system:

– A picosecond laser has been chosen as a light source to
achieve the required time resolution. Both time and char-
ge calibrations require illumination of the PMTs in the
sub-Poissonian regime. Thus, the aimed-for light inten-
sity is μ = 0.01 p.e. per pulse. In addition, differences
in light running time have to be avoided using fibers of
well-defined length, with same-length fibers for groups
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of PMTs. Remaining inequalities should be negligible
compared to the TTS of the PMTs (Table 1).

– The duration of a daily calibration run should not exceed
10 min: starting from a TTS of 1.1 ns (1σ , cf. Table 1),
about 2 × 103 s.p.e. pulses are required to reach a rel-
ative timing alignment of 25 ps (1σ ) between channels.
Due to the low average light intensity, about 2 × 105

pulses per PMT are required. With a maximum trigger
rate of 10 kHz, this leads to a measurement time of 20 s
per diffuser and a total of 8 min for a complete run. The
corresponding accuracy expected for the PMT charge cal-
ibration is at the 7 × 10−3 p.e. level.

– All internal parts of the system need to comply with the
radiopurity limits as well as guarantee a reliable long-
term operation. A flexible hardware design (e.g. linearity
checks of the PMTs) is needed, too, to provide the oppor-
tunity to adjust to further requirements in a future physics
program of OSIRIS.

– The system must provide an interface for remote control,
i.e. it has to be integrated into the slow control/EPICS
system of OSIRIS.

Based on these requirements, the system features the follow-
ing components:

Light sourceThe picosecond Laser is a PiL042X from A.L.S.
GmbH. It generates pulses 80 ps in length with a wavelength
of 420 nm and a maximum repetition rate of 20 MHz. The
light intensity can be tuned and a standard FC/PC fiber cou-
pling is provided.

Light injection points The positions and number of light
injection points have been optimized based on the detec-
tor simulation. They guarantee a uniform illumination of all
PMTs with light intensities varying no more than a factor of
two between individual PMTs. To achieve this, a total of 24
injection points with diffusers will be installed on the Steel
Frame: eight inward-facing diffusers distributed at regular
intervals at the height of the AV equator, two times four ver-
tical diffusers below and above the AV to illuminate the PMTs
on the opposite side of the AV, and another eight distributed
in the Outer Detector (see Sect. 3.1.2)

Diffuser capsules At the light injection points, PTFE diffuser
bulbs have been attached to the ends of the individual fibers
to create a homogeneous light field. The ferule tip of the fiber
is placed in the center of the PTFE hemisphere, which results
in a homogeneous radiation field in the range of 70◦ from the
central axis of the hemisphere. The bulbs are encapsulated
in a stainless steel shell. The necessary sealing is realized
in two ways: firstly, the fiber is glued into the back of the
capsule using an epoxy (Masterbond EP30-4). Secondly, an

Fig. 9 Cross section of the diffuser capsules. Sections displayed in
light grey are made of PTFE, dark grey is 316L stainless steel

Fig. 10 Routing scheme of the light distribution system for the cali-
bration Laser

additional PTFE disc seals the top plate of the diffuser cap-
sule. A schematic drawing is presented in Fig. 9.

Light distribution system A cascade of optical switches and
50:50 fiber splitters will distribute the light from the sin-
gle laser source to the light injection points. As illustrated
in Fig. 10, the channels of the system are divided into two
groups, covering the top/bottom and ring/veto diffusers. Sin-
ce the Outer Detector and Inner Detector are optically sepa-
rated, such a split enables to illuminate veto and ring diffusors
simultaneously, leading to a reduction in the calibration time.

Laser and distribution system will be housed in a 19′′ rack
mount on the WT roof. The active elements can be con-
trolled via the slow control system using a standard RS232
interface. Additionally, a LabVIEW control software is avai-
lable, providing all system parameters as EPICS IOCs for
remote operation.
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3.5.2 Source insertion system

The Source Insertion System is mounted to the top of the
Calibration Flange on the roof of the OSIRIS Water Tank.
It is based on an Automated Calibration Unit (ACU), which
has been provided by the Daya Bay collaboration [4], and
then refurbished to suit OSIRIS’s needs. A 3′′ stainless steel
pipe provides a connection to the AV and permits to lower
sources directly into the LS volume. Here we describe the
main components.

ACU mechanics The ACU interior is shown in Fig. 11. A
turntable supports a revolver-like structure of three acrylic
winches that each hold a several meter-long string with a
source attached at the end. One of the winches carries an
LED used for timing and charge calibration of the PMTs.
The two others carry radioactive gamma sources to calibrate
the energy and the position reconstruction and to monitor the
light yield of the LS. All ACU components have been selected
for low radioactivity and are chemically compatible with the
LS (PMMA, PTFE and stainless steel). During operation,
the ACU is covered by a bell jar that will be flushed with
ultrapure nitrogen to prevent contamination of the LS with
oxygen or radon.

The bottom plate of the ACU provides a 1′′ port with
an attached gate valve that is connected to the pipe lead-
ing down to the AV. The sources are lowered by stepper
motors that unroll the strings on the winches. The motors are
equipped with gear boxes and a combination of load cells
and limit switches to ensure an accurate and safe position-
ing. The entry port is located at a radius of 1.2 m from the
central detector axis. This insertion axis has been chosen to
maximize the variation of the detector response at different
heights, as sampled by various sources. The detector simu-
lation predicts a 10% variation of light collection and thus
energy response over the fiducial volume. Acquiring a selec-
tion of varied calibration measurements along the axis allows
for maximal handles to tune the simulation, that will in turn
be used to extrapolate the spatial dependence of the energy
response to the entire LS volume.

LED sourceThe source contains a blue LED (435 nm) able to
emit fast low-intensity pulses for time and charge calibration
of the PMTs. To emit isotropic light, the LED is inserted
into a PTFE diffuser ball. Both are enclosed in an acrylic
capsule. The LED is connected to a fast pulser circuit based
on a design by Lubsandorzhiev and Vyatchin [9]. It allows
to pulse the LED with up to 3 kHz and an adjustable signal
intensity, creating pulses of a minimum duration of ∼7 ns
(FWHM).

When driven at low intensities, the LED will provide a
cross-check to the s.p.e.-based results of the fiber system
(Sect. 3.5.1). In addition, the tunable intensity offers the
chance to investigate the PMT response to higher p.e. occu-

Fig. 11 The automated calibration system (ACU) with the bell jar
removed. Three acrylic winches are mounted to a turntable, allowing to
lower sources down into the detector through a 1-in. hole in the bottom
plate

pancies. This is important since the average signal per PMT
expected for OSIRIS is ≥2 photo electrons. The LED light
intensity must be chosen with some care since the off-center
position of the sources in the LS volume means that nearby
PMTs may receive a factor of 10 higher intensity than the
farthest tubes. In the s.p.e. mode, the intensity will be cho-
sen to achieve an occupancy range from 5% to the closest
to 0.5% the most remote PMTs. According to preliminary
Monte-Carlo studies, 50–100 thousand LED pulses will be
sufficient to obtain an average relative timing uncertainty of
≤1 ns and a charge calibration uncertainty of (3–5)% for the
furthest PMT. Based on the high repetition rate, such a mea-
surement can be completed within a few minutes.

Multi-gamma source This is the primary source for the cal-
ibration of event energy and position reconstruction. The
PTFE capsule contains a combination of three radioactive
isotopes: 137Cs, 65Zn, and 60Co. With a combined activity of
several kBq, this source is used to probe the energy range
from 0.66 to 2.5 MeV. The corresponding visible energy
spectrum is shown in Fig. 12. The 137Cs produces a 0.66 MeV
gamma, the 65Zn a 1.12 MeV, and the 60Co produces two
coincident gammas with energies of 1.17 MeV and 1.33 MeV.
The lines cover the energy range crucial for the detection of
Bi–Po signals (Sect. 5.1.1).
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Fig. 12 Simulation of the visible energy spectra (in number of photo
electrons) of the gamma sources placed off-axis at a radius of 1.2 and
1.2 m over the detector center. The dashed line represents the signal
of the 40K capsule, the solid line of the multi-gamma source. The
absorption peaks of the individual isotopes are clearly discernible.
The observed spectrum can be understood as a combination of events
with full absorption in the LS (green), with energy loss in the capsule
(orange) and with energy loss from spill-out from the AV volume (blue)

Potassium source The capsule contains natural potassium
resulting in ≤1 Bq of 40K gamma emission (40K abundance:
0.0117%). The activity is sufficiently low to keep it inside
the LS volume during normal operations. This allows for a
continuous monitoring of the LS light yield via the 40K peak
position. Shifts may indicate a change in LS composition and
would be reported to the JUNO filling team.

CCD system An infrared camera system will be installed on
the Steel Frame to support the source calibration system.
Two inward-facing cameras equipped with LED lights will
monitor and cross-check the position of the capsules inside
the detector, checking especially for horizontal deviations
from the calibration axis. The design accuracy is ∼ 3 cm.

3.6 Muon Veto

In order to identify muons and veto signals from associated
secondary particles in the liquid scintillator, the water shield
volume is utilized as an active Cherenkov veto. It is instru-
mented with 12 20′′-PMTs to detect Cherenkov photons from
muons in the water volume. PMTs, electronics and mechan-
ical mounting are identical to those of the inner array. The
magnetic shielding is realized by less radiopure glass fibers
instead of carbon fibers.

PMT arrangement As displayed in Fig. 14, eight PMTs will
be placed on the bottom of the steel tank facing upward
and four PMTs will be installed horizontally on top of the
Steel Frame to cover the entire water volume. The positions
have been optimized using the OSIRIS simulation framework
(Sect. 4), maximizing the detection efficiency for muons that

pass only the water volume. All muons crossing as well the
LS volume inevitably feature a sufficient track length for effi-
cient detection (> 99%) and can be clearly identified by their
high scintillation signal.

Reflectors To increase the number of detected Cherenkov
photons in the veto system, the side walls and the floor of the
veto volume will be covered with white Tyvek foil which is
attached to the steel tank liner. As the increased reflectivity
would have a negative impact on the time resolution of the ID,
the inner and outer PMT systems are optically separated by
bicolored PET sheets fixed to the PMT holding frame. While
white on the outside, the inner sides of the sheets are black to
avoid reflections interfering with the time response of the ID.
This separation is not completely hermetic but simulations
show that a coverage as indicated in Fig. 3 is sufficient to
prevent cross-talk on a level that would diminish the detector
performance.
Muon trigger Based on simulations, three different trigger
schemes have been elaborated.1 For each, a set of trigger
conditions has been optimized to minimize false triggers
induced by coincident PMT dark counts while maximizing
the muon detection efficiency. The trigger schemes differ in
their requirements for multiplicity of hit PMTs and the mini-
mum number of detected photons within the trigger window.
In the most sophisticated scheme, also the relative positions
of the hit PMTs are considered to exploit the locally restricted
photon emission along the muon track.
Expected performance In order to determine the required
muon veto performance, an extensive set of cosmic muon
events and their secondaries was simulated. Neutrons and
radioisotopes from muon spallation in the LS can pose a cor-
related background to Bi–Po coincidence searches. Applying
the corresponding selection cuts (Sect. 5.1.1), the expected
rate of 214Bi–Po-like background events is 0.1 per day in the
LS volume.

In the presented veto setup, the muon detection effici-ency
is expected to be 90–97%, depending on the chosen trigger
model. The resulting background rate is equivalent to a ura-
nium contamination of the LS on the level of 10−18 g/g, per-
mitting the screening of LS samples to similar contamination
levels. The performance of the muon veto has been shown to
be robust under PMT failure. The veto system can handle a
loss of up to 4 PMTs (depending on the exact location of the
tubes) without a significant loss in detection efficiency.

3.7 Online DAQ

The structure of the OSIRIS DAQ is adjusted to the photo-
detection system based on the novel iPMTs. Since the sen-
sors are self-triggering, every time a single iPMT meets the

1 The finally utilized trigger condition, depends on the DAQ properties.
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internal trigger condition a data packet will be sent out over
the network. That allows, in principle, running OSIRIS in
a trigger-less mode. On the other hand, the data flow is
heavily dominated by the dark counts in which the time-
correlated PMT hits of physics events have to be identified
and extracted. This task is performed by the online trigger that
is part of the functionality of a software called EventBuilder.
Furthermore, it is central to the functionality of OSIRIS that
changes in the event rates and especially Bi–Po coincidence
signals are monitored in real time. Therefore, event recon-
struction and basic analyses have to be performed online. To
do that, the triggered events are sent over the network to a sub-
sequent analysis framework that takes care of online analysis
and monitoring. The schematic overview of the components
are shown in Fig. 13.
EventBuilder layout In general, the trigger decision in the
EventBuilder relies on three crucial stages: (1) an inter-
face between the iPMT System and EventBuilder takes care
to read in all data packets sent over the network, (2) the
data packets are time sorted according to their time stamps
(including preliminary corrections related to cable lengths
and calibrations) and (3) coincidences in the data flow are
identified based on the data-packet time stamps. When the
trigger condition is met all the corresponding data packets are
bunched together to form a raw event. The hit data is written
to disk and forwarded to the online analysis framework. All
the relevant tasks (reading in, time sorting, trigger finding,
etc.) are implemented as parallel threads in the EventBuilder
software. For this, the data packets are intermediately stored
and transferred forward via data containers accessible by the
relevant threads. The containers are implemented as single-
producer-single-consumer-lock-free queues to guarantee a
maximum reading and writing speed. The most CPU-inten-
sive task is the time sorting of the incoming data packets. To
reach sufficient performance, several sorting nodes have been
arranged into a sorting layer that distributes the incoming
data packets for parallel sorting and later on merges the sep-
arate threads into a single (subsystem dependent) data flow
for the trigger search. Sorting itself is implemented using a
binary-search-tree approach.
Trigger building The trigger building thread accesses the
time-sorted data flow and performs a search of coincident
PMT hits meeting the trigger conditions. Different trigger
modes have been implemented, including a standard physics
mode, a calibration mode and several modes to debug and
inspect the performance of each software layers of Event-
Builder. The standard physics trigger is based on the coin-
cidence of five PMT time stamps within a time window of
70 ns. All data packets within a pre-trigger window of 200
ns before and 800 ns after the trigger are selected to form
the raw event. After an event is constructed, it is written to
disk and forwarded to the online analysis framework. It has to
emphasized that trigger-building in software allows a flexible

tuning of the trigger conditions and logic implementations at
later stages of the OSIRIS physics programme.
Performance evaluation The performance of the EventBuil-
der software and the considered hardware has been evaluated
by simulating the data acquisition chain. Two PCs were con-
nected together via 10 Gbit/s network cards. The generator
PC representing the iPMT system produced data packets and
sent out a data flow to the second EventBuilder PC running
the DAQ software. The throughput of the DAQ chain was
tested by running the setup with 76 fake data generators with
dark count rates taken from the PMT data sheets of the man-
ufacturer. The test results demonstrate that the EventBuilder
can process data rates that are more than a factor of 2 higher
than those expected from PMT dark counts. The hardware
required is an 8-core CPU (Intel i9 9900KF) with 128 GB
memory and a 1-TB SSD storage configured to run in RAID-
1 (mirroring) to ensure data safety.
Online/offline analysis and GUI The online analysis and
monitoring framework of OSIRIS is based on the Root-
Sorter online/offline analysis toolkit developed for accelera-
tor experiments (ANKE and others) at COSY [10]. The core
part of the RootSorter package provides a comprehensive list
of functionalities typically needed, such as the communica-
tion method (TCP/IP), templates for data handlers, interfaces
to different kind of parameter objects (geometries, calibra-
tion tables, run tables etc.) and an online monitoring client.
It provides also a modular environment to run different kinds
of analyses on the incoming data. The RootSorter package
is linked against ROOT to access a vast collection of pow-
erful data analysis methods and tools. A basic user applica-
tion for OSIRIS has been constructed by implementing the
required data structures and data handlers to receive the data
sent from the EventBuilder. Based on this, a GUI for simple
online monitoring has been set up. The analysis and mon-
itoring framework is under constant development and full
online event reconstruction, search for coincidence signals
(e.g. Bi–Po) etc. are still to be implemented for the OSIRIS
commissioning.

4 Detector simulation

The OSIRIS simulation framework has been devised to study
the detector response to the different signal and background
sources and thus optimize the design of the experimental
setup. It utilizes the particle simulation package GEANT4
[11] (Version 10.2.3) and is linked against ROOT [12] and
CLHEP [13] to allow efficient data structuring and output for-
matting as well as conversions and calculations in the physics
context. This section summarizes the design of the simula-
tion framework, discusses the expected performance of the
OSIRIS detector and introduces the main background con-
tributions for the sensitivity studies presented in Sect. 5. A
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Fig. 13 Schematic overview of the components and data processing in OSIRIS DAQ software

more detailed description of the basic structure and features
of the OSIRIS simulation framework is reported in Ref. [14].

4.1 Simulation framework

Geometry implementation The core geometry and key ele-
ments of the OSIRIS detector are implemented as illustrated
in Fig. 14. The basic geometry is implemented as concentric
cylindrical volumes representing the LS, acrylic vessel, water
shielding, steel tank and surrounding rock. The individual
detector components are constructed inside these basic vol-
umes. Piping for the LS, calibration sources, thermorod and
LS diffusers as well as the lower acrylic footing are directly
attached to the AV volume. The steel frame holding the PMTs
and the optical separation are inserted into the water vol-
ume. The implementation of the PMT model follows the
realistic design of the Hamamatsu (R15343) 20′′ PMT. The
magnetic shielding is included to model its optical shading
and reflectivity (Sect. 3.4). The photocathodes are defined as
dedicated sensitive volumes. The photon detection efficiency
of the PMTs takes into account the wavelength-dependent
quantum efficiency (∼ 28%) and assumes 95% collection
efficiency.
Physics list The physics list defining particles and physics
processes is set up modularly and is based largely on the
standard GEANT4 libraries. To model the scintillation and
propagation of light signals, most of the standard interac-
tion classes for optical photons are adopted, including the
Cherenkov light creation model, photon scattering (Rayleigh
and Mie) and boundary processes. Scintillation, attenuation,
refractive index and reflections on surfaces and boundaries
of material are implemented for all detector components. To
address the characteristics of the JUNO scintillator precisely,
the optical model was extended by custom definitions that

Steel tank

Top veto PMTs

PMT steel frame

Optical separation

Bottom veto PMTs

White liner surface

Fig. 14 Rendered depiction of the geometry implemented in simula-
tion

address the scintillation process and the re-emission of pho-
tons with the required precision and are described in Sect. 4.2.

For modeling the interactions of particles, the definition
of the detector materials includes physical properties as the
density and molecular composition. The external physics list
QGSP_BERT_HP is initialized to simulate the production
of cosmogenic isotopes by muon spallation. This list is also
used in the JUNO simulation, and it will provide a basis for
comparison to measurements made by other experiments,
such as Borexino [15] and KamLAND [16].
Generators To address the needs of different physics simu-
lation studies, several primary particle generators have been
implemented. In addition to the standard General Particle
Source provided by GEANT4, a custom HEP mode allows
the use of event parameters from external generators. In order
to study the external gamma background in the LS volume, a
biasing mode has been implemented. The technique helps to
partially overcome the need to generate zillions of gamma-
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Table 2 General parameters of the LAB (PPO, Bis-MSB) scintillator
used in the simulation. The initial emission spectrum used corresponds
to Bis-MSB. For the wavelength-dependent properties, the value at 430
nm is quoted [14]

Description Parameter Value

Mass density ρm 0.86 g/cm3

Light yield L 11522 MeV−1

Refractive index n 1.495

Rayleigh scattering length lr 30 m

Absorption length labs 85 m

Re-emission probability prem 0.30

Re-emission time constant τrem 1.5 ns

rays in the surrounding rock in order to compensate for the
loss in statistics due to the large attenuation factor imposed
by absorption in the water shield. Checking the progress of
the gammas through an onion-like shell structure, the algo-
rithm discontinues the tracking of gammas that are unlikely
to deposit energy in the target volume and instead increases
the weight assigned to inward-pointing tracks by creating
identical copies. By correcting the final result for the modi-
fied weights, a realistic energy spectrum can be obtained with
a reasonable simulation effort. The validity of the approach
and the specific tuning chosen for OSIRIS have been verified
against a standard simulation [14].

In order to enable the simulation of a realistic muon flux,
a dedicated event generator was established which is based
on the onsite flux properties. The expected muon flux has
been calculated to be 3.7 mHz/m2 with a mean muon energy
of 209 GeV. This translates to an expected muon rate in the
OSIRIS detector of 0.39 Hz and 0.04 Hz in the LS volume.

4.2 Custom modules implemented for OSIRIS

Improved scintillation model The original scintillation mo-
del of GEANT4 describes the time profile of photon emis-
sion by a two-component model. It also lacks a descrip-
tion of particle-dependent quenching. To increase the pre-
cision of the simulation for OSIRIS in both respects, we
have introduced a custom-made scintillation model including
three decay components for the scintillation time profile and
quenching, both depending on the particle type. The general
parameters describing the scintillator properties are listed in
Table 2, while the weights and time constants describing the
respective emission profiles as well as Birk’s constants for
different particle types are listed in Table 3 [17].

In the microscopic modeling applied, the number of emit-
ted photons for each simulation step of a charged particle
is sampled from a Poisson/Normal distribution around the
mean value obtained from energy deposition and light yield
L . Photons are positioned randomly along the particle track.

The emission time is sampled from the particle-dependent
time profile. Emission is isotropic with random linear polar-
ization and the energy of photon sampled from the user-
defined scintillation spectrum. If quenching is activated, the
energy deposition and corresponding number of emitted pho-
tons is adjusted according to Birk’s law.
Re-emission While the propagation of scintillation photons
in the LS is well covered by the GEANT4 standard libraries,
the absorption of photons by LS molecules with subsequent
wavelength-shifted re-emission is not implemented. Thus, a
custom class has been implemented that is called in case a
photon is absorbed in the LS. The probability for re-emission
is calculated as a function of wavelength. A re-emitted pho-
ton is created similarly to the custom scintillation process,
with an adjusted energy spectrum and short re-emission time
profile with τre = 1.5 ns.
9Li and 8He decays The Bi–Po coincidence signals used to
determine the U/Th contamination (Sect. 5) can potentially
be mimicked by the βn-decays of the cosmogenic radioiso-
topes 9Li and 8He. In GEANT4.10.2.3, this decay is not
implemented correctly as the excited states of 9Be and 8Li in
all cases decay directly to the ground state by the emission
of a gamma. The additional intermediate states required for
a realistic simulation have been implemented in the utilized
GEANT4 installation according to Ref. [18].

4.3 Expected performance

While detailed reconstruction algorithms are still under
development, the studies presented here are using an effec-
tive description of the expected energy and spatial resolution
based on the experience and simulation studies performed
for comparable scintillation detectors (e.g. Ref. [19]).
The photo electron (p.e.) yield Ype expected for scintillation
events has been determined by a simulation of 105 electrons
with an energy of E = 1 MeV inserted at the detector center.
For the moment, the average result of Ype = 283 p.e./MeV
is applied independent of event position.

Based on this, the reconstructed event energy is deter-
mined to first order by the effect of variations in p.e. statistics.
An effective description of the baseline energy resolution is
obtained by applying Gaussian smearing to the true event
energy E with a standard deviation

σE =
√
YpeE

YpeE
· E =

√
E

Ype
≈ 6% · √

E/MeV (1)

The true position of a scintillation event is taken as the
energy-weighted barycenter of all corresponding energy
depositions inside the LS volume:

rbar =
∑

i εiri∑
i εi

(2)

123



Eur. Phys. J. C           (2021) 81:973 Page 19 of 33   973 

Table 3 Scintillator specific light emission properties depending on the particle type [17]

Particles Decay component 1 Decay component 2 Decay component 3 Birk’s constant

w1 τ1(ns) w2 τ2(ns) w3 τ3(ns) (g/cm2MeV)

γ , e−, e+ 0.799 4.93 0.171 20.6 0.03 190.0 1.306 · 10−2

n, p 0.65 4.93 0.231 34.0 0.119 220.0 8.428 · 10−3

α 0.65 4.93 0.228 35.0 0.122 220.0 6.106 · 10−3

with the deposited energy εi at position ri . Again, the recon-
structed vertex position is obtained by an effective descrip-
tion of the corresponding uncertainty. The true vertex posi-
tion rbar is smeared coordinate-wise in x , y and z by sampling
from a Gaussian distribution with an energy-dependent stan-
dard deviation of

σ = σ0√
E

≈ 14 cm√
E/MeV

(3)

with the true event energy E . The value of σ0 = 14 cm is
scaled from the spatial resolution achieved in the Borexino
experiments [19] taking into account the difference in Ype

between the detectors. The corresponding three-dimensional
position uncertainty is ∼ 24 cm.
A preliminaryphysics trigger threshold Ethr has been deter-
mined based on a simulation of the signals from low-energy
14C decays that will dominate the low-energy end of the
OSIRIS event spectrum and the expected PMT dark noise
levels. For this, a total of 2.5 · 106 14C events has been simu-
lated with a uniform distribution in the LS volume. In the cur-
rent implementation, the physics trigger of the EventBuilder
considers the PMT hit multiplicity within a given time win-
dow (Sect. 3.7). So-called “dark triggers” may occur based
on accidental coincidences of uncorrelated dark counts from
several PMTs within the time window. The study shows that
an acceptable dark trigger rate (<1 Hz) can be achieved in
case the trigger condition is set to 5 PMT hits within 70 ns.
This corresponds to a trigger efficiency of 90% at a nominal
trigger threshold of Ethr ≈ 36 keV.

4.4 Background levels

The simulation framework has been used to predict the back-
ground levels from natural and cosmogenic radioactivity that
will impact the OSIRIS physics analyses. For the primary
objective, i.e. the determination of the U/Th background lev-
els by detecting Bi–Po coincidence events, accidental coinci-
dences from single-event background events play an impor-
tant role. Simulations have helped to determine the required
size of the water buffer surrounding the LS volume, the dis-
tance of the inner PMT array from the AV and to set radiopu-
rity limits for all internal components of the OSIRIS detector
(Sect. 4.4.1). Moreover, selection cuts for Bi–Po coincidence

events have been devised and optimized based on simulated
Bi–Po signal and background spectra (Sect. 5.1.1). Finally,
the time-correlated occurrence of cosmic muons and their
secondary spallation products has been investigated to derive
the corresponding correlated event rates and set minimum
requirements for the muon veto efficiency (Sects. 3.6, 4.4.2).

4.4.1 Natural radioactivity

Most radioactive decays produce single events inside the
detectors and will only emerge as a background to the Bi–
Po coincidence search in case their level is sufficiently high
to create a large rate of accidental coincidences. Due to the
stringent radiopurity requirements set for the JUNO LS (see
Sect. 5), radioactive decays inside the LS volume of OSIRIS
will be relatively rare compared to the external background
level [1].
External background We find that gamma rays emitted in
the decays of natural radioactivity in the outer detector mate-
rials and surrounding rock are dominating the single-event
spectrum. The main isotopes to consider are 40K and those
of 238U and 232Th decay chains. A corresponding study has
been performed based on the biasing algorithm described in
Sect. 4.1. The resulting event rates and associated energy
spectra of the main contributors are shown in Table. 4 and
Fig. 15. Despite 3 m of water shielding, the dominant back-
ground source are isotopes of the 232Th chain (especially
208Tl) in the surrounding rock, followed by the contribution
of decays in the PMT glass.

Radon in the water shield The possible impact of radon dis-
solved in the water surrounding the AV has been investigated.
Given the low radon content (≤ 1 mBq/m3) of the JUNO
high-purity water that is used as a supply for the WT, the main
contribution of radon inside the water shield is expected from
the emanation of detector materials. To study the impact, we
conservatively assume full intermixing and thus a uniform
distribution of radon in the water volume. For selected mate-
rials like the Hamamatsu PMTs and the anti-corrosive paint
of the water tank, radon emanation rates have been measured
in dedicated setups at CENBG-Bordeaux and Shanghai JTU
[20]. For some components, we use conservative upper esti-
mates on the emanation based on the U/Th content measured
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Table 4 The main contributors to the single-event background in OSIRIS. The external background from γ -emission in the surrounding rock and
from PMT glass are dominating compared to a potential radon contamination of the water shield (based on [14])

Component Isotope Contamination (Bq/kg) Rate in LS(s−1)

Rock 40K 220 1.3 × 10−2

232Th 123 3.5
238U 142 2.8 × 10−1

PMT glass 40K 1.89 2.0 × 10−2

232Th 1.72 9.0 × 10−1

238U 4.77 6.1 × 10−1

Water shield 220Rn 1.4 × 10−6 1.8 × 10−2

222Rn 4.0 × 10−5 2.5 × 10−1

by Ge spectroscopy and assuming full emanation of the pro-
duced radon isotopes to obtain a conservative upper limit.

Based on these inputs, we have been able to derive upper
limits on the eventual radon concentrations in the water that
amount to ∼ 40 mBq/m3 for 222Rn and ∼ 1.4 mBq/m3 for
220Rn in water. These rates are dominated by an upper esti-
mate for the radon emanation of the PMT cables and radon
from the surrounding air diffusing through the HDPE liner
of the Water Tank into the inner volume. Measurements at
CENBG have demonstrated that the liner acts as an efficient
barrier to radon: the 2 mm thick liner foreseen for OSIRIS
reduces the 222Rn activity inside the tank to 0.6% of the out-
side value, while 220Rn is fully blocked because of its shorter
half-life.

Based on the above radon concentrations and assuming
full intermixing inside the water volume, all daughter iso-
topes in the U/Th decay chains have been simulated and the
emitted γ -rays propagated into the LS volume. The resulting
spectra are shown in Fig. 15 along with the other external
backgrounds. At the expected emanation levels, the radon
contribution is subdominant.

4.4.2 Cosmogenic background

The expected background contribution induced by cosmic
muons was determined based on a simulation sample of 108

muons crossing the OSIRIS detector volume (including the
QGSP_BERT_HP physics list, Sect. 4.1). In the generation
of the muons, the angular and energy distributions expected
for the underground Scintillator Hall were taken into account.
With regards to the Bi–Po coincidence search, the relevant
events are generated by secondary particles from muon spal-
lations, especially neutrons and the βn-emitting radioiso-
topes 8He and 9Li. Since their generation and capture/decay
are correlated in time, their chance to mimic a fast Bi–Po-

Fig. 15 Energy spectrum of the total background rate expected in the
full LS volume including Radon contamination of the water shield.
Only the contributions that define the shape are overlayed to show their
influence in the different energy regions (based on [14])

coincidence is considerably enhanced compared to single-
event background.

Two-neutron events The largest contribution emerges from
the accidental coincidences of neutrons produced by the same
primary cosmic muon. About 1% of the simulated muons pro-
duced at least one neutron to be captured on hydrogen in the
LS volume, releasing a 2.2 MeV gamma-ray after a typical
capture time of τn ∼ 250µs. In order to mimic a Bi–Po coin-
cidence, the gamma event of the second neutron capture must
be only partially contained within the LS volume in order to
fall into the energy range selected for Po decays (Sect. 5.1.1).
The expected rate after the application of the Bi–Po selection
cuts is (0.125 ± 0.008)d−1 in the LS volume.

βn-emitters The prompt β-decay of 8He and 9Li, followed
by the emission of a neutron from 8Li and 9Be that is sub-
sequently captured on hydrogen can potentially mimic the
fast coincidence signature. However, also in this case the n-
capture gamma must only partially deposit its energy in the
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LS volume to pass the energy cut for the delayed α-decay.
Hence, the expected event rate after Bi–Po selection cuts is
only ∼ (7.4 ± 0.6) · 10−7d−1.

Rock neutrons The two-neutron event rate can be further
reduced by the application of a veto for which the muon
and all subsequent events in the following milliseconds are
excluded from analysis. However, neutrons may be generated
as well from muons passing through the surrounding rock, in
which case the parent muon cannot be detected. We analyzed
the corresponding neutron rate by increasing the simulation
volume to a cube of ∼ 10 m to permit neutron production
in the cavern rock. The expected rate of fast neutrons, arriv-
ing at the LS volume is 4.7 per day, resulting in ∼4 captures
per day. The contribution of fast neutrons to the coincident
background, in combination with other neutrons or gamma
photons, is negligible [21].

5 Sensitivity

Trace contaminations of radioactive isotopes in the LS rep-
resent a major background for the JUNO neutrino program.
While the JUNO LS system has been devised to purify the
LS to an acceptable radioactivity level, it is the main pur-
pose of the OSIRIS detector to verify the required quality is
achieved. The corresponding requirement levels are lined out
in Table 5. Reference [1] describes the upper limits that have
been set for the acceptable activity of isotopes in the natu-
ral uranium and thorium chains as well as individual limits
for 85Kr, 210Po, 40K and 14C. For comparison, we give the
radiopurity levels that have been achieved in the KamLAND
and Borexino experiments [22,23].

The contamination limits defer for the reactor antineutrino
(IBD) and solar neutrino programs because of the different
detection reactions. Inverse beta decays can be mimicked by
nuclear (α, n) reactions on natural 13C in the scintillator, the
α’s originating mostly from the decay of polonium isotopes
in the U/Th decay chains. Note that the secular equilibrium
of both decay chains is usually broken due to the chemistry of
lead and polonium in LS, requiring a separate measurement
of the 210Po rate (e.g. [24]). On the other hand, solar neutrino
detection will be most affected by β-decaying isotopes (pri-
marily 14C, 85Kr, 210Bi) that form a background to elastic
neutrino scattering events. Moreover, the relatively high rate
of 14C events (∼1 Bq per ton of LS at 10−17 level) can lead to
signal pile-up of the low-energy β-decays with other events.
The upper limit has been set to avoid a detrimental effect on
the energy scale [1].

The OSIRIS design has been optimized for sensitivity for
the U/Th decay rates via the tagging of fast Bi–Po coinci-
dence decays towards the lower end of the U/Th decay chains.
Corresponding sensitivities in different operation modes of

OSIRIS are discussed in Sect. 5.1. A similar search for decay
coincidences is described in Sect. 5.2 and can be used to
constrain the 85Kr background to about a factor 10 above
the JUNO requirement. Moreover, OSIRIS will be able to
monitor the levels of 14C and 210Po since they provide dis-
tinctive spectral features that can be identified over the exter-
nal gamma-ray background (Sect. 5.3). By comparison, the
sensitivity to other radioisotopes without a clear spectral sig-
nature (e.g. 210Bi, 40K, 39Ar) will be substantially lower.
OSIRIS will thus not be able to constrain them at a meaning-
ful level for JUNO.

Note that the IBD rate in OSIRIS is expected to be small,
∼ 0.06 events per day without any cuts, and is not considered,
neither as a signal for extraction of any meaningful physics
results nor a background, for the following studies.

5.1 Uranium and thorium chains

In a LS detector, the most sensitive direct method to deter-
mine the abundances of 238U and 232Th in the LS is the
tagging of the fast coincidences of 214Bi–Po and 212Bi–Po,
respectively. Governed by the short lifetimes of the polonium
isotopes (∼µs), the double-event signature offers a potent
possibility to reject single-event backgrounds. Assuming sec-
ular equilibrium, the measured Bi–Po rates can be directly
translated to a mass abundance of U/Th. The corresponding
relations are summarized in Table 6.

In this section, we firstly discuss the event selection to
isolate true Bi–Po coincidences from accidental backgrounds
(Sect. 5.1.1). We then regard the most simple case in which
the assumption of secular equilibrium within the U/Th chains
is true and OSIRIS can reach its best sensitivity (Sect. 5.1.2).
However, it is clear that the Bi–Po search in OSIRIS will
be beset by a background created by radon emanation in the
JUNO LS system. The corresponding sensitivities in batch-
mode and continuous-mode operations are discussed in the
last Sects. 5.1.3 and 5.1.4.

5.1.1 Bi–Po selection cuts

The selection of Bi–Po coincidence events relies on a
sequence of four consecutive cuts:

– Fiducial Volume (FV) While the external gamma-ray
background is substantially reduced by the water shield-
ing, the rate of external events close to the verge of the
AV is enhanced compared to the bulk volume of the LS.
Moreover, we expect a contribution from residual con-
taminations on the AV surface. Therefore, spatial recon-
struction is used to define a cylindrical FV cut of 2.8 m
in height and diameter for the prompt event.

– Energy selection The β-spectra of bismuth feature a
rather broad energy spectrum, while the α-decays of
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Table 5 Baseline radiopurity requirements set for JUNO in comparison to the experimental values achieved in KamLAND and Borexino [22,23,25].
Note that the limit on 85Kr is quoted in maximum activity per LS mass (per day and kiloton)

Chain/isotope JUNO IBD JUNO solar KamLAND Borexino

238U 1 × 10−15 g/g 1 × 10−16 g/g (5.0 ± 0.2) × 10−18 g/g < 1 × 10−18 g/g
232Th 1 × 10−15 g/g 1 × 10−16 g/g (1.3 ± 0.1) × 10−17 g/g < 1 × 10−18 g/g
210Po − 5 × 10−24 g/g ∼ 2 × 10−23 g/g < 1 × 10−25 g/g
40K 1 × 10−16 g/g 1 × 10−17 g/g (7.3 ± 1.2) × 10−17 g/g < 1 × 10−19 g/g
14C 1 × 10−17 g/g 1 × 10−17 g/g (3.98 ± 0.94) × 10−18 g/g (2.7 ± 0.1) × 10−18 g/g
85Kr − 500 (d·kt)−1 858 ± 59 (d·kt)−1 68 ± 18 (d·kt)−1

Table 6 Basic parameters of Bi–Po coincidence decays and their link to U/Th concentrations

Decay chain Mass limit (IBDs) β–α-coincidence Activity limit (Bq/kg) Po lifetime (µs)

238U 10−15 g/g 214Bi–214Po 1.2 × 10−8 237
232Th 10−15 g/g 212Bi–212Po 0.4 × 10−8 0.5

polonium are mono-energetic of a given isotope. As pre-
sented in Fig. 16, the visible signal is shifted to the range
of 0.5–1 MeV due to quenching. In the following, the term
“Bi-candidate” describes all events which are inside of
the Bi selection cut, and likewise for Po events.

– Timing cut The third and most powerful cut to reject
accidental coincidences is the time-delay cut. Given the
very short lifetimes of 431 ns and 237 µs for 212Po and
214Po, respectively, most single-event backgrounds can
be rejected by requiring a short time delay Δt for the
detection of the subsequent Po-candidate. We conserva-
tively assume that a minimum Δt of 200 ns is required
to distinguish prompt and delayed event [14]. The upper
bound is adjusted to optimize sensitivity.

– Distance Cut Given the low recoil energies and short
Δt , both Bi and Po decays will occur at virtually iden-
tical positions, smeared out by position reconstruction.
Accidental coincidences, conversely, can be expected to
be more or less randomly distributed over the entire FV.
Imposing a maximum value for the distance Δr between
Po and Bi candidates efficiently rejects accidental back-
grounds while keeping most of the signal.

The corresponding parameter ranges and efficiencies of the
selection cuts are listed in Table 7. Assuming a contamination
level of 10−15 g/g for uranium (thorium) and applying the
event selection cuts, we expect to identify ṅBi−Po = 11 (4)
coincidence events per day for 214Bi–Po (212Bi–Po), while
the corresponding residual background is ṅacc = 1.14 (0.04)
accidental coincidences per day.

Fig. 16 Bi–Po coincidences are found based on a sequence of selec-
tion cuts. Here, we display the energy selection cuts for prompt and
delayed events as well as the underlying signal and background spectra
for 214Bi–Po

5.1.2 Basic statistical analysis

The sensitivity of OSIRIS to a radon contamination in the LS
is defined as the signal rate of Bi–Po decays for which the
selected coincidence rate ṅBiPo exceeds the level of back-
ground fluctuation from accidental coincidences ṅacc on a
90% confidence level (CL). This sensitivity depends on the
absolute number of detected events

n(T ) = (ṅBiPo + ṅacc) · T (4)

and thus on the measuring time T [14]. For short T =
O(1day), the expected low values of n(T ) forbid the use
of Gaussian approximations and necessitate a more careful
calculation of the corresponding upper limits on ṅBiPo. There-
fore, we adopt the strategy for sensitivity determination of
a counting experiment as described in Ref. [26]. The corre-
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Table 7 Efficiencies of the different data selection cuts (see text). The
fiducial volume is defined as a cylinder of 2.8 m height and diameter,
EBi,Po are the energy windows selected for prompt and delayed decays,

Δt and Δr are time and distance cuts. For the latter, the numbers in
brackets represent the rejection efficiency for accidental coincidences

Cut 212Bi–Po 214Bi–Po

Range Efficiencies (%) Values Efficiencies (%)

FV < 140 cm – < 140 cm –

EBi 0.14–2.5 MeV 98 1.4–3.5 MeV 83

EPo 0.9–1.5 MeV 100 0.7–1.1 MeV 99

Δt 0.2–2 µs 62 0.2–711 µs 95

Δr < 72.5 cm 98 (94) < 45 cm 88 (98)

Total 60 69

Fig. 17 Sensitivity of OSIRIS as a function of the measurement time
for the 212Bi–Po (blue) and 214Bi–Po (orange) coincidence searches.
The fluctuations in the curves reflect the innate uncertainty of the Monte-
Carlo method (see text). Within a few hours, OSIRIS can verify the
JUNO IBD requirement. In order to confirm the contamination level
of the JUNO solar requirement, a measurement longer than 1 day is
needed

sponding sensitivity curves for a 90% confidence level are
shown in Fig. 17.
In the most basic scenario, we assume that the U/Th decay
chains are in secular equilibrium. This means that the limit
on the Bi–Po rate ṅBiPo can be directly interpreted as a limit
on the corresponding U/Th decay rate ṅU/Th that can be con-
verted to a mass limit as illustrated in Table 6. Based on
this, IBD-level radiopurity (i.e. 10−15 g/g of U/Th) can be
tested within several hours. Instead, a few days are needed
to approach the solar level of 10−16 g/g. The U sensitivity is
slightly better for short times T because of the higher selec-
tion efficiency. However, the Th analysis remains for a longer
time in the background-free regime. Thus, the sensitivity sur-
passes that of U for T > 1 day.
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Fig. 18 Sensitivity to U/Th in the presence of an initial radon contam-
ination Rn(0). An upper limit on the constant U/Th-supported term is
derived from a time fit to the observed Bi–Po-rate, taking the known
decay profiles of 222Rn/220Rn into account

5.1.3 Batch-mode operation

In the basic analysis, we have neglected the presence of cor-
related backgrounds, most noteworthy a radon contamina-
tion in the LS that is not in secular equilibrium with the
U/Th decay chain. The relevant radon isotopes, i.e. 222Rn for
238U and 220Rn for 232Th, are relatively short lived. So, they
do not pose a threat to the JUNO physics program. How-
ever, their short-term decays represents an additional source
of Bi–Po coincidences for OSIRIS that is superimposed to
U/Th-supported Bi–Po rate. Correct treatment of this off-
equilibrium component is crucial to obtain a reliable U/Th
contamination estimate.

Radon will emanate from the surfaces of all pipes and
vessels coming into contact with LS on its way through the
JUNO filling system. Moreover, gas leakage at valves and
connections will add a low amount of radon from the ambient
air. From estimates based on the system surfaces, emanation
and leakage rates, the radon contamination expected during
JUNO filling is on the order of 7–45 decays per day and
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ton, corresponding to an initial rate of ṅRn(0) = 130 − 830
counts per day in the OSIRIS LS volume. This is 1–2 orders
of magnitude larger than the aimed for U/Th induced decay
rates, thus severely affecting short-term sensitivity.

A possibility to overcome this problem for a given LS
sample is an extended measurement campaign with T ≥ τi
that provides for a visible decay of the radon component. The
relevant decay times are τ222 = 5.5 days of 222Rn in the case
of the U chain and τ220 = 15 h of 212Pb for the Th chain. We
assume that at the start of such a batch-mode measurement,
the total LS within the AV volume is replaced with a fresh
batch of LS on a relatively short time scale of less than 1 day.
This batch of LS is then kept inside the AV for a period T
of several days or weeks. The Bi–Po rate induced by radon,
ṅRn(t) = ṅRn(0) exp(−t/τi ), will decay over time, while the
U/Th-fed rate ṅU,Th will remain constant.

In principle, the sensitivity will slowly improve with T
when applying a simple counting analysis as described in
Sect. 5.1.2 based on the improving ratio of nU,Th(T ) to
nRn(T ). Here, however, we apply a different approach that
exploits the known time behavior of the radon background.
This can be achieved by a time-dependent fit to the observed
coincidence rate

ṅBiPo(t) = ṅU/Th + ṅRn(0) · exp

(
− t

τ220/2

)
. (5)

To determine the median sensitivity, we assume an Asimov
data set with an initial Rn rate ṅRn(0) of 100 (300) counts
per day and both a constant U/Th-supported rate ṅU,Th ∼
0 and an accidental background rate set to the expectation
value ṅacc. ṅU/Th and ṅRn(0) are the free fit parameters. As
expected, we find the median result for ṅU,Th compatible

with 0, and use the corresponding fit uncertainty to derive a
(one-sided) upper limit.

Figure 18 shows the resulting U/Th sensitivity (90% CL)
as a function of the measuring time T . For ṅRn(0) = 130,
setting an upper limit on the U (Th) rate corresponding to
the IBD level will take 7 (2.5) days, while for solar-level
sensitivity 22 (6) days are required.

5.1.4 Continuous operation

While we expect that measuring times of several weeks for
a single LS batch can be realized during the commissioning
phase, this is not practical during the JUNO filling phase.
Instead, we foresee a continuous-mode measurement, where
fresh LS will be constantly fed from the top into the AV while
already screened LS will be drained from the AV bottom at
the same rate (Sect. 3.3). Since at a flow rate of 1 m3/h the
LS passage time through the AV amounts to almost a day, the
secondary Bi–Po rate supported by radon will partially decay
while traveling from top to bottom of the AV. A reduction by
17% (80%) is expected for 222Rn (220Rn).

This decay pattern can be used to distinguish the height-
dependent radon-induced Bi–Po-rate ṅRn(z) from the z-in-
dependent U/Th-fed coincidence rate ṅU/Th. The underlying
analysis method is quite similar to that in batch-mode oper-
ation (Sect. 5.1.3). Assuming a time-constant flow speed of
individual LS layers in the AV, the reconstructed vertex height
z of Bi–Po coincidences can be mapped equivalently to a time
coordinate t . In Fig. 19a, the fiducial volume is split into 14
layers of 20 cm thickness to form a height histogram of the
212Bi–Po count rate. By averaging over the Bi–Po rates reg-
istered within a day in those layers and then fitting with an
effective exponential decay (plus constant) that reflects the
212Pb life time and LS flow speed this can be translated into a

Fig. 19 Th-rate determination in continuous-mode operation, assum-
ing 830 initial Rn counts per day and AV volume. The time-dependence
of the 220Rn decay rate is mapped on the reconstructed Bi–Po vertex

height in the AV. This height-dependence is used to fit a decaying 220Rn
and a z-constant Th-induced 212Bi–Po decay rate
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Table 8 U/Th sensitivities expected in continuous operation mode for
a 24 h measurement, taking into account the initial presence of radon in
the LS. The analysis uses the z-dependence of the detected Bi–Po rate
introduced by radon decay. While some prior knowledge on the injected

222Rn contamination is required to reach U sensitivity close to the IBD
level, 220Rn decays sufficiently fast to show a distinct height gradient,
permitting a high-quality limit on the Th contamination

Initial Rn rate Limit on 238U Limit on 232Th

130 d−1 830 d−1 130 d−1 830 d−1

Rn prior

None 7 · 10−15 g/g 4 · 10−14 g/g 6 · 10−15 g/g 1.4 · 10−14 g/g

100% 3 · 10−15 g/g 2.6 · 10−14 g/g 5 · 10−15 g/g 1.4 · 10−14 g/g

10% 1.0 · 10−15 g/g 3 · 10−15 g/g 3 · 10−15 g/g 9 · 10−15 g/g

Table 9 Efficiencies of the different data selection cuts for the 85Kr
measurement. As in the Bi–Po selection, Δt and Δr are time and dis-
tance cuts. For the latter, the numbers in brackets represent the rejection
efficiency for accidental coincidences. The reduced efficiency for the
prompt energy selection is caused by the instrumental trigger threshold
of 5 hits in 70 ns

Cut 85Kr-Rb

Values Efficiencies (%)

FV < 150 cm –

Eprompt <0.2 MeV 70

Edelayed 0.36–0.50 MeV 83

Δt 0.35–4.76 µs 74

Δr < 150 cm 84 (63)

Total 36

time-dependent decay. Panels (b) and (c) of Fig. 19 show the
results for Rn and Th-induced Bi–Po rates per slice assuming
ṅRn = 830 d−1 and ṅU/Th ∼ 0. The expected corresponding
upper limit on the 232Th contamination for 90% CL translates
to 1.4 · 10−14 g/g level, or 6 · 10−15 g/g if ṅRn = 130 d−1.

The situation can be somewhat improved if the initial
radon inflow is time-stable enough to provide a solid pre-
diction of the amount of off-equilibrium radon present in the
LS. If the time fit of Eq. (5) is further refined to include a
penalty term for the initial radon rate at the 100% level (i.e.
assuming that the radon rate does not vary by more than
a factor 2 from day to day), the corresponding sensitivity
improves to a few times 10−15 g/g for both U/Th. If the prior
can be lowered to 10%, e.g. based on dedicated long-term
batch measurements, the limit would come close to 10−15

g/g. This means that even in continuous mode, OSIRIS can
maintain a U/Th sensitivity close to the IBD level.

Despite its lower sensitivity, continuous-mode operation
is preferable to batch-mode measurements during the filling
phase. Only this real-time monitoring mode can provide a
timely warning in case a purification plant loses efficiency
in U/Th removal or a sudden air leak dramatically increases
the amount of radioactive noble gases (and especially radon)
dissolved in the LS. While OSIRIS will at first only be able

Fig. 20 The 90% CL sensitivity of OSIRIS to a contamination by
85Kr in dependence of the measurement time. The maximum time of
6 months shown in this plot is the total duration of the JUNO detector
filling with the LS

to issue an unspecific alarm to stop the filling process, the
pre-detector can help as well to localize the source of pollu-
tion within the system. The JUNO main LS line offers the
possibility to bypass subsystems so that OSIRIS can sample
LS from different plants and pipe sections. Moreover, the
detection of secondary contaminants (like 85Kr, see below
will help to distinguish air leaks from other contamination
events.

5.2 85Kr contamination

The krypton isotope 85Kr is a β-emitter with an endpoint
energy of 687 keV in the major decay branch with a branching
ratio Γ ∼ 99.57%. Its spectral shape and the expected rate is
similar to the electron recoil spectrum of solar 7Be neutrinos
and is therefore an important background to be considered
in the solar analysis of JUNO [1]. The man-made isotope is
released in the reprocessing of nuclear fuels and features an
atmospheric abundance of about 1 Bq/m3 [27]. Therefore,
even minor exposures of the LS to the ambient air during
processing can lead to a significant contamination of the LS
with 85Kr.

With a low branching ratio of Γ ∼ 0.4%, 85Kr undergoes
a β-decay with an endpoint energy of 173 keV to the meta-
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stable state 85mRb. This 85mRb state has a mean life of 2.06µs
before it decays to the ground state of 85Rb under emission of
a 514 keV gamma-ray. Selecting fast coincidence events of
the prompt β-decay and the subsequent gamma significantly
suppresses other single-event backgrounds and can be used
to determine the contamination level of 85Kr in the LS. This
method has been successfully employed in Borexino and is
here applied to estimate the sensitivity of OSIRIS (Table 8).

To identify delayed coincidences from 85Kr decay, we
apply a selection strategy similar to the Bi–Po analysis pre-
sented in Sect. 5.1. The corresponding cut values are shown
in Table 9. However, there is a complication: while Po decays
and a large fraction of the Bi-spectra are well above the
detection threshold of OSIRIS, this is not the case for the
low-energy prompt event of 85Kr coincidences. Hence, we
don’t set a lower limit on the prompt energy selection. We
carefully evaluate the trigger efficiency, assuming a baseline
trigger threshold of 5 hits in 70 ns (Sect. 3.7). The corre-
sponding selection efficiency is 70%. It is worth to note that
this efficiency can be increased if a pre-trigger DAQ-window
of 5µs is introduced. In this case, a trigger will in all cases
be issued by the delayed gamma event, permitting to find
a sub-threshold prompt signal by a backward-search in the
pre-trigger window.

In the default mode (i.e. without the pre-trigger window),
we determine the background rate of accidental coincidences
to 2.7 events per day. Based on this background rate, Fig. 20
shows the estimated sensitivity (90% CL) as a function of
time. OSIRIS will reach a sensitivity of ∼ 105 (d·kt)−1 within
1 day of measuring. For an extended measurement (i.e. for
a data sample integrated over the complete filling time of
JUNO), this limit can be reduced to 6×103 (d·kt)−1 within 6
months time. This is still about an order of magnitude above
the JUNO baseline requirement of 500 (d·kt)−1 for the 85Kr
contamination (Table 5).

Despite its limited sensitivity, a search for 85Kr coinci-
dences still provides an important diagnostic tool to identify
an air leak. As in the case of a malfunction of one of the
JUNO LS purification plants, an air leak will first be noted
by a sudden increase in the detected Bi–Po rates, caused by
the introduction of 220Rn and 222Rn from the ambient air.
However, only an air leak will at the same time feature an
increase in 85Kr contamination levels. Typical activity levels
a 100 Bq/m3 of air for radon and 1 Bq/m3 for 85Kr. Depend-
ing on the magnitude of the air leak, a corresponding analysis
might thus help to identify the source of the contamination.

Finally, a constraint on the 85Kr concentration can be used
to extrapolate a meaningful limit on the 39Ar contamina-
tion in the LS. The argon isotope undergoes a feature-less β

decay and thus cannot be directly detected by OSIRIS. How-
ever, at atmospheric concentration levels, the activity of 39Ar
(∼ 10 mBq/m3) is about a factor 100 lower than that of 85Kr.
Assuming that this relative ratio in air is approximately pre-

Fig. 21 Sample photoelectron (p.e.) spectrum for OSIRIS, applying a
fiducial volume cut to the innermost cylindrical volume of 1 m height
and diameter for internal signals. The spectral contributions of 14C and
210Po emerge above the otherwise dominant external γ background
level. Corresponding rates can therefore be extracted via a spectral fit
at %-level precision. In this plot, we assume a 14C abundance of 10−18.
210Po is set to the minimum requirement defined for JUNO solar neu-
trino analysis, i.e. 80 decay per day and ton. The external background
level has been determined by simulation (Sect. 4)

served when dissolving the noble gases in LS, an upper limit
on the 85Kr contamination can thus be translated to an 39Ar
limit. For a 6-month measurement, the corresponding sensi-
tivity for the 39Ar rate is 60 (d·kt)−1. This level is sufficient
to assure that 39Ar plays no relevant role as a background for
solar neutrino detection in JUNO.

5.3 14C and 210Po contaminations

Unlike in the case of the U/Th chain isotopes, the contamina-
tion levels of the LS for 14C and 210Po have to be determined
based on the single event spectrum. A corresponding spec-
trum is shown in Fig. 21, assuming a 14C rate corresponding
to a relative abundance of 10−18 and the 210Po rate specified
as baseline requirement for the JUNO solar neutrino program
at 5 × 10−24 g/g. For illustration we choose here a relatively
long measuring period (30 days) while restricting the fiducial
volume to a central cylinder of 1 m height and diameter. The
spectral features generated by 14C and 210Po are thus easily
visible.
210Po emits α particles with an energy of 5.5 MeV, that due
to quenching will appear as a characteristic line of about
0.5 MeV in the spectrum. As shown in Fig. 21), the 210Po
decay rate could be determined at 4% precision inra long
batch-mode run.

The sensitivity to detect low 210Po abundances can be
improved by applyingα/β pulse shape discrimination (PSD).
While the PSD capabilities of OSIRIS have not yet been
studied in detail, the potential benefit can be estimated based
on the PSD properties of a JUNO-like LS reported in Ref.
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[28]. At the visible energy of the 210Po peak (∼135 p.e.), the
Gatti method can distinguish α and β events with a factor
of merit D = 2.3 as defined in Ref. [28]. That means that a
discrimination threshold that maintains a signal efficiency of
50% for α events will suppress about ∼99% of the β events
in this energy range. We find that for a short day-long run
(corresponding to continuous monitoring) and a cylindrical
fiducial volume of 2 m height and diameter, the minimum
210Po abundance detectable is about 1 × 10−24 g/g (0.4 ×
10−24 g/g) without (with) PSD at 95% CL.
14C . Already at an abundance of 10−18 relative to 12C in
the LS, 14C will dominate the event rate in the very low
energy-end of the spectrum. It reaches par with the expected
external gamma background level at a few times 10−19. This
is well below the JUNO requirement of 10−17. An exact rate
measurement will depend less on the available event statistics
but on the systematic understanding of the spectral shapes of
γ backgrounds and 14C that are used in the fit.
In conclusion, both backgrounds can be easily identified even
if they are at or somewhat below the JUNO requirement lev-
els. Precise measurements of the corresponding decay rates
can be expected. However, single backgrounds that are β-
decays and do not feature distinctive spectral shapes are more
difficult to determine. Studies will be resumed once experi-
mental data becomes available.

6 Conclusions

The OSIRIS facility serves as the last stage in the purification
chain of JUNO, measuring the residual radioactivity of the
LS before being injected into the JUNO Central Detector.
OSIRIS will provide valuable information on the efficiency
of the purification chain and issue a timely alert in case prob-
lems occur with the radiopurity of the LS. In this article,
we have given a detailed overview of the technical design of
the OSIRIS detector. It has been optimized to screen the LS
to the required purity levels of U/Th within days for IBD-
level (≤10−15 g/g) and 2–3 weeks for solar-level radiopuri-
ties (≤10−16÷17 g/g). The final sensitivity and required mea-
surement time depend on the level of radon emanation in the
components of the purification chain and in liquid handling
system. Further radio-isotopes that are expected to contam-
inate the LS are within reach of OSIRIS: excellent sensitiv-
ity will be achieved for the distinctive 14C and 210Po back-
grounds. Moreover, OSIRIS will be able to trace air leaks in
the JUNO filling system based on 85Kr and set indirect limits
on the 39Ar contamination of the LS.

The detector facility has the potential for a broader appli-
cation once the LS filling of the JUNO Central Detector has
been completed. Based on the existing detector geometry and
the close-by LS purification system, OSIRIS can serve as test
bench for the further development of liquid scintillators for
JUNO and other applications. Both the energy resolution and
the external gamma-ray shielding of the detector could be
improved with relatively minor upgrades. These potentially
open the path to test metal-loaded LS for a future 0νββ pro-
gramme of JUNO or even a precision measurement of the
solar pp neutrino flux within the OSIRIS setup. Correspond-
ing studies are on-going.
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Appendix A: Layout of the liquid scintillator hall

See Figs. 22 and 23.
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Fig. 22 Layout of the underground Liquid Scintillator Hall. OSIRIS is located at the back of the hall, next to the Stripping Plant
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Fig. 23 Isoview of the
underground Liquid Scintillator
Hall. OSIRIS is located at the
back of the hall, next to the
Stripping Plant
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