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Thopaz+ is a portable digital chest drainage and 
monitoring system developed by Medela. It offers 
continuous objective monitoring of fluid loss and 
air leaks, which facilitates assessment of patients’ 
progress, as well as standardisation of chest drainage 
management across different departments.1 Clinical 
evidence has demonstrated that Thopaz+ is a useful 
tool in the management of patients that require chest 
drains and has clear clinical advantages compared 
with underwater� seal drains.1–3

Thopaz+ and its predecessor, Thopaz, have been 
used within the Cardiothoracic Department at Oxford 
University Hospital NHS Trust since 2012. A report 
on this experience contributed to National Institute 
for Health and Care Excellence (NICE) Medical 
Technology Guidance 37.1,4 Use of Thopaz+ in Oxford 
has since expanded to other departments within the 
trust. This document summarises the experience 
with Thopaz+ based on interviews with healthcare 
professionals (HCPs) at Oxford University Hospital 
NHS Trust in February/March 2024.

CHEST DRAINAGE PROTOCOLS
Each department has a chest drain 
protocol based on their use of Thopaz+� 
or underwater seal drains, and whether 
active suction or physio mode is needed.

MOBILISATION
Improved and earlier mobilisation is a 
major advantage of Thopaz+ in relation to 
complications associated with immobility.

OBJECTIVE AND CONTINUOUS 
MONITORING LEADS TO IMPROVED 
DECISION-MAKING
Continuous monitoring improves chest 
drain decision-making by providing 
objective estimates/measurement of 
leakage. It helps determine when air leaks 
are resolving (allowing for earlier drain 
removal and discharge planning) or when 
further intervention is needed (such as 
referral to a surgeon).

LENGTH OF STAY
Digital drainage facilitates day-case 
procedures by giving HCPs confidence 
that their patients have no persistent air 
leaks or fluid loss.

RESPIRATORY
70% of patients following pleural 
intervention and 60% undergoing 
thoracoscopy return home the same day.

CORONARY CARE UNIT (CCU)
Length of stay of 7 days with Thopaz+ 	
compared with 10 days with underwater 
seal drains.

THROUGHOUT THE PATIENT JOURNEY
Thopaz+ can be used throughout a 
patient’s journey, which can reduce the 
possibility of issues and errors, because 
drains can become kinked or displaced 
whenever a device is changed. Suction 
can be added to a Thopaz+ device set up 
to provide straightforward drainage simply 
by pressing a button to initiate suction via 
the device itself.

COSTS AND EFFICIENCIES
The use of the device can lead to 
improved operational efficiencies and 
cost savings, which may justify the 
acquisition costs. From an evidence-based 
practice project in the USA, a digital air 
leak detection device after pulmonary 
lobectomy led to cost savings of $2,659 
per hospital day.5

IMPROVED PATENT SAFETY
Thopaz+ is a closed system, reducing 
incidents, errors, mishaps, and infections. 
As a dry system, Thopaz+ prevents issues 
with water and device positioning. Non-
medical staff can manage Thopaz+� if it 
is knocked over, with no patient impact. 
Thopaz+ has its own suction source, 
preventing complications with wall suction 
becoming displaced or unclipped.

STAFF EXPERIENCE
Precise fluid and air leak measurements 
including time trends, improve clinician 
confidence and decision-making and 
facilitate continuity of care. The user-
friendly interface makes it easier to track 
air leaks and fluid output. Nursing time 
is saved with easy canister replacement, 
reduced manual monitoring, and visual 
and audible notifications alert HCPs 
of issues.

PATIENT EXPERIENCE
Patients can move around freely without 
nursing or healthcare assistant support. 
Earlier discharge reduces hospital stay. 
Patients can monitor their progress in 
terms of reducing volumes of fluid and 
air leaks on the display.

Real-world experience with

Thopaz+
The Oxford University Hospitals
NHS Foundation Trust experience

*Percentage of cases using Thopaz+, where known from interviews. 
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Summary of the real-world experience with Thopaz+

The experience of HCPs within Oxford University Hospitals NHS Foundation Trust over the past 12 years 
has shown that Thopaz+ has multiple benefits in the right circumstances and should be available for the 
vast majority of patients requiring a chest drain.

Francesco Di Chiara MD, MS THOR (Hons), FEBTS 
Consultant Thoracic Surgeon Oxford University 
Hospitals NHS Foundation Trust 

Overall, our experience at �Oxford University 
Hospitals NHS Foundation trust has shown that 
Thopaz+ is an indispensable asset for HCPs, 
redefining standards of care and operational 
efficiency across multiple medical departments. 
We encourage all units using chest drains to 
consider making the move from underwater seal 
drains to Thopaz+ in the vast majority of patients 
requiring chest drainage.

Quotes from interviews with a number of 
healthcare professionals at Oxford University 
Hospital NHS Trust:

From the NHS perspective, I think it 
probably allows us to make earlier decisions 
about withdrawing chest drains and getting 
people�out of hospital earlier.

There are a number of ways to recoup 
the costs: efficiencies in the system, less 
litigation because things don’t go wrong, 
staff sickness due to back injuries, and 
length of stay if you can get patients home 
quicker.

Read the full report:

The summary report has been written by HSJ Advisory on behalf of Medela AG, reflecting the views 
expressed in interviews with healthcare professionals. Medela AG funded the project and had input 
into the development of this report.

Thopaz+  
#1 reference for digital 
drainage*

Turning Science into Care

Read the evidence

*Pioneering the digital chest drainage market since 2007. Market report and data show number 1 market share as of 
January 2024. Thopaz/Thopaz+ being named or referred to in >100 published studies, reports, or publicly available data.
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