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Abstract

Background: Highly sensitive cardiac troponin assays 
(hs-cTn) are not available as point-of-care (POC) measure-
ments. As rapid testing cannot be achieved at the expense 
of clinical performance, there is an urgent need to develop 
and rigorously validate POC hs-cTn. Konica Minolta (KM) 
has recently developed a surface plasmon-field enhanced 
fluorescence spectroscopy-based POC hs-cTn I system.
Methods: We validated the analytical characteristics of the 
KM POC system according to the international guidelines.
Results: Limit of blank (LoB) and limit of detection (LoD) 
were 0.35 and 0.62 ng/L, respectively, hs-cTn I concentra-
tions corresponding to a total CV of 20%, 10% and 5% 
were 1.5, 3.9 and 11.0 ng/L, respectively. Method com-
parison studies showed that KM calibration was success-
fully traced to higher-order references. Limit of quantita-
tion (LoQ), i.e. the hs-cTn I concentration having a total 
error of measurement of ≤34%, was 10.0 ng/L. The upper 
reference limit (URL) for 600  healthy blood donors was 
calculated at 12.2 ng/L (90% confidence interval [CI]:  
9.2–39.2), while sex-partitioned URLs were 20.6 (males) 
and 10.7 ng/L (females), respectively (p < 0.0001). KM 
assay measured hs-cTn I concentrations >LoD in 65.7% of 
all reference individuals, in 76.7% of males and in 54.7% 
of females, respectively.
Conclusions: The KM system joins the characteristics of 
POC systems to the analytical performance of hs-cTn.

Keywords: high sensitivity troponin; method evaluation; 
point of care testing.

Introduction
The biochemical criterion proposed to classify patients 
with suspected acute coronary syndrome as patients with 
acute myocardial infarction (AMI) is heavily predicated 
on an increased cardiac troponin (cTn) concentration 
in blood [1]. The advent of the latest generation of more 
sensitive cTn assays, the so-called “high-sensitivity” cTn 
assays (hs-cTn), has benefited the laboratory through 
enhanced analytical sensitivity and precision allowing 
to fully comply with international recommendations for 
the AMI definition [2]. Although cTn assays continue to 
improve from an analytical perspective, a performance 
gap still exists between central laboratory systems and 
point-of-care (POC) cTn testing [3]. So far, hs-cTn are not 
available as POC measurements and the POC cTn assays 
on the market lack sensitivity [4, 5]. On the other hand, 
the implementation of fast track hs-cTn protocols is con-
ditional on laboratories meeting clinically appropriate 
turnaround time (TAT) for reporting cTn results to clinical 
wards, otherwise all clinical benefits of these approaches 
would be lost [6, 7]. Available guidelines recommend a 
TAT ≤60  min from the time of receipt of blood tubes in 
the laboratory to reporting [8]. To meet this requirement, 
laboratories have instituted dedicated pathways to quan-
tify hs-cTn [9]. Theoretically, POC testing can be used to 
achieve patient care needs in situations when TAT require-
ments cannot be met with central laboratory systems, 
but the markedly lower clinical sensitivity may result in 
a great number of misclassified patients [10]. As rapid 
testing cannot be achieved at the expense of diagnostic 
performance, there is an urgent need to develop and rigor-
ously validate POC hs-cTn [4].

Surface plasmon-field enhanced fluorescence 
 spectroscopy (SPFS) is a technology with one of the 
highest detection sensitivities because of its low back-
ground noise [11]. Kaya et al. [12] applied this technique 
for a sensitive detection of prostate-specific antigen in 
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serum using a plastic sensor chip. Based on their results, 
SPFS appeared valuable for the detection of low concen-
trations of biomarkers, such as cTn, in clinical samples. 
Recently, Konica Minolta (KM) has developed an SPFS-
based POC system that provides promising perspectives 
to deliver hs-cTn I results of optimal quality. Here we 
have evaluated the conformity of the analytical charac-
teristics of this novel POC system to current standard 
quality issues.

Materials and methods
Equipment

The KM SPFS POC system consists of a desktop analyzer and a plas-
tic disposable test cartridge. The latter includes a sensor chip with 
immobilized capture antibody and a reagent chip, containing sam-
ple diluent, wash buffer and fluorescence-labeled detection anti-
body. A liquid handling system and the fluorescence detection unit 
are integrated into the analyzer. The assay has an analytical TAT of 
~15 min. Briefly, 200 μL of sample are injected into the sample well 
and the test cartridge is inserted into the analyzer. Here the sample 
is automatically diluted with sample diluent and introduced into 
the capture antibody-immobilized sensor chip, where cTn I in the 
sample is captured by immunoreaction. After a washing step, the 
captured cTn I is detected by the fluorescence-labeled detection anti-
body. Measured fluorescence is converted into marker concentration 
through a factory calibration curve based on four-parameter logistic 
regression. cTn I value is therefore adjusted with sample hemato-
crit (HCT) and dilution rate. In the employed prototype, HCT of each 
sample was obtained separately and inserted into the KM system.

The analyzer and all other materials used in the study were 
strictly handled according to the manufacturer’s instructions. For 
the purpose of the study, one analyzer (prototype device v.2, serial 
no. 002#13) was provided by KM to the validating site. Three lots of 
hs-cTn I cartridges were also provided. In all experiments, a quality 
control (QC) material (Liquid QC Cardiac Marker Control Complete, 
Cliniqa Corp.) was used daily to monitor the appropriate functional-
ity of the analyzer and the reagents. If QC values were not within the 
acceptable range, the run was repeated. If QC results were consist-
ently out of range, the study was suspended, and KM contacted to 
discuss the course of action.

Samples

Unless otherwise stated, measurements were carried out in singli-
cate. Human samples (lithium heparin whole blood [WB] or plasma, 
if not otherwise stated) needed for the different parts of the study 
were provided by the validating center. The selection of clinical sam-
ples used in the study was exclusively based on their cTn concen-
trations. These samples were leftovers from daily laboratory activity. 
When the study required measuring WB samples, the lithium hepa-
rin tube was first measured on the KM SPFS system and then centri-
fuged for routine activity. However, if plasma samples were required 

for the study, tubes were immediately centrifuged, the plasma first 
used for the clinical activity and leftovers measured for the study. The 
study was approved by the local Institutional Review Board.

Study protocol

Table 1 of the Supplementary Data that accompanies the online ver-
sion of this article summarizes the items validated in the study. The 
methodological details are described below.

Limit of blank (LoB), limit of detection (LoD): These characteristics 
were assessed according to the Clinical and Laboratory Standards 
Institute (CLSI) EP17-A2 standard [13]. The LoB, defined as the highest 
measurement result that is likely to be observed for a blank sample, was 
estimated by 60 replicate measurements of a sample containing no cTn I 
in a single run and defined as LoB = meanblank + 1.645 SDblank. The Cardiac 
Base Diluent (Cliniqa Corp.), used as zero calibrator in the KM system, 
was employed for LoB estimation: this material is manufactured from 
healthy people’s blood samples, its background level is adjusted by a 
heating treatment, and the lack of cTn I is verified by the manufacturer 
by using the Vitros ECi Troponin I ES assay (Ortho Clinical Diagnostics), 
with a declared LoD of 12 ng/L [14]. As the use of a contemporary assay 
to confirm the absence of the analyte cannot be sensitive enough, we 
additionally tested the material by the Architect hs-cTn I (Abbott Diag-
nostics) and values below the assay LoB were obtained.

The LoD, defined as the lowest amount of cTn I in a clinical 
sample that can reliably be detected by the assay, was obtained from 
60  measurements in a single run of a pooled plasma sample with 
a cTn I concentration of approximately 2  ×  LoB, and calculated as 
follows: LoD = LoB + 1.645 SDsample. The verification of the LoD claim 
was performed according to the protocol requirements on item 7.3.1 
of Ref. [13]. Ten replicates for each of two samples at the LoD claim 
concentration were obtained. If the observed percentage of all results 
that are equal to or exceed the LoB is ≥85%, the LoD verification is 
deemed to be successful and the claim is taken as verified [13].

In-vitro sample stability: Five cTn I positive WB samples were ana-
lyzed immediately after collection (T0). The samples were then divided 
into two aliquots. Aliquot A was kept at room temperature (RT) and ana-
lyzed after 2, 4, 6 and 8 h. Aliquot B was placed at +4 °C and analyzed 
after 2, 4, 6 and 8 h. All measurements were done in duplicate. Recovery 
of hs-cTn I was calculated as a percentage of the initial value obtained 
on fresh samples by dividing the concentrations at any storage time by 
the concentration at T0. The statistical analysis of trend was also done.

Linearity on dilution: The declared upper measurement limit is 
50,000 ng/L. Three pooled plasma were diluted with the Cardiac 
Base Diluent at a ratio of 1:9, 2:8, 3:7, 4:6, 5:5, 6:4, 7:3, 8:2, 9:1, 10:0 
(×1: original sample), respectively. Each point was measured in trip-
licate. Linearity was acceptable if there was no statistical difference 
between simple linear regression and 2nd order polynomial regres-
sion of all dilution points [15].

Human anti-mouse antibody (HAMA) interference: To test 
HAMA interference, 14 commercially available EDTA-K2 plasma 
samples (Promeddx), containing HAMA at high concentrations 
(11.8–142.4 μg/L) were analyzed in duplicate before and after 

Brought to you by | Università degli Studi di Milano
Authenticated

Download Date | 12/6/19 12:10 PM



140      Braga et al.: Analytical validation of a point-of-care system

treatment with a heterophilic blocking tube (HBT) (Scantibodies 
Laboratory, Inc.). The use of EDTA samples as an alternative to the 
lithium heparin samples used in this protocol was internally vali-
dated by KM (Passing-Bablok regression: EDTA = 1.01 (95% confi-
dence intervals [CI]: 0.89–1.06) heparin – 1.3 ng/L [95% CI: –2.6/0.9], 
n = 17). Treatment of samples with HBT was performed as previously 
described [16]. A difference between hs-cTn I values before and 
after HBT treatment >25% was considered indicative of a significant 
HAMA interference in the evaluated assay. This criterion was chosen 
due to the very low cTn I concentrations in HAMA positive samples.

Assay imprecision: Six pooled plasma were prepared and stored 
aliquoted at –80 °C until use. The corresponding hs-cTn I concen-
trations were approximately 2  ×  LoD, 3  ×  LoD, 4  ×  LoD, 10  ×  LoD, 
99th percentile limit of the reference distribution (URL), and  
~200 ng/L, representing a rough estimate of the value for an immedi-
ate ruling in at patient admission [17]. For each pool, two replicates 
per run and two runs per day were performed for 20 working days, by 
including two cartridge lots (10 working days per lot). Fresh frozen 
aliquots were thawed for each run. Total CV for each pool was calcu-
lated using the ANOVA method as described in CLSI EP5-A standard 
[18] and used to construct the imprecision profile. hs-cTn I concentra-
tions corresponding to a total CV of 5%, 10% and 20% were calcu-
lated by interpolating the obtained imprecision profile.

Sample type comparison: One hundred and forty-nine fresh paired 
samples (WB and plasma) with detectable hs-cTn I concentrations 
(range: 2.0–15,316 ng/L) were measured within 2 h from sample col-
lection. The corresponding HCT was measured in paired EDTA-K3 
samples immediately upon arrival in the laboratory on a Sysmex 
XN-9000 hematology system [19]. The significance of plasma vs. WB 
sample difference was statistically evaluated by the Wilcoxon rank 
sum test for paired samples.

Calibration traceability, antibody selectivity and comparison with 
the reference device: As recommended by the Australasian Asso-
ciation of Clinical Biochemists [20], the KM system calibration was 
traced to higher-order references. Supplementary Figure 1 describes 
the approach selected by KM. In particular, the Architect hs-cTn I was 
selected as predicated reference device and the KM calibrator was 
value-assigned by a manufacturer’s internal procedure through a 
comparison experiment performed with the Architect system on cTn 
I positive samples. As the Architect calibrator is in turn traceable to 
National Institute of Standards and Technology SRM 2921 [21], the 
traceability to higher-order references is assured. To avoid problems 
in traceability implementation due to difference in antibody selectiv-
ity, the KM system uses antibodies that recognize the same epitope 
regions of Architect, i.e. the capture antibody immobilized on sensor 
chip surface is a mouse monoclonal (IgG1), which recognizes human 
cTn I at 24–40 amino acids, and the detection antibody labeled with 
fluorescence dye is a chimeric antibody consisting of mouse derived 
variable region and human derived constant regions of IgG1, which 
recognizes human cTn I at 41–49 amino acid region.

To confirm the alignment of the KM system to the Architect 
assay, we compared the KM with the Architect hs-cTn I performed on 
an i2000 platform using 139 paired samples (WB for KM and plasma 
for Architect) randomly selected to represent the range of cTn I values 
likely to be encountered in clinical practice. HCT was measured in 
paired EDTA-K3 samples on XN-9000 at sample arrival in laboratory 
and hs-cTn I on KM system immediately after. Plasma aliquots for 

Architect assay were stored frozen (–80 °C) until measurement, done 
in a single run 1 month from the beginning of sample collection. The 
data were analyzed by Passing-Bablok regression and bias plots.

Supplementary Figure 2 summarizes the steps of different sam-
ples for different measurements carried out in sample type compari-
son experiment and in the comparison with the reference device.

Limit of quantitation (LoQ): To determine the LoQ, i.e. the lowest 
concentration of cTn I that can be quantitatively determined with 
stated acceptable imprecision and bias [13], the total error (TE) was 
assessed as bias + 1.65 × CV (where 1.65 is the Z-score at 95% prob-
ability), with a goal of ≤34% [8, 22]. Bias was assessed by comparison 
of the KM assay vs. the predicated reference device in the range of 
2.0–250 ng/L and the CV derived from the imprecision profile.

Reference values: Fresh WB samples from 600  healthy blood 
donors (300 males and 300 females, age range: 18–70 years, sample 
background in Supplementary Figure 3) were analyzed. HCT was 
measured in paired EDTA-K3 samples on an XN-9000. The hs-cTn I 
URL in all individuals and in sex-partitioned groups was calculated 
using nonparametric determination of percentiles [23]. URL 90% CI 
were calculated based on binomial probability. The presence of outli-
ers was verified according to Reed’s criterion [24]. The Mann-Whitney 
test was used to evaluate the between-sex differences and the age 
dependence of reference values was evaluated by logistic regression.

All statistical analyses were performed using MedCalc 
v19.0.6 software.

Results
Using the CLSI approach, the assay LoB was 0.35 ng/L and 
the LoD was 0.62 ng/L. The 20 replicates for LoD verification 
gave a mean value of 0.54 ng/L, with two results <0.35 ng/L.  
Therefore, the observed percentage of all results ≥LoB in 
the experiment was 90% and the previously determined 
LoD was validated.

Supplementary Figure 4 displays stability results for 
selected individual samples. Both at RT and +4 °C, hs-cTn 
I concentrations tended to significantly decrease with a 
mean recovery ≥97% 2  h and >95% 4  h after blood col-
lection, respectively (Figure 1). According to these data, 
hs-cTn I measurements by KM system should be per-
formed within 2 h from sample drawing. This will assure 
a minimal decrease of hs-cTn I concentrations (≤3%), well 
inside the assay imprecision.

All three evaluated plasma pools (hs-cTn I concen-
trations of 240, 2251, and 6380 ng/L) produced a perfect 
linear fit when their dilutions were tested for linearity 
(regression coefficient [R], >0.999).

Two (14.3%) out of 14 HAMA positive samples 
showed a significant interference on the KM assay. 
However, no correlation with the HAMA concentrations 
in the samples was shown. The first interfered sample 
(HAMA concentration, 19.8 μg/L) measured 5.7 ng/L 
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hs-cTn I before and 1.4 ng/L after the HBT treatment 
(recovery, –72%) and the second one (HAMA concentra-
tion, 21.9 μg/L) measured 1.6 ng/L before and 0.8 ng/L 
after the treatment (recovery, –50%).

Table 1 displays the imprecision results and Figure 2 
depicts the imprecision profile at cTn I low concentra-
tion range. The total CV at the cTn I concentration around 
URL was <5% and cTn I concentrations corresponding to 
a total CV of 20%, 10% and 5% were 1.5, 3.9 and 11.0 ng/L, 
respectively.

Plasma heparin gave results comparable to WB (Wil-
coxon test, p = 0.289) (Supplementary Figure 5) and the 
correlation between the two sample types was excellent 
(plasma = 0.96 WB + 0.9 ng/L, coefficient of determination 
[R2], 0.9991).

Figure 3 shows results of the method comparison 
study. One sample was eliminated because it was out of 
the linearity limit. On the remaining 138 selected samples 
(hs-cTn I range: 2.0–7132 ng/L), the regression equa-
tion was as follows: KM = 0.956 Architect – 2.36 ng/L; 
R = 0.9899. As expected, the scatter of data increased when 

only samples with hs-cTn I concentrations <250 ng/L were 
compared (KM = 0.864 Architect – 1.51 ng/L; R = 0.9592). In 
this concentration range, KM results showed a mean neg-
ative bias of –22.4% when compared with Architect, which 
is essentially fulfilling the bias goal (at minimum quality 
level) for inter-assay agreement derived from data of cTn 
I biological variability, i.e. ±21.6% [20, 22, 25]. Despite the 
average negative bias, a marked positive difference was 
seen in two samples whose hs-cTn I concentrations (KM 
vs. Architect) were 9.9 vs. 3.5 ng/L and 9.3 vs. 4.9 ng/L, 
respectively.

As reported already, the LoQ should have a maximum 
TE of measurement (assessed as bias + 1.65 × CV) of 34%. 
For the KM assay, this TE was obtained at hs-cTn I con-
centration of 10 ng/L. Particularly, from imprecision 
evaluation, 10 ng/L showed a CV = 5.2%. The allowable 
bias at this concentration is: 34% = bias + 1.65 × 5.2%, 
which is bias = 34%–8.6% = (±)25.4%. From the regression 
analysis in the range of 2–250 ng/L (KM = 0.864 Architect 
– 1.51 ng/L), we can derive the Architect reference value 
(11.51/0.864 = 13.3 ng/L) and the corresponding KM system 
bias at 10.0 ng/L (−24.8%), which fulfil the bias specifica-
tion reported.

Figure 4 displays the histograms of distributions of 
reference values. When data were verified for outliers, 

Figure 1: Summary of stability analysis of Konica Minolta POC 
hs-cTn I measured in whole blood.
Each point represents the mean of recovery results obtained on  
five samples with hs-cTn I concentrations spanning from 426 to 
33,560 ng/L (see Figure 4 of the online Supplementary Data for 
individual sample behavior).
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Figure 2: Imprecision profile of Konica Minolta POC hs-cTn I.
Arrows show hs-cTn I concentrations with a total CV of 20%, 10% 
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Table 1: Summary of the assay imprecision results.

Sample ID #1 #2 #3 #4 #5 #6

hs-cTn I concentration 2xLoD 3xLoD 4xLoD 10xLoD 99th upper reference limit Rule in concentration
Mean value, ng/L 1.13 1.56 2.28 5.27 11.8 193.8
Within-run SD, ng/L 0.35 0.17 0.27 0.28 0.46 5.28
Within-run CV, % 30.9 11.0 11.7 5.3 3.9 2.7
Total SD, ng/L 0.38 0.27 0.36 0.38 0.56 9.01
Total CV, % 33.5 17.6 15.7 7.2 4.8 4.6
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the highest data points in both sex groups (39.2 ng/L in 
men and 62.8 ng/L in women) were identified as poten-
tial outliers. We reassessed hs-cTn I concentrations in 
these samples and obtained the same results as those ini-
tially reported, therefore excluding analytical problems. 
As these two particular subjects were qualified as active 

blood donors and no hemodynamic stress was detected 
by serum amino-terminal B-type natriuretic propeptide 
measurement (Roche Diagnostics assay), which was 
well below the 125 ng/L cut-off (24 and 20 ng/L, respec-
tively), in line with previous suggestions [23] these data 
points were not discarded. The URL of KM hs-cTn I for 
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600  healthy donors was calculated at 12.2 ng/L (90% 
CI: 9.2–39.2). However, a highly significant difference 
(p < 0.0001) between values of male and female subjects 
was found and sex-specific URLs were derived, that are 
20.6 ng/L (90% CI: 9.2–39.2) for males and 10.7 ng/L (90% 
CI: 5.5–62.8) for females. No age dependence of reference 
values was detected (R2 = 0.00, p = 0.523). KM assay meas-
ured hs-cTn I concentrations >LoD in 394 (65.7%) of all 
reference individuals, in 230 (76.7%) of males and in 164 
(54.7%) of females, respectively.

Discussion
POC assays for cTn has been available for nearly 25 years 
[26]. Among the earliest commercial POC devices were 
qualitative lateral flow assays [27]. Later, quantitative 
assays were constructed using small optical readers [28]. 
More recently, bench-top systems have become avail-
able [7]. However, all commercially available POC cTn 
assays are less sensitive than central laboratory systems: 
this limits their use for a reliable AMI diagnosis in the 

emergency department. To be implemented successfully, 
a POC cTn assay should significantly reduce TAT without 
worsening analytical performance and, thus, diagnos-
tic performance, when compared with hs-cTn performed 
 centrally. In agreement with these premises, the new 
system developed by KM has been designed to meet the 
characteristics necessary to use it at POC without decreas-
ing the optimal performance as obtained by the available 
central laboratory hs-cTn. The purpose of this study was 
to comprehensively validate the analytical characteristics 
of this system in an independent study.

Amundson and Apple [5] have summarized the 
desired qualities of POC cTn devices: (a) TAT ≤30 min, (b) 
10% CV at URL, (c) analytical specificity in the presence of 
other analytes potentially present in the sample, and (d) 
little to no sample preparation and handling to minimize 
the potential for errors. Devices that can achieve this level 
of quality represent the future of POC testing [5]. Our study 
results show that the KM system based on SPFS techno-
logy fulfils these requirements by joining the typical char-
acteristics of POC systems (speed and minimal skill) to 
the analytical performance of hs-cTn. The LoD <1.0 ng/L 
and the CV at URL <5% place the system at the optimal 
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Figure 4: Histograms of distributions of reference values.
Distribution of reference values in all reference individuals (A) and in sex-partitioned groups (B).
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level of cTn assay performance [14]. Furthermore, the 
optimal linearity response on dilution and the low level 
of HAMA interference attested appropriate measurement 
conditions and the validity of the immunoassay procedure 
[29]. Finally, its ability to quantitate cTn I above the LoD 
in >50% of healthy men and women separately designs 
the KM system as a “high-sensitivity” assay based on the 
recently IFCC-AACC proposed criteria [8]. To our knowl-
edge, only one other bench-top system, also proposed 
for POC use, documented a similar performance, even if 
much favourable data were available in the final publica-
tion when compared with a preliminary one made by the 
same authors [30, 31].

The US Food and Drug Administration only allows 
reporting of cTn assays to the LoQ [8]. However, their 
definition of LoQ (typically the 20% CV concentration) 
strongly differs from the CLSI one, basically because the 
assay bias is ignored. In this study, we clearly showed that 
LoQ calculated according to CLSI criteria is much higher 
than the simple 20% CV (10.0 vs. 1.5 ng/L). Ignoring bias 
in the LoQ estimate of hs-cTn can be very dangerous as 
even relatively small shifts at low marker concentrations 
may have a great clinical impact [32].

Since their introduction in clinical practice, cTn I 
assays have been plagued with a lack of standardization, 
which have likely contributed to widespread variability 
of reported cut-off concentrations [33]. Implementation 
of traceability concepts has been advocated as a solution 
[34]. Accordingly, the KM calibration was successfully 
traced to higher-order references and our comparison data 
underscored a good harmonization between the results 
obtained by KM system and those by the Architect assay 
used as predicated reference device. This is confirmed 
by the evidence that URLs obtained in this study for KM 
system closely correspond to results from independent 
reference studies with the Architect hs-cTn I assay [35]. 
Collinson et al. determined the Architect all-subject URL 
at 12.3 ng/L, while URLs for men and women were 18.3 and 
9.5 ng/L, respectively [36]. Kimenai et  al. found URLs of 
20.0 ng/L in men and 11.0 ng/L in women, while the all-
subject URL was determined to be 13.0 ng/L [37]. We want 
to stress that cTn elevation in acute settings should not 
be defined by a single value but instead by serial meas-
urements demonstrating significant changes [38, 39]. 
With this regard, the high precision of the KM POC system 
allows for measurement of small changes in cTn I concen-
tration over time in order to improve AMI diagnosis.

This study has some limitations. First, the study was 
monocentric and the generated results may not apply to 
other settings [40]. Second, in this study the clinical use 
of the KM system was not addressed: optimal analytical 

performance does not automatically equate to optimal 
clinical performance, even if it represents the mandatory 
precondition [38]. Clinical studies, like that recently pub-
lished by Pickering et  al. [41], are therefore warranted. 
Finally, there are potential limitations when setting one 
assay performance against another. In this regard, a bias 
of approximately 20% between KM and Architect results 
may not be appropriate for permitting an integration of 
the two systems in clinical practice. A prospective study is 
required to state that the KM and Abbott assays can be used 
interchangeably.
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